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EXAMINING THE REGULATION OF DIAG- 
NOSTIC TESTS AND LABORATORY OPER- 
ATIONS 


TUESDAY, NOVEMBER 17, 2015 

House of Representatives, 

Subcommittee on Health, 
Committee on Energy and Commerce, 

Washington, DC. 

The subcommittee met, pursuant to call, at 10:03 a.m., in room 
2322, Rayburn House Office Building, Hon. Joseph R. Pitts (chair- 
man of the subcommittee) presiding. 

Members present: Representatives Pitts, Guthrie, Barton, 
Shimkus, Murphy, Burgess, Blackburn, Lance, Griffith, Bilirakis, 
Long, Ellmers, Bucshon, Brooks, Collins, Green, Capps, Butterfield, 
Castor, Schrader, Kennedy, Cardenas, and Pallone (ex officio). 

Staff present: Rebecca Card, Assistant Press Secretary; Carly 
McWilliams, Professional Staff Member, Health; Graham Pittman, 
Legislative Clerk; Heidi Stirrup, Health Policy Coordinator; John 
Stone, Counsel, Health; Christine Brennan, Democratic Press Sec- 
retary; Jeff Carroll, Democratic Staff Director; Tiffany Guarascio, 
Democratic Deputy Staff Director and Chief Health Advisor; 
Samantha Satchell, Democratic Policy Analyst; and Kimberlee 
Trzeciak, Democratic Health Policy Advisor. 

Mr. Pitts. The subcommittee will come to order. The Chair will 
recognize himself for an opening statement. 

OPENING STATEMENT OF HON. JOSEPH R. PITTS, A REP- 
RESENTATIVE IN CONGRESS FROM THE COMMONWEALTH 

OF PENNSYLVANIA 

Throughout the 21st Century Cures initiative, biomarkers, preci- 
sion medicine, and targeted therapies were a few of the most con- 
sistently uttered terms and concepts. In order to advance each of 
them, we must establish a regulatory environment that fosters the 
development of, and access to, innovative, accurate, and reliable di- 
agnostic testing. Such tests are increasingly important not only in 
diagnosing the onset of a specific disease or condition, but in deter- 
mining the right course of treatment or procedure. 

It goes without saying that tests providing information to a doc- 
tor or consumer are fundamentally different products than tradi- 
tional medical devices, which actually deliver therapy to, or are im- 
planted in, a patient. Nonetheless, while FDA has used its medical 
device authorities to review and oversee tests developed by outside 

( 1 ) 
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entities that are then sold to laboratories, the agency has not ac- 
tively regulated laboratory-developed tests, or LDTs. 

Last year, a week after we held a roundtable downstairs that 
highlighted the importance of this very topic, FDA announced that 
it would no longer exercise such enforcement discretion and de- 
tailed how the agency proposes to apply its medical device authori- 
ties to LDTs. 

Today, I am far less interested in litigating the boundaries of 
current FDA or CMS legal authority, but in hearing from our wit- 
nesses how such authority could be clarified or improved, under- 
standing the unique and evolving nature of what is being regulated 
and each agency’s area of expertise. 

In response to a white paper the committee circulated at the end 
of last year asking these very questions, we heard from a number 
of labs and pathologists that FDA should only have a limited role, 
if any, in regulating a select set of tests as medical devices. The 
rest, in their opinion, should be overseen by CMS through an up- 
dated Clinical Laboratory Improvement Amendments program. 
This is despite the fact that CMS has stated that they do not have 
the resources, the expertise, or the willingness to take on what is 
being asked of them. I am eager to hear what Dr. Conway has to 
say on this matter. 

We also received comments from a number of manufacturers, as 
well as over 40 patient groups, that FDA, not CMS, needs to be in 
the driver’s seat, and that tests that have the same impact on a 
patient should be held to the same standards, regardless of who 
does the development. This is despite the fact that laboratories are 
uniquely nimble environments where pathologists continually mod- 
ify and improve tests in ways that manufacturers cannot. 

I am well aware that this has been at times a heated debate with 
passionate advocates on both sides. With such a backdrop, I want 
to particularly commend the manufacturers, the laboratories, and 
other healthcare institutions that have been willing to roll up their 
sleeves and find as much common ground as possible through con- 
structive dialogue, a willingness to compromise, and a pragmatic 
understanding of what a viable, modern framework entails. 

I do not believe that imposing a new regulatory reality on an in- 
creasingly important component of our healthcare system via guid- 
ance is the best way to address these issues. These products war- 
rant a regulatory system designed with them in mind. They should 
not be shoehorned into a system that was drafted in the 1970s. 

This committee has clearly shown that we are willing and able 
to move complicated, comprehensive, bipartisan legislation. The 
discussion draft the committee circulated, along with the hearing 
notice, is of course not perfect, but it is a serious document based 
on significant consensus, and I would ask that all of the stake- 
holders out there, including our two distinguished witnesses, help 
us improve it as the process continues. 

With that, I would like to thank Dr. Shuren, a frequent, always 
welcome visitor, as well as Dr. Conway, for their willingness to tes- 
tify today, and I look forward to working with them on these issues 
going forward. 

[The discussion draft is available at http: 1 1 docs.house.gov I meet- 
ings I IF I IF14 120151117 1 104127 1 BILLS-114pih-HR .pdf.] 
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[The prepared statement of Mr. Pitts follows:] 

Prepared statement of Hon. Joseph R. Pitts 

Throughout the 21st Century Cures initiative, “biomarkers,” “precision medicine,” 
and “targeted therapies” were a few of the most consistently uttered terms and con- 
cepts. In order to advance each of them, we must establish a regulatory environ- 
ment that fosters the development of and access to innovative, accurate and reliable 
diagnostic testing. 

Such tests are increasingly important, not only diagnosing the onset of a specific 
disease or condition, but in determining the right course of treatment or procedure. 
It goes without saying that tests providing information to a doctor or consumer are 
fundamentally different products than traditional medical devices which actually de- 
liver therapy to or are implanted in a patient. Nonetheless, while FDA has used its 
medical device authorities to review and oversee tests developed by outside entities 
that are then sold to laboratories, the agency has not actively regulated laboratory 
developed tests, or LDTs. 

Last year, a week after we held a roundtable downstairs that highlighted the im- 
portance of this very topic, FDA announced that it would no longer exercise such 
enforcement discretion and detailed how the agency proposes to apply its medical 
device authorities to LDTs. 

Today, I am far less interested in litigating the boundaries of current FDA or 
CMS legal authority than in hearing from our witnesses about how such authority 
could be clarified or improved, understanding the unique and evolving nature of 
what it is being regulated and each agency’s areas of expertise. 

In response to a white paper the committee circulated at the end of last year ask- 
ing these very questions, we heard from a number of labs and pathologists that FDA 
should only have a limited role, if any, in regulating a select set of tests as medical 
devices. The rest, in their opinion, should be overseen by CMS, through an updated 
Clinical Laboratory Improvement Amendments program. This is despite the fact 
that CMS has stated that they do not have the resources, the expertise or the will- 
ingness to take on what is being asked of them. I am eager to hear what Dr. 
Conway has to say on the matter. 

We also received comments from a number of manufacturers, as well as over forty 
patient groups, that FDA-not CMS-needs to be in the driver’s seat and that tests 
that have the same impact on a patient should be held to the same standards, re- 
gardless of who does the development. This is despite the fact that laboratories are 
uniquely nimble environments where pathologists continually modify and improve 
tests in ways that manufacturers cannot. 

I am well aware that this has been, at times, a heated debate with passionate 
advocates on both sides. With such a backdrop, I want to particularly commend the 
manufacturers, laboratories, and other healthcare institutions that have been will- 
ing to roll up their sleeves and find as much common ground as possible through 
constructive dialogue, a willingness to compromise, and a pragmatic understanding 
of what a viable, modern framework entails. 

I do not believe imposing a new regulatory reality on an increasingly important 
component of our healthcare system via guidance is the best way to address these 
issues. These products warrant a regulatory system designed with them in mind. 
They should not be shoehorned into a system that was drafted in the 1970s. 

This committee has clearly shown that we are willing and able to move com- 
plicated, comprehensive, bipartisan legislation. The discussion draft the committee 
circulated along with the hearing notice is of course not perfect, but it is a serious 
document based on significant consensus. I would ask that all of the stakeholders 
out there, including our two distinguished witnesses, help us improve it as this proc- 
ess continues. 

With that I would like to thank Dr. Shuren-a frequent and always welcome vis- 
itor-as well as Dr. Conway, for their willingness to testify today. I look forward to 
working with them on these issues going forward. 

Mr. Pitts. And I now recognize the ranking member, Mr. Green, 
5 minutes for his opening statement. 
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OPENING STATEMENT OF HON. GENE GREEN, A 
REPRESENTATIVE IN CONGRESS FROM THE STATE OF TEXAS 

Mr. Green. Thank you, Mr. Chairman, and thank you for calling 
this hearing today, and I want to welcome our witnesses from the 
FDA and the CMS. 

The role of diagnostic tests in our healthcare system has changed 
dramatically since Congress passed the medical device amend- 
ments in 1976 and added in vitro diagnostics to the device defini- 
tion. It has been almost 4 decades, and the evolution of modern 
medicine and the advancement of science has surpassed what ev- 
eryone could imagine at the time. The enthusiasm around precision 
medicine is high, and the potential of diagnostics to further trans- 
form the treatment of disease is limitless. 

When the FDA first began regulating medical devices, applicable 
regulatory requirements for lab-developed tests, or LDTs, were not 
enforced because they were relatively simple tests, generally com- 
bined the local labs, and frequently used for rare conditions. 

Today, LDTs have increased in complexity and availability. They 
are often used to diagnose serious medical conditions, and many 
have major impact on patient care. Not only have LDTs become so- 
phisticated, the role that these tests play in delivery of health care 
has expanded. 

The Centers for Disease Control and Prevention estimated that 
approximately 6.8 billion laboratory tests are administered each 
year. An analysis found that results from the clinical laboratory 
tests influence about 70 percent of healthcare decisions. 

The clinical laboratory amendments of 1988 created minimum 
standards of quality for all clinical labs in the country. The Centers 
for Medicare and Medicaid Services, CMS, has jurisdiction over the 
program, and CLIA has successfully improved the quality of the 
clinical labs in accuracy of testing for nearly 25 years. 

However, under CLIA CMS does not confirm the clinical valida- 
tion of LDTs, meaning that they do not look as to whether it is a 
particular test accurately that identifies, measures, or predicts the 
absence or the presence of a clinical condition. These known gaps 
in oversight have been a source of concern to this committee and 
to the healthcare community at large. 

Yesterday, the Food and Drug Administration released a report 
that included 20 case studies of problematic tests from labs that 
were following the minimum requirements of CLIA but proposed 
real risk to patients. In an area of so much promise and signifi- 
cance to patient care, the accuracy, reliability, and clinical mean- 
ingfulness of all diagnostic tests, regardless of where they are cre- 
ated, must be a top priority for healthcare providers, test devel- 
opers, regulators, and lawmakers. 

Last year, the FDA issued a draft regulatory framework to phase 
in enforcement regulatory requirements, including premarket re- 
view, adverse event reporting for LDTs that pose greater risk to 
patients if their results are not accurate and reliable. And I appre- 
ciate FDA’s efforts to ensure that tests are supported by rigorous 
evidence and that patients and healthcare providers can have con- 
fidence in their results. 

That said, I share the opinion of my colleagues that legislation 
is both appropriate and necessary to modernize clinical laboratory 
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diagnostic oversight. The legislative solution is surely the surest 
way to establish a framework that will be embraced by stake- 
holders, avoid litigation, extended uncertainty, and foster innova- 
tion of new clinical diagnostic tests. 

The FDA’s approach to this draft guidance let to a number of im- 
portant questions, but the guidance documents also spurred a larg- 
er conversation about the overarching need to modernize oversight 
of these unique and increasingly important tests. 

During the 21st Century Cures initiative, as part of the broad ef- 
fort to close the gap between science of cures and how we regulate 
medical products, the committee hosted a roundtable on precision 
medicine and advances in diagnostic testing. The committee also 
released a white paper on diagnostic test regulation and received 
outpouring of feedback from stakeholders. 

While all parties did not agree on all the principles, much less 
specifics, it was abundantly clear that any regulatory framework 
for diagnostic tests must prioritize patient benefit and allow for 
continued innovation and investment through regulatory certainty 
and appropriate regulatory controls. 

There is urgent need to establish clear and logical lines sepa- 
rating the practice of medicine and the actual conduct of the diag- 
nostic tests and the development and manufacturing of diagnostic 
tests so that the promise of 21st century medicine can be fully real- 
ized. 

Today, we will hear from FDA and CMS about each agency’s re- 
spective role in the oversight and regulation of clinical laboratory 
tests. Members of the committee will have questions about the ap- 
propriate role of each agency and any updated framework, and how 
Congress can best promote robust investment and innovation while 
protecting patient safety. 

Mr. Chairman, I look forward to hearing from our witnesses, and 
I yield back. 

[The prepared statement of Mr. Green follows:] 

Prepared statement of Hon. Gene Green 

Good morning, and thank you all for being here today. 

The role of diagnostic tests in our healthcare system has changed dramatically 
since Congress passed the Medical Device Amendments in 1976 and added in-vitro 
diagnostics to the device definition. 

It has been almost four decades, and the evolution of modern medicine and ad- 
vancement of science has surpassed what anyone could have imagined at that time. 

The enthusiasm around precision medicine is high, and the potential of 
diagnostics to further transform the treatment of disease is limitless. 

When FDA first began regulating medical devices, applicable regulatory require- 
ments for lab-developed tests or “LDTs” were not enforced because they were rel- 
atively simple tests, generally confined to local lahs, and frequently used for rare 
conditions. 

Today, LDTs have increased in complexity and availability. They are often used 
to diagnose serious medical conditions, and many have a major impact on patient 
care. 

Not only have LDTs become more sophisticated, the role these tests play in the 
delivery of health care has expanded. 

The Centers for Disease Control and Prevention estimated that approximately 6.8 
billion laboratory tests are administered each year. 

Another analysis found that results from clinical laboratory tests influence around 
70 percent of healthcare decisions. 

The Clinical Laboratory Amendments of 1988 created minimum standards of 
quality for all clinical labs in the country. 
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The Centers for Medicare and Medicaid Services (CMS) has jurisdiction over the 
program, and CLIA has successfully improved the quality of clinical labs and accu- 
racy of testing for nearly 25 years. 

However, under CLIA, CMS does not confirm the clinical validity of LDTs, mean- 
ing they do not look at whether a particular test accurately identifies, measures, or 
predicts the absence or presence of a clinical condition. 

These known gaps in oversight have been a source of concern to this committee, 
and to the healthcare community at large. 

Yesterday, the Food and Drug Administration (FDA) released a report that in- 
cluded 20 case studies of problematic tests from labs that were following the min- 
imum requirements of CLIA, but posed real risk to patients. 

In an of area so such promise and significance to patient care, the accuracy, reli- 
ability and clinical meaningfulness of all diagnostic tests — regardless of where they 
are created — must be a top priority of healthcare providers, test developers, regu- 
lators, and lawmakers. 

Last year, the FDA issued a draft regulatory framework to phase in enforcement 
of regulatory requirements, including premarket review and adverse event report- 
ing, for LDTs that pose greater risk to patients if their results are not accurate and 
reliable. 

I appreciate the FDA’s efforts to ensure that tests are supported by rigorous evi- 
dence, and that patients and healthcare providers can have confidence in their re- 
sults. 

That said, I share the opinion of my colleagues that legislation is both appropriate 
and necessary to modernize clinical laboratory diagnostics oversight. 

A legislative solution is the surest way to establish a framework that will be em- 
braced by stakeholders, avoid litigation and extended uncertainty, and foster inno- 
vation of new clinical diagnostic tests. 

The FDA’s approach in its draft guidance led to a number of important questions, 
but the guidance documents also spurred a larger conversation about the over- 
arching need to modernize oversight of these unique and increasingly important 
tests. 

During the 21st Century Cures Initiative, as part of the broad effort to close the 
gap between the science of cures and how we regulate medical products, the com- 
mittee hosted a roundtable on precision medicine and advances in diagnostic test- 
ing. 

The committee also released a white paper on diagnostic test regulation, and re- 
ceived an outpouring of feedback from stakeholders. 

While all parties did not agree on all principles, much less specifics, it was abun- 
dantly clear that any regulatory framework for diagnostic tests must prioritize pa- 
tient benefit, and allow for continued innovation and investment through regulatory 
certainty and appropriate regulatory controls. 

There is an urgent need to establish clear and logical lines separating the practice 
of medicine, the actual conducting of a diagnostic test and the development and 
manufacturing of such tests, so that the promise of 21st century medicine can be 
fully realized. 

Today, we will hear from FDA and CMS about each agency’s respective role in 
the oversight and regulation of clinical laboratory testing. 

Members of the committee will have questions about the appropriate role of each 
agency in any updated framework, and how Congress can best promote robust in- 
vestment and innovation, while protecting patient safety. 

I look forward to hearing from our witnesses and I yield back the balance of my 
time. 

Mr. Pitts. The Chair thanks the gentleman, now recognizes Dr. 
Burgess in lieu of Chairman Upton, 5 minutes. 


OPENING STATEMENT OF HON. MICHAEL C. BURGESS, A 
REPRESENTATIVE IN CONGRESS FROM THE STATE OF TEXAS 

Mr. Burgess. Thank you, Mr. Chairman. 

I appreciate the opportunity that we have before us with this 
hearing, but I do want to say at the outset, with everything else 
that is going on, this may be one of the most important and at the 
same time the most frightening concepts that is before the Con- 
gress right now. We are talking about a proposal that may not just 
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stifle but eliminate medical innovation, something which this coun- 
try has excelled for decades, and we are also opening the door for 
the first Federal regulation of the practice of medicine, not the nee- 
dles and IV solutions, the actual diagnostic thought processes that 
go in to practicing medicine. 

Let me just say at the outset I do strongly believe in the poten- 
tial of genomic medicine. I understand how important it is to really 
understand illness at a molecular level, quickly diagnose it, and get 
the treatment that is appropriate for the patient with a minimal 
amount of side effects. 

A year and a half ago, when the President talked about precision 
medicine during his State of the Union Address, I thought that was 
a very positive development. There are not many places where the 
White House and I agree on anything, but here was some common 
ground, and I took it to heart. 

Laboratory testing produces the informational building blocks 
that are at the heart of precision medicine. As former Adminis- 
trator Mark McClellan at CMS said, we have got to get the right 
treatment at the right time to the right patient. 

We are not talking about test kits that are put in a box and 
shipped across State lines but medical procedures that are carried 
out by highly trained and qualified health professionals engaged in 
the practice of medicine. 

As we discuss the oversight of laboratory-developed tests, it is 
crucial that we do not slow innovation or create unnecessary regu- 
latory hurdles. We have got to ask ourselves first, what is the prob- 
lem that we are trying to solve, and is our response appropriate, 
and are there unintended consequences that could result? 

Requiring premarket review by the FDA will impose new and ar- 
guably unnecessary requirements and costs on clinical laboratories, 
hospitals, and doctors. Although an additional review of certain 
tests may be warranted, I actually have a greater confidence in a 
CLIA-centric approach, but there are others — and certainly people 
on this committee — who suggested a different track. But it remains 
unclear to me how we can separate the practice of medicine from 
these laboratory processes, and if we cannot, are we effectively 
opening the door to the Federal regulation of the practice of medi- 
cine? I reject that notion and believe by segmenting this process 
out has to be the fundamental first step of any proposal. 

Let me just reiterate I do want to be involved in this discussion. 
There is no question in my mind that GLIA can be improved. I was 
not a fan when GLIA came to my medical practice in 1988. I was 
not a fan of having to become a GLIA-certified location. I was not 
a fan of having to apply for a GLIA waiver. But since that time, 
I think arguably you can make the case that GLIA has been a use- 
ful enterprise. 

Look, we want doctors and patients to benefit from clinically 
valid tests, and the current FDA proposal, as such, creates regu- 
latory uncertainty that will not be a catalyst for innovation. 

We talk a lot about the Administrative Procedures Act, we talk 
a lot about notice of proposed rulemaking. This is not coming 
through the normal regulatory process. It is coming as a guidance. 
My understanding is to be issued at the end of this year, and like 
it or not, there you have it. 
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But, you know, it is hard. On this committee I still retain that 
romantic notion that our Government exists with the consent of the 
governed. In my mind that would not include issuing guidances, 
fiats that are expected to be followed, but rather, you go through 
the normal administrative procedures, hear people out, and make 
the best decision based on the information. 

Thank you, Mr. Chairman. I yield back the balance of my time. 

Mr. Pitts. The Chair thanks the gentleman. 

I now recognize the ranking member of the full committee, Mr. 
Pallone, 5 minutes for an opening statement. 

OPENING STATEMENT OF HON. FRANK PALLONE, JR., A REP- 
RESENTATIVE IN CONGRESS FROM THE STATE OF NEW JER- 
SEY 

Mr. Pallone. Thank you, Mr. Chairman. I want to also thank 
Dr. Shuren and Dr. Conway for being here today to discuss the reg- 
ulation of lab-developed tests. 

There has been a lot of discussion over how to appropriately 
oversee lab-developed tests, and it is important that, as the com- 
mittee considers this issue, we have a better understanding of the 
strengths and limitations of both FDA and CMS’s authority in this 
area. 

Congress gave FDA authority over lab-developed tests under the 
Medical Device Amendments in 1976, and at that time, most LDTs 
were relatively simple tests used more often for rare conditions. 
Since then, advances in technology and medicine have resulted in 
LDTs that are increasingly more complex, more readily available to 
physicians and patients, and used to diagnose and treat a wider 
range of diseases, including breast cancer and heart disease. LDTs 
are also increasingly used to provide personalized treatment such 
as through genetic tests that help physicians to detect the risk of 
certain diseases earlier or to choose more targeted therapies. 

Unfortunately, many of these tests have not been reviewed or 
cleared by FDA prior to coming to the market to confirm that these 
tests are accurate, reliable, or provide clinically accurate results. 
This can result in patients going undiagnosed with certain medical 
conditions or undergoing treatment that is not medically necessary. 

For example, tests have been developed to identify certain gene 
sequences that can help determine appropriate treatment for ovar- 
ian cancer. I am sure many Members here are familiar with the 
example of OvaSure, which claimed to detect early-stage ovarian 
cancer in high-risk women. This test, though, was not properly 
validated and was found to provide high numbers of false positive 
and false negative results, and this means many women who re- 
ceived a false positive result may have undergone unnecessary sur- 
gery to remove healthy ovaries, or some women may have gone 
undiagnosed after receiving a false-negative result. 

Patients deserve to know that the test results they are relying 
on to diagnose or treat a condition is accurate, a comfort that they 
do not always have today. And as we have heard from many orga- 
nizations, patients and their physicians should be able to trust the 
results of their tests, regardless of how or where a test is developed 
or performed. It does not make sense to regulate tests differently 
based on who develops them. 
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I also believe that we can provide patients and providers with 
this certainty without endangering or inhibiting the medical inno- 
vation that is occurring today. Scientific progress has been made to 
help facilitate the development and use of personalized medicine, 
which you all agree is the future of medicine, but this development 
can only be successful if we know that these complex, sophisticated 
tests are clinically valid. 

So I am glad that today we will have the opportunity to better 
understand FDA and CMS’s authority in this area and hear their 
perspective on what regulatory changes, if any, are needed to ad- 
dress the future development of lab-developed tests. And I hope 
moving forward that both agencies will work with the committee 
on the discussion draft circulated today to ensure that any legisla- 
tion that moves forward will ensure that LDTs are accurate, reli- 
able, and safe for patients. 

I yield back. 

[The prepared statement of Mr. Pallone follows:] 

Prepared statement of Hon. Frank Pallone, Jr. 

Mr. Chairman, thank you for holding today’s hearing. I also want to thank both 
Dr. Shuren and Dr. Conway for being here today to discuss the regulation of lab 
developed tests. 

There has been much discussion over how to appropriately oversee lab developed 
tests and it is important that as the Committee considers this issue, we have a bet- 
ter understanding of the strengths and limitations of both FDA and CMS’s authority 
in this area. 

Congress gave FDA authority over lab-developed tests under the Medical Device 
Amendments in 1976. At that time, most LDTs were relatively simple tests used 
most often for rare conditions. Since then advances in technology and medicine have 
resulted in LDTs that are increasingly more complex, more readily available to phy- 
sicians and patients, and used to diagnose and treat a wider range of diseases, in- 
cluding breast cancer and heart disease. LDTs are also increasingly used to provide 
personalized treatments, such as through genetic tests that help physicians to detect 
the risk of certain diseases earlier or to choose more targeted therapies. 

Unfortunately, many of these tests have not been reviewed or cleared by FDA 
prior to coming to the market to confirm that these tests are accurate, reliable, or 
provide clinically accurate results. This can result in patients going undiagnosed 
with certain medical conditions, or undergoing treatment that is not medically nec- 
essary. 

For example, tests have been developed to identify certain gene sequences that 
can help determine appropriate treatment for ovarian cancer. I am sure many Mem- 
bers here are familiar with the example of OvaSure, which claimed to detect early 
stage ovarian cancer in high-risk women. This test though was not properly vali- 
dated and was found to provide high numbers of false-positive and false-negative 
results. This means many women who received a false positive result may have un- 
dergone unnecessary surgery to remove healthy ovaries, or some women may have 
gone undiagnosed after receiving a false negative result. 

Patients deserve to know that the test results they are relying on to diagnose or 
treat a condition is accurate, a comfort that they do not always have today. As we 
have heard from many organizations, patients and their physicians should be able 
to trust the results of their tests regardless of how or where a test is developed or 
performed. It does not make sense to regulate tests differently based on who devel- 
ops them. 

I also believe that we can provide patients and providers with this certainty with- 
out endangering or inhibiting the medical innovation that is occurring today. Sci- 
entific process has been made to help facilitate the development and use of person- 
alized medicine, which we all agree is the future of medicine. But this development 
can only be successful if we know that these complex, sophisticated tests are clini- 
cally valid. 

I am glad that today we will have the opportunity to better understand FDA and 
CMS’s authority in this area and hear their perspective on what regulatory changes, 
if any, are needed to address the future development of lab-developed tests. I hope 
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moving forward that both agencies will work with the Committee on the discussion 
draft circulated today to ensure that any legislation that moves forward will ensure 
that LDTs are accurate, reliable, and safe for patient use. 

I yield back. 

Mr. Pitts. The Chair thanks the gentleman. 

As usual, all the written opening statements of the Members will 
he made part of the record. 

That concludes the opening statements. 

I would like to submit under U.C. request the following docu- 
ments for the record: a November 16 letter from a number of orga- 
nizations and laboratory directors, and a November 11 letter from 
organizations representing patients, advocates, caregivers, and 
healthcare professionals. 

Without objection, so ordered. 

[The information appears at the conclusion of the hearing.] 

Mr. Pitts. On our panel today we have two witnesses, and I wel- 
come them, thank them for coming. First, Dr. Jeffrey Shuren, Di- 
rector, Centers for Devices and Radiological Health, Food and Drug 
Administration, Department of Health and Human Services; and 
Dr. Patrick Conway, Deputy Administrator for Innovation and 
Quality, and Chief Medical Officer, Office of the Administrator, 
Centers for Medicare and Medicaid Services, Department of Health 
and Human Services. 

Thank you for coming. Your written testimony will be made part 
of the record. You will each be given 5 minutes to summarize. 

Dr. Shuren, you are recognized for 5 minutes for a summary. 

STATEMENTS OF JEFFREY SHUREN, M.D., DIRECTOR, CENTER 
FOR DEVICES AND RADIOLOGICAL HEALTH, FOOD AND 
DRUG ADMINISTRATION, DEPARTMENT OF HEALTH AND 
HUMAN SERVICES, AND PATRICK CONWAY, M.D, ACTING 
PRINCIPAL DEPUTY ADMINISTRATOR, DEPUTY ADMINIS- 
TRATOR FOR INNOVATION AND QUALITY, AND CHIEF MED- 
ICAL OFFICER, CENTERS FOR MEDICARE AND MEDICAID 
SERVICES, DEPARTMENT OF HEALTH AND HUMAN SERV- 
ICES 


STATEMENT OF JEFFREY SHUREN 

Dr. Shuren. Well, thank you. Chairman Pitts, Ranking Member 
Green, members of the subcommittee. Thank you for the oppor- 
tunity to testify today. 

We are excited about scientific developments in genomics and 
molecular biology that are leading to advances in health care, par- 
ticularly in precision medicine. Getting the right treatment to the 
right patient at the right time, though, depends upon having accu- 
rate, reliable, and clinically valid tests. If not, we give the wrong 
treatment or we give no treatment, and patients get hurt. 

FDA has been regulating in vitro diagnostics for almost 4 dec- 
ades, and when such a test is made by a laboratory, we call it a 
laboratory-developed test, or LDT. And the law doesn’t distinguish 
on who makes it. We regulate the test regardless of who makes 
that test. And we ensure that those tests are analytically and clini- 
cally valid. 
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Now, when we first started regulating IVDs, as a matter of pol- 
icy, we decided not to actively enforce existing requirements on 
LDTs because at the time they were generally simple, low-risk 
tests used on uncommon conditions in often a local setting, typi- 
cally in a hospital for patients in that hospital. But over time they 
have come increasingly more complex, higher risk, they are used on 
common conditions like heart disease, and they may be offered on 
a national basis. In addition, we have been coming across increas- 
ing examples of problematic LDTs. We put out examples of 20 of 
them just yesterday, and there are others. 

As a result of this, the problems we have seen and the increasing 
complexity, there have been calls on the FDA to actively enforce ex- 
isting requirements that started in the 1990s, NIH and the Depart- 
ment of Energy. In the 2000s two advisory committees to the Sec- 
retary of Health and Human Services called on us to regulate. The 
Institute of Medicine has asked us to regulate. 

So in 2007 we put out draft policy to begin to actively regulate 
a subset of LDTs, and what the lab community said is don’t pick 
off tests one by one. Please put in place an overarching framework. 
So in 2010 we had a public meeting to get input, and we were told 
put in place a risk-based phased-in approach. 

And then in response in October of last year we did just that. We 
put out draft policy to now put in place that framework. And what 
we heard from the lab community then, oh, no, there are no prob- 
lems with LDTs. We don’t need FDA oversight of anything, maybe 
a little beefing up on GLIA, but that is it. 

And now, just a few months ago, we started to see several pro- 
posals come out from the lab community that now, for the first 
time, acknowledge that LDTs must demonstrate that they are ana- 
lytically valid and clinically valid, that they should be subject to 
premarket review, at least moderate- and high-risk tests, the some 
modifications need to be subject to premarket review, that certain 
problems need to be reported to the Government, and they need to 
be under a risk-based approach with a three-tier risk classification 
system. None of those are currently enforced on them today. They 
all exist under an FDA framework. 

But what most of these proposals except one would do is it would 
create a duplicative program under CMS and a bifurcated system, 
leading to more inefficiencies, higher costs, and still putting pa- 
tients unnecessarily at risk. For example, you can have a conven- 
tional manufacturer who makes an IVD we regulated. Now, a lab- 
oratory makes a big enough change to it, which laboratories do, 
and it is regulated by GLIA. Then the original manufacturer makes 
a change to that test and it bounces back to the FDA. So we will 
be stuck in a game of regulatory ping-pong, and the real loser here 
is patients. 

Doctors and patients don’t care about who makes a test. They do 
care that their tests are accurate, reliable, and clinically valid. 

Now, some labs have already been working with us, and we con- 
gratulate them for crossing that picket line. But our message in 
our invitation to the rest of the lab community is to put down the 
swords, that for the sake of our patients it is time to end the saber- 
rattling and instead partner with us moving forward. 

Thank you. 
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[The prepared statement of Dr. Shuren follows:] 
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INTRODUCTION 

Mr. Chairman and Members of the Subcommittee, I am Dr. Jeff Shuren, Director, Center for 
Devices and Radiological Health, or CDRH, at the Food and Drug Administration (FDA or the 
Agency), I am pleased to be here today to discuss the importance of diagnostic tests in medicine 
and FDA’s role in assuring the reasonable safety and effectiveness of these tests; that they are 
accurate, reliable, and clinically meaningful — regardless of where they are produced — so that 
patients and their health care providers can rely upon their results to make major medical 
decisions. 

FDA’s Statutory Framework for Diagnostic Tests 

How the Device Framework Amties to in vitro Diaenoslic Devices flVDs) 

IVDs are tests used in hospitals, doctors' offices, laboratories, and in the home to help health 
care providers and patients to make the best care management decisions possible, based on 
accurate, reliable information about a patient. IVDs can be used in the context of acute 
outbreaks, such as the recent Ebola outbreak, and in the management of chronic diseases like 
cancer and diabetes. IVDs are a cornerstone of precision medicine, allowing doctors to target 
therapy to those most likely to respond and avoid unnecessary treatment for those who won’t. 
Because our health care system depends on good information to deploy advanced therapies and 
new scientific insights into disease and tvellness, the success of modern medicine depends on the 
availability of accurate, reliable diagnostic tests. 
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FDA regulates IVDs under the flexible, risk-based framework that was put in place by the 
Medical Device Amendments of 1976 (MDA), which applies to all medical devices intended for 
human use. Under this framework, FDA assigns IVDs to one of three classes that correspond to 
the level of risk the IVD presents to patients and the public: 

• Class 1 IVDs encompass about half of all IVDs; these present the lowest level of 
risk and generally do not require any premarket review by FDA. An example of a 
Class 1 IVD is a test system to measure urinary pH, 

• Class II IVDs present a moderate level of risk and are generally subject to 
premarket review; however, they may be exempted when premarket review is not 
necessary to provide reasonable assurance of safety and effectiveness. Examples 
of Class n IVDs include blood glucose test strips used by people with diabetes 
and tests to help doctors diagnose heart failure. 

• Class III IVDs present the highest level of risk and arc subject to premarket 
approval and other regulatory controls to ensure these tests can be used safely and 
effectively. Examples of Class III IVDs include diagnostic te.sts used to match 
ovarian cancer patients with a drug regimen. 


The primary risk IVDs pose is the risk of an undetected inaccurate test result: a false-positive test 
result that is not detected could lead to harm from unnecessary medical procedures, delay of 
necessary medical procedures, and emotional distress. A false-negative result that is not detected 
could lead to injury, and even death, from unchecked progression of disease, and could have 
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serious public health ramifications from the preventable transmission of infectious disease. Each 
of these false outcomes also could result in increased health care costs. 

Examples of tests that FDA considers high risk are companion diagnostics that help with the 
selection of specific treatments for specific patients; with these diagnostics, a faulty test could 
deprive a patient of a potentially lifesaving therapeutic or could cause a patient to be given an 
ineffective drug, delaying treatment with the appropriate therapy. An example of a moderate- 
risk test would be a blood test to aid in the diagnosis of heart failure in the emergency 
department. Erroneous results from this type of test could also delay appropriate treatment. In 
both cases, the Agency’s premarket review and post-market controls are essential to ensuring 
patients don’t experience grave consequences from inaccurate results. Examples of tests that 
FDA considers the lowest level of risk include tests for ovulation or certain vitamin deficiencies; 
we believe about half of all IVDs fall into this category and, as such, we do not require pre- 
market review. 

Under its medical device framework. FDA seeks to apply the level of regulation necessary to 
establish a reasonable assurance of safety and effectiveness for IVDs, as it does for medical 
devices generally. For IVDs subject to premarket review, a reasonable assurance of safety and 
effectiveness generally means that, taking into account the analytical and clinical performance 
information provided by the sponsor, there is a reasonable assurance that the benefits from the 
test outweigh the risks it poses and that the test will provide clinically significant results. For 
moderate-risk tests, the review standard is comparative, and FDA determines whether the test’s 
performance is substantially equivalent to that of a predicate device. And, in cases where there is 
no existing predicate, novel, moderate-ri.sk tests, if safe and effective, can come to market 
through our de novo down-classification pathway. For high-risk tests, premarket approval is 
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based on an independent demonstration of safety and effectiveness. Analytical performance, 
also referred to as analytical validity, refers to how well the test can detect or measure certain 
markers in human specimens. Clinical performance, also referred to as clinical validity, refers to 
whether the marker has clinical significance, meaning the marker correlates with a disease or 
condition or with the ability to predict a therapeutic response to a drug. 

This assurance of safety and effectiveness is just as important when tests are modified. 
Modifications are changes that are made by laboratories and other manufacturers to IVDs, and 
range from simple changes that may not affect the analytical or clinical performance of the test, 
such as modifying the salt used in a buffer solution, or making an increase in the number of 
samples that a laboratory analyzer can process at one time, to highly complex modifications that 
affect a test’s performance — such as changing the measuring range of a marker to detect lower 
levels or adding a new marker to a panel of markers — or a test’s intended use, such as changing 
the intended use of a Hemoglobin Ale test from monitoring glucose control in someone who 
already has diabetes to using that test to diagnose diabetes. FDA does not review the vast 
majority of modifications made to IVDs, or medical devices generally, by manufacturers. 
However, when a change is critical and affects or could significantly affect the safety or 
effectiveness of the device — for example, the change elevates the risk of a test or changes the 
test performance or intended use — it is critical for patients that FDA review the changes to make 
sure that the test still works. Without oversight, such critical modifications could result in a 
significant increase in incorrect results. And they could pose the same risk that patients will be 
exposed to unnecessary treatments or may delay or forgo treatment altogether. 

FDA’s evidentiary standard for premarket review of devices, including IVDs, is valid 
scientific evidence — a standard established by Congress in 1976 that still sets the benchmark for 
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evidence to support premarket submissions. This benchmark ensures that the evidence is of 
sufficient quality that it can be relied on to determine whether a device should be approved or 
cleared. Although valid scientific evidence includes prospective clinical trials, the majority of 
IVDs come to market based on studies using existing human specimens and do not require 
prospective clinical trials. 

How FDA Has Adapted its Oversiehl to Emereins Diaenoslic Technolosies 

FDA has been highly adaptive with its authority over IVDs, particularly in responding to 
new diagnostic technologies. FDA has provided clear guidance for companion diagnostics and 
has suggested a flexible and adaptive regulatory approach for Next-Generation DNA Sequencing 
devices. These approaches demonstrate the adaptability of the existing regulatory framework 
and the responsiveness of FDA’s device program to regulatory issues presented by these new 
technologies. 

Companion Diagnostics: Companion diagnostic tests play an important role in promptly 
determining which therapies may be safe and effective for a particular patient, and they are a key 
component of precision medicine. FDA has approved more than 20 companion diagnostic tests, 
all of them within the user fee performance goals, ensuring the timely marketing authorization of 
both the device and drug components. In 2014, FDA issued final guidance describing a clear 
regulatory pathway for developers of companion diagnostic tests and pharmaceutical 
manufacturers, receiving strong support from both pharmaceutical and conventional test 
manufacturers for providing regulatory clarity in this rapidly advancing area of medicine. 

Companion diagnostics approved by FDA in recent years include the BRACAnalysis CDxTm 
test, a laboratory developed test that aids in identifying ovarian cancer patients who may respond 
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to the drug Lynparza^” (olaparib), based on certain BRCA variants; the THxID ™ BRAF Kit, 
which detects certain mutations in melanoma tissue samples to aid in selecting patients for drug 
therapy with Tafinlar®! (dabrafenib) or Mekinist™ (trametinib); and the therascreen® KRAS 
RGQ PCR Kit, a test that screens out colorectal cancer patients with genetic mutations known to 
predict a non-therapeutic response to the biological products Erbitux® (cetuximab) and 
Vectibix® (panitumumab). 

Next-Generation Sequeneing: Many newly developed genomic diagnostic tests rely on next- 
generation sequencing (NGS), an advanced technology, which is poised to become a keystone of 
precision medicine. NGS tests can rapidly generate an unprecedented amount of genetic data for 
each patient. Most IVDs are used to detect a single or a defined number of markers to diagnose a 
limited set of conditions; in contrast, NGS tests can identify thousands or millions of genetic 
variants in a single run that can be used to diagnose or predict the likelihood of an individual 
developing one or more of a variety of diseases, An example that demonstrates the potential of 
NOS for diagnosing disease is the approach FDA has taken for tests to detect mutations that 
cause cystic fibrosis. FDA provided marketing authorization for an NGS test for cystic fibrosis 
using innovative approaches to establishing the test’s effectiveness in an effort to reduce 
regulatory burden while continuing to ensure safety and effectiveness. This approach can allow 
FDA to leverage existing data in high-quality, curated genetic databases as an alternative to 
conducting new clinical trials, and require targeted analytical performance data for only a subset 
of variants that would be representative of the device performance. 

In summary, the central features of FDA’s framework for devices, including IVDs, are a system 
of device classification that tailors regulation to device risk; a transparent review standard that 
accounts for the benefits and risks to patients, and range of regulatory controls that together 
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provide a reasonable assurance of safety and effectiveness; and an adaptive but scientifically 
grounded evidentiary standard of valid scientific evidence. Patients have benefited from this 
regulatory model, which has enabled FDA to respond to innovation in rapidly emerging 
technologies, such as NGS, while ensuring tests used to make treatment decisions for patients are 
accurate and reliable. To ensure that our health care system continues to benefit from reliable 
and accurate diagnostic tests, FDA’s regulation of IVDs should retain these basic features, 
including with respect to instances when tests are modified. 

FDA’s Proposal for Oversight of Laboratory Developed Tests (LDTs) 

LDTs are IVDs intended for clinical use and designed, manufactured, and used within a single 
clinical laboratory. LDTs have all of the same potential uses in health care that IVDs 
manufactured by traditional manufacturers and approved or cleared by FDA have; like other 
IVDs, LDTs are used to diagnose conditions, to manage disease, and to gather genetic 
information to determine the best course of treatment for a patient. Today, many companion 
diagnostics and other high-risk tests are developed by laboratories. Modern LDTs are often 
complex, have a nationwide reach, and have high-risk uses, and without oversight could present 
risks for patients and health care providers who rely on the results of LDTs to make medical 
decisions. In these respects, LDTs today differ from the relatively simple LDTs in use at the 
time of the Medical Device Amendments (MDA) of 1976. In many cases, the only difference 
between many modern LDTs and other IVDs is where they are manufactured, and the accuracy 
and reliability are every bit as important for modern LDTs as for any other IVD. 

Currently, FDA exercises enforcement discretion concerning premarket evaluation and other 
requirements for LDTs. As such, the Agency generally does not review such tests for clinical 
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validity prior to such tests being marketed, nor does the Centers for Medicare & Medicaid 
Services (CMS). While under the Clinical Laboratory Improvement Amendments (CLIA), CMS 
provides oversight over the pre-analy'tic, analytic, and post-analytic policies and procedures for 
laboratory testing on human specimens for medical purposes, and provides minimum standards 
for the personnel involved in such testing. CMS generally does not delve into ensuring the 
clinical validity of testing (as CLIA regulates how and by whom the test is conducted and 
reported out, rather than the .scientific principles behind or the clinical validity of the test system 
itself). 

Given the increased complexity of LDTs and the importance of their role in contemporary 
medical decision-making, FDA issued draft guidance documents describing how it intends to 
enforce its authorities with respect to LDTs. Examples of concerns that arise from LDTs that are 
not reviewed for reasonable assurance of safety and effectiveness include the implications for 
patients who may get incorrect results from faulty tests. For example: 

• Ovarian cancer tests have been developed by labs without proper validation to 
show that the variant they detect is clinically meaningful, and some have been 
used in clinical practice in the United States. Some of these tests provide very 
high numbers of false-positive results; some continue to make inflated claims 
concerning clinical benefit, even after comprehensive evaluations of women with 
ovarian cancer have failed to find any link between the disease and the genetic 
variant identified by the LDT. Women who received false-positive results from 
these tests may have had unnecessary, major surgery to remove their ovaries. 
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• There are currently on the market several LDTs that test for KIF6, a genetic 

variant postulated but not proven to predict coronary heart disease (CHD) and the 
likelihood that a patient will benefit from statins — drugs that reduce the risk of 
heart attack and death from CHD. Statins also carry side effects that can include 
muscle pain, cramping, nerve damage, mood, sleep, and cognitive impairment, 
and, rarely, muscle breakdown leading to kidney failure. One lab sought FDA 
approval for its KIF6 test; however, FDA determined that a meta-analysis of 19 
studies did not support the clinical validity of K1F6, meaning that the data did not 
adequately support a link between the genetic variant or response to statin 
therapy. FDA estimates that over 1 50,000 patients have been given this test; as a 
consequence, many were likely over- or undertreated with statins, FDA estimates 
that this resulted in a cost of over $2.4 billion. 

Public health concerns raised by these and other examples of defective LDTs require that FDA 
implement a more proactive oversight policy. The public must be assured that the tests used in 
the provision of health care, whether developed by a laboratory or other manufacturer, are 
accurate and reliable. IVD tests come to FDA for review, in part to try to detect such problems 
before patients are e.\po,sed to them. In light ofthe.se concerns, in 2014, after providing a 
notification to Congress as required by section 1 143 of the Food and Drug Administration Safety 
and Innovation Act of 2012, FDA issued draft guidance documents describing how it intends to 
enforce its authorities with respect to LDTs. 

The draft oversight guidance proposes to phase in enforcement of premarket review requirements 
for higher-risk LDTs, such as those used to guide treatment decisions, including the many LDTs 
with the same intended use as cleared or approved companion diagnostics, and proposes to delay 
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enforcement of the Quality System regulation, at least until the time of enforcement of premarket 
requirements. In addition, under the draft oversight guidance, FDA would continue to exercise 
enforcement discretion, with respect to premarket review requirements for low'-risk LDTs and 
LDTs for rare diseases, among others; sponsors of these tests would still need to notify FDA that 
these LDTs are being offered, as well as providing reports of any adverse events, but would not 
generally come for premarket review. FDA believes that roughly half of all LDTs would be 
considered low risk. FDA oversight would be phased in to accommodate lab preparation and 
transition time. The draft guidance regarding notification and medical device reporting describes 
an option for clinical laboratories to notify FDA of the LDTs that they manufacture, in lieu of 
registration and listing, and describes the Medical Device Reporting requirements for clinical 
laboratories manufacturing LDTs. FDA believes the flexibility built into its proposed approach 
to LDT oversight is a critical feature of any LDT oversight model. 

FDA has completed its review of the public comments on the draft guidance documents that it 
received through an open public docket and a two-day public meeting, as w'ell as feedback 
received from several webinars FDA held with stakeholders to discuss concerns and address 
questions, in response to feedback from stakeholders, FDA is taking several other actions, 
including: 

• High-level engagement with CMS to strengthen coordination of laboratory 

oversight. FDA also intends to produce a draft guidance document on its quality 
system requirements for LDTs, to provide clarity for laboratories on how they can 
leverage compliance with CLIA requirements to satisfy those applicable FDA 
guidelines; 
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• Together with CMS, meeting with each of the accrediting organizations and 
CLlA-exempt state laboratory programs, to identify any potential overlaps 
between CMS and FDA activities in this area and evaluate if there are areas for 
streamlining; and 

• Ongoing meetings with stakeholders, including laboratories, patients, traditional 
IVD manufacturers, and medical practitioners. 

FDA is committed to developing a final policy for oversight of LDTs that encourages 
innovation, improves patient outcomes, and strengthens patient confidence in the reliability of 
these products, 

CONCLUSION 

I thank the Subcommittee for its leadership in calling this hearing to address the critical role of 
diagnostic tests in American health care. Mr. Chairman, this concludes my formal remarks. I 
am pleased to answer any questions the Subcommittee may have. 
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Mr. Pitts. The Chair thanks the gentleman, now recognizes Dr. 
Conway, 5 minutes for his summary. 

STATEMENT OF PATRICK CONWAY 

Dr. Conway. Thank you. Chairman Pitts, Ranking Member 
Green, and members of the committee. Thank you for the oppor- 
tunity to talk about our work at the Centers for Medicare and Med- 
icaid Services related to ensuring accurate and reliable laboratory 
testing. 

The Clinical Laboratory Improvement Amendments of 1988, com- 
monly referred to as CLIA, of which CMS has primary jurisdiction, 
created minimum standards of quality for all clinical laboratories 
in the United States. CLIA successfully worked for approximately 
25 years and has contributed to major improvements in the quality 
of clinical laboratories, promoted accurate testing, and improved 
patient safety. 

As of July of 2015 there were roughly 250,000 laboratories that 
have registered with CMS and held CLIA certificates. CLIA respon- 
sibilities are divided between three agencies: CMS; the Centers for 
Disease Control, or CDC; and the Food and Drug Administration. 
CMS conducts laboratory inspections to make sure that labora- 
tories have appropriate controls, expertise, training, and proce- 
dures to ensure that tests are accurate and reliable. CMS also ap- 
proves accreditation organizations and manages the laboratory cer- 
tification process. CDC conducts laboratory quality improvement 
studies that guide policy determination and development of labora- 
tory practice guidelines. 

FDA’s primary responsibility under CLIA is to classify clinical 
tests into one of three categories — waived, moderate complexity, 
and high complexity — based on their level of complexity and risk 
to patients. FDA also has a critical role in determining clinical va- 
lidity of tests and premarket evaluation. Standards that labora- 
tories must meet under CLIA are based on the complexity of the 
tests they perform. Laboratories that perform more complex must 
meet higher standards. 

Laboratories that perform moderate- and high-complexity tests 
must meet requirements on quality assessment, quality control, 
personnel qualifications and education, general laboratory systems, 
and proficiency testing, among others. Laboratories that only per- 
form waived tests, simpler tests that pose a low risk to patients, 
are exempt from most CLIA requirements. In addition, laboratories 
performing the same tests must meet the same standards, whether 
located in a hospital, doctor’s office, or other site. 

This framework is designed to reduce the risk of potential harm 
and ensure patients receive the same high-quality clinical labora- 
tory testing no matter where the test is performed. 

CLIA’s provisions apply to all laboratories in the U.S., not just 
those that receive Medicare payment in order to ensure uniform 
quality across all laboratories. 

CMS enforces CLIA standards by requiring laboratories to obtain 
certificates in order to operate. CMS conducts onsite surveys prior 
to issuing a certificate to a lab that performs high- or moderately 
complex tests. Labs are resurveyed every 2 years, and the surveys 
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also assist laboratories in improving patient care through edu- 
cation. 

Laboratories may also receive CLIA certification by obtaining ac- 
creditation from one of the seven private nonprofit accreditation or- 
ganizations approved by CMS. To receive CMS approval, the ac- 
creditation organization requirements must meet or exceed CLIA’s 
requirements. 

Moving forward, we believe CLIA and our implementing regula- 
tions create the necessary framework to effectively oversee labora- 
tories day-to-day operations and into the future, including those op- 
erations that pertain to the use of laboratory-developed tests and 
other high-complexity tests. We have several principles that have 
helped guide our work in CLIA, which may also be useful when in- 
forming future efforts of this committee. 

First, we aim to prevent duplicative oversight efforts across agen- 
cies. CLIA requires coordination across CMS, FDA, and CDC. We 
have worked to ensure our oversight efforts are consistent and 
complementary and not duplicative. In doing so, we have ensured 
that we take advantage of the unique expertise of each agency and 
its staff. 

Second, we focus on our agency’s oversight strengths. When 
CLIA was implemented in the early 1990s, the responsibility to 
conduct certifications of laboratories was a natural fit for CMS be- 
cause of our survey and certification experience. On the other 
hand, CMS does not have scientific staff capable of reviewing com- 
plex medical and scientific literature in determining clinical valid- 
ity. This expertise resides within the FDA, which assesses clinical 
validity in the context of premarket reviews and other activities 
aligned with their regulatory efforts under the Food, Drug, and 
Cosmetic Act. 

Third, we value our relationship with our private accreditor orga- 
nizations and State-based partners. These organizations play an 
important role in evaluating and certifying laboratories. 

Fourth, we take targeted, risk-based approaches to oversight to 
improve patient safety without creating burdensome administrative 
requirements. We believe the current approach in which labora- 
tories must meet higher standards if they are to perform more com- 
plex tests has paid dividends in improving the quality of the test- 
ing process. 

Finally, as a practicing physician who works clinically on week- 
ends, I know the importance of tests being assessed for clinical va- 
lidity, as well as the need for assessment for laboratory standards. 
FDA and CMS can work together utilizing their respective authori- 
ties and strengths to assess premarket clinical validity and labora- 
tory standards respectively. 

Thank you again for the opportunity to discuss CMS’s work re- 
lated to ensuring accurate and reliable laboratory testing. I look 
forward to your questions. Thank you. 

[The prepared statement of Dr. Conway follows:] 
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Statement of Patrick Conway, MD, MSc 
House Committee on Energy and Commerce, Subcommittee on Health 
Hearing on “Examining the Regulation of Diagnostic Tests and Laboratorj' Operations” 

November 17, 2015 

Chairman Pitts, Ranking Member Green and Members of the Committee, thank you for the 
opportunity to talk about our work at the Centers for Medicare & Medicaid Services (CMS) 
related to ensuring accurate and reliable laboratory testing. The Clinical Laboratory 
Improvement Amendments of 1988 (CLIA)', over which CMS has primary jurisdiction,’ created 
minimum standards of quality for all clinical laboratories in the United States, leading to 
improved patient safety and better, more effective care for all Americans, 

CLIA established quality standards for all laboratory testing performed on human specimens for 
the purpose of providing information for the diagnosis, prevention, or treatment of disease, or 
assessment of health. In the late 1980s, laboratories’ inaccurate reading of Pap tests contributed 
to potentially preventable harm from cervical cancer.’ In response, Congress enacted CLIA to 
address concerns about the rapid growth in unregulated laboratories and, in particular, the lack of 
workload limits for individuals reading Pap tests - an important patient safety issue associated 
with laboratory testing.'* 

CLIA has successfully worked for nearly 25 years, contributing to major improvements in the 
quality of clinical laboratories, promoting more accurate testing, and improving patient safety. 
Due to the long and consistent operation of the program, the vast majority of laboratories 
understand, appropriately implement and use CLIA requirements to enhance the quality of their 
laboratory testing. As of July 2015, there were roughly 250,000 laboratories that had registered 
with CMS and held CLIA certificates. Because of CMS’ extensive education efforts with 


' Public Law 100-578 hltp://www.gpo.gov/fdsys/pkg/STATUTE-l02/pdf;'STATUTE-102-Pg2903.pdr 
' The Centers for Medicare and Medicaid Services, the Food and Drug Administration, and the Centers for Disease 
Control and Prevention aii have specific roles in assuring quality laboratory services under CLIA. 

Bogdanich W. Lax Laboratories: The Pap Test Misses Much Cervical Cancer through Labs' Errors. Wall Street 
Journal. Nov. 2, 1987: 1,20. 

Congressional Research Service Report ‘Regulation of Clinical Tests: In Vitro Diagnostic (IV^D) Devices, 
Laboratory Developed Fesls (LDTs), and Genetic Teste’ December 17, 2014 
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laboratories, only 90 were subjected to sanctions for non-compliance in the previous year.’ In 
addition, laboratories continue to improve their performance on proficiency tests (PT), which are 
important quality improvement tools that help laboratories verify that their test results are 
accurate and reliable. Over the past 10 years, PT “failure rates’’^ have steadily decreased from 
nine percent in 2005 to three percent in 2014. 

CLIA Standards and Laboratory Oversight 

CLIA, and the regulations that implement it, created a system of laboratory oversight that is 
primarily based on test complexity, CLIA responsibilities are currently divided between three 
agencies: CMS, the Centers for Disease Control and Prevention (CDC), and the Food and Drug 
Administration (FDA). C.MS conducts laboratory inspections to make sure that laboratories have 
appropriate controls, expertise, training, and procedures to ensure that test results are accurate 
and reliable, CMS also manages the approval of accreditation organizations and the certification 
of laboratories. CDC has shared responsibility with CMS for CLIA technical standards 
development and revision and for performing regulatory impact analyses. CDC’s role also 
includes conducting laboratory quality improvement studies that guide policy determination and 
development of laboratory practice guidelines (e.g., best practices). In addition, CDC monitors 
PT practices, develops and distributes educational resources to laboratory professionals, and 
manages the Clinical Laboratory Improvement Advisory Committee (CLIAC), which advises the 
Federal Government on CLIA issues. 

FDA’s primary responsibility under CLIA is to classify clinical tests into one of three 
categories (waived, moderate-complexity and high-complexity) based on their level of 
complexity and risk to patients. All tests introduced in the United Slates are high-complexity by 
default unless FDA categorizes a test as moderate or waived complexity. FDA docs not 
categorize tests developed by and used within a single laboratory, known as laboratory- 
developed tests (LDTs). Thus, by default, they are considered to be high-complexity tests. 


’ 194 laboratories were proposed for sanctions in 2014 but only 90 were actually subjected to sanctions. The others 
were able to improve their processes to demon.strate compliance. 

’ Failures occur when a laboratoty's submitted proficiency testing results arc inaccurate or not reliable. Low failure 
rates indicate a high level of consistency, accuracy and reliability in testing. 
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Standards that laboratories must meet under CLIA are based on the complexity of tests they 
perform - laboratories that perform more complex tests must meet higher standards. Laboratories 
that perform moderate- and high-complexity tests must meet requirements on quality assessment, 
quality control, personnel qualifications and education, general laboratory systems, and 
proficiency testing, among others, Laboratories that perform only waived tests - which are 
cleared by FDA for home use, and either are simple and accurate with a negligible risk of 
erroneous result or pose a low risk to patients should they be performed incorrectly^ - are exempt 
from most CLIA requirements. Examples of waived tests include blood glucose testing using 
monitors that have been cleared for home use, urine pregnancy tests, and other urine dipstick 
te.sts. 

Further, laboratories performing the same test must meet the same standards, whether located in 
a hospital, doctor's office, or other site. This framework is designed to reduce the risk of potential 
patient harm and ensure patients receive the same high quality clinical laboratory testing no 
matter where their test is performed. CLIA’s provisions apply to all laboratories in the United 
States, not just those that receive Medicare payment, in order to ensure uniform quality across all 
laboratories. 

It is important to note that FDA has regulatory authorities, apart from CLIA, governing the 
quality of laboratory tests. These multi-agency efforts are different in focus, scope, and purpose, 
but they are intended to be complementary in assuring safe and high quality laboratory services. 
The joint efforts of CDC, FDA, and CMS have resulted in improved clinical laboratory 
operations. 

Laboratory Certification 

CMS enforces CLIA standards by requiring laboratories to obtain a certificate in order to 
operate.* Laboratories that perform moderate and high complexity tests need to obtain a 
Certificate of Compliance (COC) or a Certificate of Accreditation (COA), demonstrating that 
they adhere to all CLIA requirements. CMS conducts on-site surveys prior to issuing a COC to 


"42CFR 493.15 

* 1'here are five types of certificates: Certificate of Waiver; Certificate for Provider-Performed Microscopy 
Procedures (a type of inoderatc-complcxity test); Certificate of Registration (COR); Certificate of Compliance; and 
Ccrli ficale of Accrcdiialion. 
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confirm a laboratory’s compliance with the requirements’ The surveys also assist laboratories in 
improving patient care through education and by emphasizing requirements that directly impact 
the accuracy and reliability of the laboratory’s test performance. 

Laboratories holding COCs are surveyed against CLIA regulations every two years. Although 
CMS has Federal surveyors, which perform on-site CLIA surveys of laboratories across the 
country, most laboratories are surveyed by state-health-department representatives who 
coordinate their reviews with CMS. 

Laboratories may also receive CLIA certification by virtue of obtaining accreditation (under a 
COA) from one of seven private, non-profit accreditation organizations approved by CMS. The 
accreditation organization also inspects laboratories once every two years. To receive CMS 
approval, the non-profit accreditation organization’s requirements must meet or exceed CLIA 
program condition-level requirements. Periodically, each organization must receive re-approval 
to ensure it maintains .standards that are equal to or more stringent than CLIA regulations.'® The 
re-approval review also includes an on-site visit to evaluate the accreditation organization’s 
laboratory oversight practices, in addition to the re-approval process, CMS evaluates each 
accreditation organization’s performance through a validation survey where we compare the 
results of the most recent survey performed by the accreditation organization to a survey 
performed by CLIA surveyors. 

Laboratories that only perform waived tests receive a Certificate of Waiver (COW). On-site 
surveys are not required for a COW laboratory unless there is a complaint. In addition, 
laboratories that perform only waived tests and certain moderate complexity microscopy 
procedures can receive a Certificate of Provider-Performed Microscopy Procedures (PPM).' ' As 
with waived tests, routine on-site surveys are not required for laboratories with a Certificate of 
PPM. However, a PPM laboratory may be subject to surveys if a complaint is received. 


” A COR provides tcmporar> certification for a laboratory to conduct moderate and high complexity tests while it 
completes the certification process. The COR expires after the earlier of two years or when the laboratory meets 
ceriitlcalion requirements. 

1*^42 use 236a, (c)(2)(A)(ii) 

” As of July 2015, 174, 122 laboratories performed only waived tests and had received a COW, 18,505 laboratories 
have received a COC, 16,431 have been accredited and received a COA, and 35,150 have received a Certificate of 
PPM. Link: http:/,'\vw\v,cms.gov/Rcguialions-and-Guidance/I^egislation./CLlA/Do\vnloads/statupda.pdf 
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Proficiency Testing 

CMS’ laboratory operations oversight activities include monitoring laboratory performance on 
PT. CMS requires laboratories conducting moderate or high complexity testing to participate in 
PT for certain tests. A CMS-approved PT program sends the laboratory a set of blind samples 
roughly three times per year. The laboratory tests the samples in the same manner as it tests 
patient specimens and reports the results back to the PT program. The PT program grades the 
results and sends the laboratory scores reflecting how accurately the laboratory performed the 
testing. PT programs undergo annual and ongoing regulatory review by CMS. 

A CLIA Performance Goal study was conducted in 2003 on the number of laboratories properly 
enrolled and participating in PT and PT performance (i.e., the number of laboratories enrolled in 
PT with no failures) from 1995 through 2003. The study show'ed a significant increase in PT 
enrollment, from 89.6 percent in 1995 to 97.2 percent in 2003, and significant improvement in 
PT performance, from 69,4 percent in 1995 to 92.8 percent in 2003. A 2010 CDC Report'^ on PT 
performance also showed improvement in PT performance scores for approximately 30,000 
laboratories. 

CMS also has worked to clarify aspects of the PT program in response to stakeholder questions, 
and has implemented several revisions to the requirements. In May 2014, CMS issued a final 
regulation'’’ to promote program efficiency and reduce burden, including under CLIA. We is.sued 
separate regulations in July 2014 to implement the Taking Essential Steps for Testing Act'''. 
Together, these rules clarified specific types of PT referral (when a laboratory sends a PT sample 
to another laboratory for analysis) and increased flexibility in enforcement for laboratories that 
engage in this practice. 

Laboratory-Developed Tests 

FDA defines an LDT as an in vitro diagnostic test device that is intended for clinical use and 
designed, manufactured, and used within a single laboratory (i.e., a laboratory with a single 
CLIA certificate). These tests are also sometimes called “in-house developed tests,” LDTs are 


http:.4%\v\v.ncbi.n!m.nih.gov,''pubmed/2044{507 

http ://vv\vw.epo.gov/i~dsvs/pkg,4FR-20 14-05- 1 2/pdf/'201 4-1 0687-pdF 

Public Law 112-202 
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“devices,” as defined by the Food, Drug and Cosmetic Act, and are therefore subject to 
regulatory oversight by FDA. However, as noted above, FDA currently exercises its enforcement 
discretion with respect to LDTs. 

Under CLIA, when a laboratory uses a test system that has not received FDA clearance or 
approval, such as an LDT, the laboratory treats the test as a high-complexity test. CLIA does not 
require premarket review of LDTs; the law merely regulates how and by whom the test is 
conducted and reported out, rather than the scientific principles behind or the clinical validity of 
the test system itself. 

As with all high- and moderate-complexity testing, a laboratory may not release any high- 
complexity or moderate-complexity test result, including an LDT test result, prior to establishing 
certain performance characteristics relating to analytical validity for the use of that test system in 
the laboratory’s own environment.'^ These performance-specification assessments measure the 
test's: (1) accuracy (whether the test correctly measures the specific analyte when compared to a 
standard/reference); (2) precision (whether the test result is reproducible when repeated); 

(3) reference range (whether the normal range of results is based on the laboratory’s specific 
patient population); (4) reportable range (the lower and higher limits that the test can accurately 
report); (5) analytic sensitivity (minimum detection limits or how much of the analyte must be 
present to be measured); and (6) analytic specificity (the extent to which the method measures 
the analyte for which it is reporting results) that can be achieved using the given test system in 
that laboratory’s physical environment. The results can then be compared to the manufacturer’s 
expected performance specifications, and ultimately be used by the laboratory director as a basis 
for rejecting or accepting use of that test system in that laboratory. 

Again, other than requiring that lab directors ensure that the test systems they select meet 
performance specifications that will ensure quality results, CLIA does not regulate the scientific 
principles behind or the clinical validity of any test - that is, the ability of the test to identify, 
measure, or predict the presence or absence of a clinically relevant condition or predisposition in 
a patient. FDA is authorized to evaluate the clinical validity of a test under its premarket 
clearance and approval processes, as part of its responsibility for assuring the reasonable safety 


*’42 CFR 493.1253(b)(2) Establishment of Performance Specifications. 
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and effectiveness of medical devices, generally. As a result, FDA has built substantial 
experience and expertise in this area, and CMS has generally deferred to FDA on how best to 
ensure the clinical validity of test systems. 

Moving Forward 

CMS is committed to ensuring high quality, accurate, and reliable laboratory testing by assuring 
that laboratories have appropriate controls, expertise, training, and procedures. We believe CLIA 
and our implementing regulations create the necessary framework to effectively oversee 
laboratory's day-to-day operations today and into the future - including those operations that 
pertain to the use of high-complexity tests, including LDTs. 

In addition, there are several principles, noted below, that help guide our work on CLIA, which 
may also be useful in informing any future efforts by the Committee in this area. 

• First, we aim to prevent duplicative oversight efforts across agencies. CLIA requires 
effective coordination across CMS, FDA, and CDC. We have worked hard to ensure our 
oversight efforts are consistent and complementary with other related but distinct 
regulatory schemes. And, in doing so, we have ensured that we take advantage of the 
unique expertise of each Agency and its staff. 

• Second, we focus on building on our Agency’s oversight strengths. When CLIA was 
implemented in the early 1 990s, the responsibility to conduct certifications of laboratories 
was a natural fit for CMS because of our survey and certification experience.'*’ On the 
other hand, CMS does not have a scientific staff capable of determining whether a test is 
difficult to successfully carry out or likely to prove detrimental to a patient if carried out 
improperly. This expertise resides within the FDA, which assesses clinical validity in the 
context of premarket reviews and other activities aligned with their regulatory efforts 
under the Food, Drug, and Cosmetic Act, 

• Third, we value our relationship with our private sector accreditation organizations and 
state-based partners. These organizations play an important role in evaluating and 
certifying laboratories - roughly 16,400 laboratories performing non-waived testing in 

CMS requires other providers - such as hospitals, nursing homes, physician practices and others - to meet CLIA 
standards and, in some cases, undergo a C.MS- or accreditor-led survey. 


7 



the United States are certified through an accrediting organization.” In addition, 
laboratories in two states'* receive exempt status because these states have standards that 
are at least as stringent as CLIA. We believe it is important to preserve these 
organizations’ ability to use private sector and state-driven approaches to build on the 
minimum standards established by CLIA. 

• Fourth, we take targeted, smart approaches to oversight to improve patient safety without 
creating burdensome administrative requirements in regard to the areas over which we 
have authority. We believe the current approach - in which laboratories must meet higher 
standards if they perform more complex tests - has paid dividends in improving the 
quality of testing processes. 

Thank you, again, for the opportunity to discuss CMS’s work related to ensuring accurate and 
reliable laboratory testing. We look forward to continuing our work with the Committee to 
promote high-quality laboratory testing for all Americans. 


http.s://wwvv.cms.gov.''Reguialions-an<l-Guidance/Legislation/CLIA/Download,s/statupda.pdf 
New York and Washington. Laboratories in NY have a partial exemption; ail Physician Oftice Labs (POLs) fail 
under CLIA and arc inspected every two years by CLIA surveyors. Any laboratory In NY that is not a POL falls 
under NY State licensure requirements and these are inspected by NY State CLEP (Clinical Laboratory Evaluation 
Program) surveyors. There are approximately 4,150 laboratories under the NY exempt stale program and 4,023 
laboratories under the WA exempt state program. 
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Mr. Pitts. The Chair thanks the gentleman, hoth witnesses for 
your opening statements. I will begin the questioning. I will recog- 
nize myself 5 minutes for that purpose. 

The discussion draft, which the committee circulated before the 
hearing, divides FDA and CMS responsibilities based upon the type 
of activity being conducted by the regulated entity. FDA would reg- 
ulate test development activities in a risk-based manner, and CMS 
would regulate lab operations. 

Unlike the discussion draft, some alternative proposals being 
floated would divide regulatory oversight between CMS and FDA 
depending on the type of test. 

I would like each of you to respond. Dr. Shuren, would you com- 
ment on the implications of an approach that would divide over- 
sight between CMS and FDA based on the type of test, as opposed 
to the type of activity? 

Dr. Shuren. So such a system is going to lead to inefficiencies. 
It is going to lead to inconsistent standards, treating the same kind 
of test differently depending upon who makes the test. And as a 
result, you can go to one institution, get a test, and it is regulated 
by FDA. You can get the same kind of test across the street and 
it is regulated by CMS. And the people who are put at risk, it is 
patients. 

If we are going to assure that tests work, we need one unified 
system that we are applying consistent standards and we are as- 
suring that those tests are accurate, reliable, and clinically valid. 

Mr. Pitts. Dr. Conway, would you comment on that, the implica- 
tions of an approach that divides oversight between CMS and FDA 
based on the type of test, as opposed to the type of activity? 

Dr. Conway. Yes, I agree with Dr. Shuren. The concern here is 
we want to reduce and avoid duplication and ensure coordination 
across agencies. You know, from a CLIA construct we really are fo- 
cused on post-market review, laboratory by laboratory, and we are 
really focused on the things such as the protocols in place in the 
laboratory, the equipment and equipment maintenance, the train- 
ing of staff and personnel. So CLIA’s focus really is on that labora- 
tory-by-laboratory assessment of quality standards. 

Mr. Pitts. And expand a little bit more on whether such an ap- 
proach would create administrative duplication or any inconsist- 
encies, Dr. Shuren? 

Dr. Shuren. That is correct. It will create inefficiencies and high- 
er costs because essentially we have duplicative systems in FDA 
and CMS, and the real distinction is just simply who makes the 
test, which doesn’t make sense. And we will have inconsistent 
standards. We can try to coordinate between ourselves, but quite 
frankly, that becomes much more challenging as tests also begin to 
bounce between FDA oversight and CMS oversight. 

Mr. Pitts. OK. Dr. Conway, you stated in your testimony that 
“CMS does not have a scientific staff capable of determining wheth- 
er a test is difficult to successfully carry out or likely to prove detri- 
mental to a patient if carried out improperly. This expertise resides 
within the FDA.” From your perspective at CMS, what would be 
the impact on patients if FDA were precluded from reviewing the 
clinical validity of most LDTs? 
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Dr. Conway. Yes. So as Dr. Shuren mentioned, I think the chal- 
lenge is if FDA is not reviewing the test in a premarket manner 
for clinical validity, then our surveyors in CLIA are not assessing 
clinical validity. They are assessing laboratory practices and the 
protocols and standards in those laboratories. So as a practicing 
physician, it is critical, as Dr. Shuren said, that we know that a 
test is clinically valid, meaning it is truly detecting the presence or 
absence of disease. Therefore, the premarket review by FDA is im- 
portant. 

Mr. Pitts. Now, some stakeholders have said that CMS should 
be tasked with reviewing tests for clinical validity. What are your 
thoughts on that approach? 

Dr. Conway. So our survey staff are not trained to assess clinical 
validity, and then let me build on that. Our survey staff are 
trained in laboratory protocols, equipment, standards around those 
protocols, whereas — and Dr. Shuren can certainly speak directly to 
FDA’s staff — is, you know, physicians, Ph.D.’s, biostatisticians who 
are trained in assessing the scientific literature in its entirety and 
assessing clinical validity. 

Mr. Pitts. Now, some stakeholders have suggested that CMS 
should regulate tests developed by labs. FDA should regulate tests 
developed by manufacturers. Some have proposed carving out a 
role for FDA only when a test developer chooses not to publicize 
their methodologies. Shouldn’t the test’s impact on the patient, re- 
gardless of who developed it, be the primary factor in developing 
a regulatory framework? Dr. Shuren and then Dr. Conway. 

Dr. Shuren. Well, we agree that this should be a risk-based 
framework. We also think that you should have one agency that is 
reviewing those tests to assure that they are accurate, reliable, and 
clinically valid. That assures consistency. 

But also, one of the things we have found is when someone 
makes a test, another lab or another entity makes a similar test, 
we learn from that, and we sometimes identify problems or com- 
mon problems and we are able to feed that back to test developers. 
If you split it between two agencies, we are going to lose all that 
learning that ultimately benefits innovation and benefits patients. 

Mr. Pitts. Dr. Conway, do you want to comment? 

Dr. Conway. So I agree with Dr. Shuren. I believe one agency 
doing the premarket review, as Dr. Shuren said, and that agency 
being FDA, makes sense given the training and expertise. We also, 
as you have heard, have a principle of coordination and using each 
agency’s expertise. CMS’s focus and expertise is in the area of lab- 
oratory assessment, laboratory by laboratory, on protocols, equip- 
ment, et cetera. 

Mr. Pitts. My time is expired. The Chair recognizes the ranking 
member, Mr. Green, 5 minutes for questions. 

Mr. Green. Thank you, Mr. Chairman. 

I would like to ask unanimous consent to submit a letter from 
the American Cancer Society Cancer Action Network for the record. 

Mr. Pitts. Without objection, so ordered. 

[The information appears at the conclusion of the hearing.] 

Mr. Green. Dr. Shuren, with other medical devices, FDA has 
proposed regulating lab-developed tests based on the risk of the 
test to the patient and the public. Under proposed FDA would clas- 
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sify LDTs into three risk classes: low, moderate, and high. Can you 
explain how FDA proposes to finding the low, moderate, and high 
risk in the agency’s framework describing how premarket or post- 
market requirements would vary among these risk classes? 

Dr. Shuren. So we look at risk based upon what the risk is to 
patients if that test provides a false result, an incorrect result. And 
we estimate that for low-risk tests we do not conduct premarket re- 
view because they are so low risk. We think about 50 percent of 
the tests out there — that has been our experience — are low risk. 
And then we conduct premarket review for high-risk and moderate- 
risk tests. High-risk tests are only about 1 to 2 percent of the tests 
out there, moderate risk about 48 percent. 

And the data needed to demonstrate analytical and clinical valid- 
ity differs depending upon the risk of the disease. There is less bur- 
den involved when it is a less-riskier test rather that we are re- 
viewing, and that is the risk-based approach that we apply. 

Mr. Green. FDA’s approval standard for drugs and medical de- 
vices safe and effective, can you just please discuss the approval 
standard FDA has proposed using for the regulation of lab-devel- 
oped tests? 

Dr. Shuren. So we would apply the same standard we would 
apply to in vitro diagnostic tests that are not made by a lab, that 
they are analytically valid, they are clinically valid, and they are 
safe to use under their conditions to use. That means they are ac- 
curate on what they measure, they are reliable, and they will iden- 
tify they in fact do identify a disease. 

Mr. Green. Companion diagnostics is an area of great interest 
and enthusiasm. Can you talk about how the FDA views this cat- 
egory of tests, in particular the level of risk posed to patients and 
how they would be treated under the proposed guidance? 

Dr. Shuren. So companion diagnostics are increasingly playing 
a bigger role in health care. Essentially, companion diagnostic is a 
test where the safety and effectiveness of the therapeutic depends 
upon the diagnostic because the diagnostic informs whether or not 
that patient should receive a particular treatment. And that is why 
it is critically important that those tests truly work, because if not, 
then patients are not getting the right treatment or they may be 
getting no treatment at all. 

For example, we had a test for providing treatment for women 
with breast cancer and found that LDTs in the past were producing 
as much as 20 percent of them incorrect or inaccurate results. That 
means that women who should have gotten treated with the right 
treatment were not. And that is preventable. 

Mr. Green. OK. Thank you. Dr. Conway, I want to thank you 
also for participating. As you are aware, following the release of the 
FDA’s guidance on enforcing requirements for lab-developed tests, 
a number of stakeholders called for enhancement of GLIA as a 
more appropriate way to regulate the tests. And I appreciate your 
testimony on outlining the difference between FDA and CMS au- 
thority over the tests. 

One of the key differences is the fact that under CLIA CMS does 
not review a test for the clinical validity, that is, accuracy on which 
the test identifies measures or predicts the presence and absence 
of a clinical condition or predisposition to a patient. Rather, CMS 
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reviews look at analytical validity. You noted that the experience 
and expertise in assessed clinical validity resides instead with the 
FDA. 

Despite CMS stating on more than one occasion that the agency 
does not have the experience or the scientific expertise to assess 
clinical validity in premarket review, many stakeholders continue 
to advocate for additional authority in that area for CMS. Can you 
please discuss further CMS capabilities in implementing regula- 
tions for overseeing LDTs, and can you also please comment on 
whether CMS would have the capability of conducting any type of 
premarket review or regulatory review of LDTs? 

Dr. Conway. Yes. So our framework that we believe is working 
well now is CLIA is focused on assessment of the protocols, the 
standards, the equipment, the training, and the personnel. Even in 
analytic validity, we are simply looking at, you know, does the lab 
test detect the analyte described? That is very different than clin- 
ical validity, which is assessing whether, you know, the test reli- 
ably and accurately detects the presence or absence of disease, as 
Dr. Shuren said. 

You know, the majority of our staff are — you know, we have got 
approximately 25 people in the central office running CLIA, a little 
over 100 surveyors across the States, all of the States. They are 
generally medical technologists, former laboratory personnel 
trained to assess laboratory by laboratory. They are not trained to 
assess premarket scientific literature and determine clinical valid- 
ity. 

Mr. Green. OK. Thank you, Mr. Chairman. 

Mr. Pitts. The Chair thanks the gentleman and now recognizes 
the vice chair of the full committee, Mrs. Blackburn, 5 minutes for 
an opening statement. 

Mrs. Blackburn. Thank you, Mr. Chairman. 

Dr. Shuren, looking at the LDT guidance, do you plan to finalize 
that guidance that you issued last year? Do you plan to finalize 
that this year? 

Dr. Shuren. Yes, we do plan to finalize that. 

Mrs. Blackburn. OK. When? 

Dr. Shuren. In 2016. 

Mrs. Blackburn. OK. So basically you are going to put it off an- 
other year? 

Dr. Shuren. I don’t get to determine when, but the plan is to put 
it out in 2016. 

Mrs. Blackburn. In 2016. Early or late? 

Dr. Shuren. Hopefully earlier than later. 

Mrs. Blackburn. OK. 

Dr. Shuren. I wish I could give you an answer. Again, it is so 
far above my pay grade. I don’t even know the people who make 
the decisions. 

Mrs. Blackburn. Well, my goodness, we need to have a meet- 
and-greet over at the FDA and see if we can’t get some wheels 
turning over there. We should help with that. 

Let me ask you this. As you finalize that guidance, do you intend 
to use what I think is the outdated 1970s definition of a medical 
device in order to regulate the LDTs? 
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Dr. Shuren. Well, so that definition also includes a distinct defi- 
nition for in vitro diagnostics, which then incorporates lahoratory- 
developed tests. It does not distinguish who makes the tests. 

Mrs. Blackburn. OK. Let me ask you this. Each improvement 
in an LDT technology or an upgrade or an update, will that need 
to go back through the medical device approval process? 

Dr. Shuren. No. Most modifications to tests are not reviewed by 
FDA. We only focus on those that have the really big impact, yes. 

Mrs. Blackburn. OK. Do you intend to add to the rapid growth 
of healthcare costs by taxing LDTs as medical devices in addition 
to charging the innovators the user fee? 

Dr. Shuren. So we are not responsible for administrating the de- 
vice tax. That is IRS. We have nothing to do with it. 

That said, one of the reasons we put in place that laboratories 
could notify us about their tests as opposed to registering and list- 
ing was that it would not trigger the device tax. 

Mrs. Blackburn. I think your guidance informs the IRS, though, 
is that not correct? 

Dr. Shuren. No, the IRS would look separately to if that device 
has listed. 

Mrs. Blackburn. OK. I want to thank you for the report that 
you sent to the Congress last night. It was an interesting read. And 
what I found most interesting about it was what was left out and 
that you didn’t discuss the FDA front-end process, which deserves 
some attention and some discussion, specifically the PREDICT pro- 
gram. Twenty-eleven this was put in place. It is a compliance pro- 
gram. It is an artificial intelligence program that is supposed to 
identify high-risk shipments at our ports of entry. And the problem 
with PREDICT is that it is significantly delaying the shipment of 
needed medicine and medical supplies. Medical shipments are often 
sent by express service to get them to patients in time for critical 
usage. And once a shipment is held up by PREDICT, almost all of 
them are subsequently released without any physical inspection. 

So when you look at it from the outside. Dr. Shuren, what it ap- 
pears to be and the impression is that the bureaucracy of the FDA 
is keeping medicines and medical supplies from patients because of 
concerns that there may have been contamination in some cilantro 
that was in the very same shipment. And I would really like to see 
the FDA spend the effort to fix this before they try to regulate an- 
other area of commerce. 

I noticed in that report also that it is based on 20 case studies. 
And how often does the FDA use case studies as sufficient evidence 
to approve or deny a medical therapy? 

Dr. Shuren. So in terms of approval, we don’t tend to rely on an 
example. We have used a series of case studies as part of support 
for valid scientific evidence as we have approved certain tests or 
other products. 

I will note one thing about the cases, too, we put out yesterday. 
One of the challenges is that we don’t have post-market surveil- 
lance in place for laboratory-developed tests as we do for tests 
made by other manufacturers. And as a result, it is very hard to 
identify when problems arise. And yet we know on the IVD side, 
when made by conventional manufacturers, we do detect problems. 
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the manufacturers detect problems, and they fix them because that 
is in place. 

One of the other features in the FDA system is the post-market 
surveillance to identify problems and to fix problems, and that is 
just as important as premarket review to prevent faulty tests from 
getting on the market in the first place. 

Mrs. Blackburn. Well, as I yield back my time, I hope that you 
will fix PREDICT. I yield back. 

Mr. Pitts. The Chair thanks the gentlelady and now recognizes 
the gentlelady from California, Mrs. Capps, 5 minutes for ques- 
tions. 

Mrs. Capps. Thank you both, each of you, for your testimony, and 
thank you, Mr. Chairman, for putting together this hearing. I ap- 
preciate the opportunity to further discuss the strengths and chal- 
lenges, have a real conversation about laboratory-developed tests 
as they guide medical decision-making by patients and providers. 
There are a lot of question marks and a lot of concern about where 
do we go from here, how do we dovetail these two agencies and giv- 
ing the best outcome the patients. 

I recognize there are many perspectives in this space. I appre- 
ciate this conversation to try to illuminate some of the issues. Over 
the years, it goes without saying these tests have come more tai- 
lored and more elaborate, and this conversation is important to en- 
sure that these tests do produce meaningful and reliable results for 
those who trust them. 

Dr. Conway, I will turn to you first. In your testimony you note 
that there are six key performance specification assessments for 
lab-developed tests: accuracy, precision, reference range, reportable 
range, analytic sensitivity, analytic specificity. This committee has 
heard a lot about how different research institutions are driving 
the future of medicine toward more personalized medicine. This 
has been particularly true in the field of cancer where the develop- 
ment of multi-gene panels is being used to identify important mo- 
lecular characteristics of a tumor. 

And my question to you is whether the current CLIA regulations 
ensure these gene panels developed by different institutions or 
manufacturers will produce the same results? For example, if I am 
a patient and I am tested with hospital As gene panel, how do I 
know I would get the same result if I am tested with hospital B’s 
gene panel? Would each hospital reach the same treatment deci- 
sion, and where does this lead us? 

Dr. Conway. Yes, you have highlighted — thank you for the ques- 
tion, and you have highlighted one of the challenges. And Dr. 
Shuren could certainly speak more. 

You know, our assessment of analytic validity is laboratory by 
laboratory where we are looking at the areas you described and the 
laboratory director’s documentation, that they are following a pro- 
tocol to detect the appropriate analyte. 

And you highlighted a great example, genetic testing. It is not 
assessing whether different genetic testing kits or combination of 
tests are detecting the disease with the same clinical validity and 
rigor. So you could in fact in the current framework, without pre- 
market assessment of clinical validity, have different tests giving 
different answers to clinicians that could drive treatment that is in- 
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appropriate, which is why we think the assessment of premarket 
clinical validity in this area is critical and important. 

Mrs. Capps. So that leads me to focus now with you, Dr. Shuren. 
Many have argued that there is no need for greater FDA oversight 
of lab-developed tests, as we have not had the same types of prob- 
lems with LDTs as we have had with drugs such as the outbreak 
of adverse events associated with use of contaminated heparin, for 
example, or adverse events associated with contaminated com- 
pounded drugs. They assert that if there are greater health risks 
associated with LDTs, we would have heard about them. 

I am not sure you agree, but it is clear to me from the report 
that FDA released yesterday that lab-developed tests do present 
real risks to patients. Can you please explain whether or not you 
agree with this criticism that came out? Would healthcare pro- 
viders and patients necessarily know if tests were not giving good 
advice for clinical decisions? 

Dr. Shuren. I don’t agree with that criticism. And doctors and 
patients would not know who made the device and whether it is 
one that was approved by FDA or it was one that was not approved 
by FDA. Quite frankly, the reason you don’t see as many problems, 
you don’t have the systems in place to identify them. So, for exam- 
ple, for rVDs we regulate, in 2014 we had over 300 recalls. It is 
not unusual. 

Things change, problems arise, but you need the systems to iden- 
tify the problems and to fix them. And we have some labs who 
have submitted their tests to us, and we have approved or cleared 
some LDTs. And when they put the systems in place, these started 
to identify problems. One of them has already had eight recalls, but 
they only found the problems because they put in the systems that 
they should have in place. 

Mrs. Capps. Well, now, how can patients — I am just about out of 
time, but how can patients, providers, and payers be assured that 
the tests they are paying for are providing real value and enhanc- 
ing the care of patients? 

Dr. Shuren. Well, that is why we would like to have a uniform, 
consistent approach to diagnostic tests, regardless of who makes 
them. That information will be made available to the public so they 
know what tests have been approved. There is information about 
what those tests are for. The makers have to put out information 
that explains its performance characteristics, its intended use, how 
to use it properly, and all that will provide necessary information 
to doctors and patients so they can use those tests appropriately. 

Mrs. Capps. Thank you. 

Dr. Shuren. Right now, they can’t. 

Mrs. Capps. OK. It sounds like we need a follow-up. I yield back. 

Mr. Pitts. The Chair thanks the gentlelady and now recognizes 
the chair emeritus of the full committee, Mr. Barton, 5 minutes for 
questions. 

Mr. Barton. Thank you, Mr. Chairman. I want to thank both 
our witnesses for attending today. I appreciate the subcommittee 
chairman, the full committee chairman issuing the proposal as a 
discussion draft, which to me means that their minds are still open 
and that we can make some changes and things of this sort. 
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I am one of those skeptics that Mrs. Capps just talked about. I 
am not sure that we need to get more Federal regulation. I don’t 
necessarily think more Federal regulation is going to give us a 
safer, more efficacious result. 

So I guess my first question to either of you gentlemen would be 
what is the real problem? I mean why in the world would a labora- 
tory develop a test that wasn’t safe and accurate? My office is not 
being overrun with phone calls or emails from doctors, patients, 
hospitals, advocacy groups that there is some terrible laboratory di- 
agnostic test out in the marketplace. 

Dr. Shuren. But those tests are out on the marketplace. So, for 
example, a test was developed for something called KIV 6. It was 
supposed to predict the risk of heart disease and response to statin 
treatment. And the lab came out with it, promoted it, said they had 
studies, but then subsequently good studies were performed and in 
fact found that there was no association between KIV 6 and those 
conditions. And by the time it came out, though, over 150,000 peo- 
ple had the tests performed. We estimated the cost to our 
healthcare system was over $2 billion. That is not money we can 
afford to waste on bad testing. 

Mr. Barton. And what happened 

Dr. Shuren. So what happened 

Mr. Barton. I assume that test was taken off the market and 
without FDA having to do anything. 

Dr. Shuren. It remained on the market and there was continued 
use for a while and then use started to dip down. But is that really 
the system we want, that we have bad tests, people can get hurt 
by it, and then afterwards if you find the problem and you g:et on 
top of it, then something happens to the test? The whole point of 
premarket review is and why we do that for the other tests 

Mr. Barton. You are going to guarantee if we would let your 
agency review all these diagnostic tests, the laboratory tests, that 
something like that will never happen again, that you all are per- 
fect and all-knowing and you are going to do it in a cost-effective 
way and it will be peace and light from now until Judgment Day? 

Dr. Shuren. I will not promise you perfection, and I will leave 
it to God to decide if there will be peace on Earth, but 

Mr. Barton. Well, I am glad to hear somebody use 

Dr. Shuren. But that said, we have 

Mr. Barton [continuing]. The Divinity’s name in a positive way. 
That is 

Dr. Shuren. Yes, well, they can fire me. 

Mr. Barton. That is a good thing. 

Dr. Shuren. But we have almost 40 years of experience of regu- 
lating in vitro diagnostic tests and assuring that those tests are ac- 
curate, reliable, and clinically 

Mr. Barton. I mean, granting your point at least partially, 
wouldn’t it be better to give FDA or some State regulatory agen- 
cy — it doesn’t necessarily have to be Federal — some sort of a pen- 
alty assessment that we can immediately put a stop if there is a 
bad test? Wouldn’t that be a better use of your agency’s resources? 
So to use your example, if that were to happen again, boom, we 
catch it, we stop it, we hit them with a big penalty and get that 
test off the market. I am not being a horse’s rear on this, but, you 
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know, if it is not broken, don’t fix it, and it looks to me like we 
are just looking for ways to give the CMS and the FDA more au- 
thority. And it is obvious that Chairman Pitts and Chairman 
Upton and I assume Mr. Pallone and Mr. Green are concerned, too. 
But more regulation is not always the best answer. 

I guess my last question would be under the current system what 
role if any do the States play in looking at these tests? 

Dr. Shuren. So there are States — I can let Dr. Conway talk 
about it in terms of States that are involved in accreditation of lab- 
oratories, but they are not involved in premarket review for those 
tests with certain exceptions. New York State does do a review of 
tests. And quite frankly, under the proposal we have, we have the 
opportunity to leverage third parties. If New York State is meeting 
appropriate standards, we could leverage some of the work that 
they are doing. 

But I will tell you the problems are more prevalent than people 
want to recognize. You know, one of the medical centers at the Uni- 
versity of Texas was concerned about this 

Mr. Barton. I went to A&M so that doesn’t scare me. 

Dr. Shuren. No, no, no — well — ^but I will tell you what they were 
finding is 

Mr. Barton. I am going to hear it whether I want to or not. 

Dr. Shuren. That is right. Thank you for that. But there were 
inconsistencies in what they were seeing reported by labs for the 
same kind of tests, so what they did is they took results from 105 
of their cancer patients and they had results from one laboratory, 
they sent it to a second laboratory, and of the 32 gene variants, 
they found 50 percent disagreement, 50 percent. And so they even 
concluded that this suggests physician care would differ based on 
different interpretations of different companies. And this is not the 
only report out there, other ones reporting 27 percent finding of in- 
correct or inaccurate results. This is not uncommon. This goes on. 

It is fixable, and it shouldn’t be fixed after the fact. Why should 
our people get hurt, and only when that happens — and if we can 
find it because we don’t have the systems to do that — do we take 
action. Is that really the kind of health care we want to provide? 
Do we want to spend money on unnecessary care or do we want 
to spend it on innovation and assuring those tests work. 

Mr. Barton. Well, I am with you on the innovation part. 

Mr. Chairman, you know, the other subcommittee’s got the FCC 
commissioners downstairs, so I am not going to be able to stay, but 
I appreciate you holding this hearing and thank you for the cour- 
tesy of the time. 

Mr. Pitts. The Chair thanks the gentleman and now recognizes 
the ranking member of the full committee, Mr. Pallone, 5 minutes 
for questions. 

Mr. Pallone. Thank you, Mr. Chairman. 

I wanted to ask Dr. Shuren. As you know, various stakeholders 
have been circulating legislative proposals regarding the regulation 
of lab-developed tests. Among these various legislative proposals, 
there seems to be a great deal of variance around moderate-risk 
tests. Some proposals have suggested that no premarket review is 
necessary for moderate-risk tests, and one proposal would require 
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premarket review of moderate-risk tests but would allow such tests 
to be deemed approved if FDA did not act in a specified time frame. 

So I wanted to ask you a couple questions about this. In your tes- 
timony you noted an example of a test that is moderate risk would 
blood glucose strips used by people with diabetes and tests to help 
doctors diagnose heart failure. Could you discuss what FDA con- 
siders to be moderate risk and provide some examples of tests that 
would be considered moderate risk? 

Dr. Shuren. So other moderate-risk tests would be for diag- 
nosing cystic fibrosis, herpes, heart failure are all moderate-risk 
tests 

Mr. Pallone. ok. 

Dr. Shuren [continuing]. That we currently regulate. 

Mr. Pallone. Does the FDA believe that premarket review of 
moderate-risk tests that there should be, and if so, can you de- 
scribe when you believe that premarket review of a moderate-risk 
test would be necessary? 

Dr. Shuren. So we do believe that most moderate-risk tests 
would be subject to premarket review. That is what we do now, but 
we do find that there are certain circumstances where we can put 
other mitigations in place that are good enough and you don’t need 
premarket review. We just did that a little while back for next-gen- 
eration sequencing platforms, when they are just making tool 
claims. We just did that for autosomal recessive carrier screening 
tests. And that is a natural course of action. As the science devel- 
ops, technology evolves, we can actually change risk classification 
or what a test will have to do to come on the market. That is hall- 
marks of a risk-based approach. 

We are also very concerned about this deemed-approved ap- 
proach. It essentially says if we don’t make it decision in time, it 
is approved. So a test goes on the market that may be inaccurate 
simply because we didn’t have enough time to finish up the review 
or, alternatively, we will not approve it to not let it go on the mar- 
ket. And yet if we had the time to work with the lab, we might get 
a good test on the market. Either way, bad tests on the market, 
good tests not going on a market, the loser is patients. 

Mr. Pallone. OK. I think you answered my next question, which 
would be, you know, the deemed approval if FDA does not act. But 
let me say, can you comment on whether or not — ^yes, I think you 
already talked about the deemed approved. So let me go to another 
question. Dr. Shuren. 

I understand that once the test is approved or cleared by FDA 
and enters the market, laboratories frequently modify the kits ei- 
ther to expand uses or to make improvements to the way the test 
is performed. And some stakeholders in the lab community have 
even suggested that manufacturers rely on laboratories to modify 
tests in order to expand the uses because it is too costly or burden- 
some to have a test approved for every use. So do you believe that 
modifications to LDTs should be subject to premarket require- 
ments, and if so, what types of modifications would FDA want to 
look at before they are put in place? 

Dr. Shuren. So we think most changes that are made would not 
be subject to FDA review, and that is actually what occurs now for 
other IVDs. We would review those changes when there is a new 
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intended use because it truly is a new test. Even GLIA have used 
that as a new test. Or if there is a big enough change that when 
a test is approved would determine what its performance specifica- 
tions are, if now you make a change and it goes outside the per- 
formance specifications, we would review that as well. 

Mr. Pallone. ok. 

Dr. Shuren. But it is those kinds of changes. 

Mr. Pallone. Let me go back. There was other thing that I could 
have asked you about, these tests are deemed approved if FDA 
didn’t act in a certain time frame. Can you explain whether or not 
you believe patients, physicians, or payers would know which tests 
were affirmatively cleared or approved by FDA versus tests that 
were deemed to be approved? Is there any way that they would 
know that? 

Dr. Shuren. No. I mean if the test is approved, the test is ap- 
proved. 

Mr. Pallone. So that is one of the dangers if you will. In other 
words, you said before that you would be concerned that you might 
approve something that shouldn’t be or not approve something that 
could be. But the secondary problem is that the user is not going 
to know. 

Dr. Shuren. That is exactly right. 

Mr. Pallone. All right. Thanks a lot. 

Mr. Guthrie [presiding]. Thank you. And the gentleman yields 
back. I now recognize myself for 5 minutes for questions. 

Dr. Shuren and Conway, what does premarket review mean in 
the context of lab-developed tests, or LDTs? And how important is 
it and who should be responsible for such reviews? 

Dr. Shuren. So our premarket review is to determine if the tests 
are analytically valid, clinically valid, and they are safe for use 
under their conditions for use. And it is important to conduct those 
reviews for moderate- and high-risk tests to make sure they work 
because doctors and patients rely on those tests to make well-in- 
formed healthcare decisions. If they get inaccurate results, they 
could make the wrong decisions and people get hurt as a result. 

Mr. Guthrie. Thank you. Dr. Conway? 

Dr. Conway. I agree with Dr. Shuren. And from the CLIA/CMS 
perspective, you know, we are really focused on laboratory-by-lab- 
oratory post-market review of those laboratory protocols, equip- 
ment, training of personnel, et cetera. 

Mr. Guthrie. OK. Thank you. And I have heard that the same 
type of diagnostic test that is commonly available as both an LDT 
and a manufacturer kit that can be purchased by a lab, and tests 
for melanoma are one example. In other words, I could go to hos- 
pital A where they have a lab that developed their own test or, by 
chance, I could go to hospital B, whose lab purchased a test from 
a manufacturer. Can either of you walk me through this scenario 
from a regulatory perspective? In the case of hospital A, is it true 
that neither FDA nor CMS will have reviewed that test for clinical 
validity? 

Dr. Shuren. That is true. The test across the street would have 
been reviewed, and therefore, doctors and patients have the con- 
fidence to be able to rely on it, and you don’t know in the case of 
the other one that has been offered. 
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Mr. Guthrie. OK. Same 

Dr. Conway. Yes, same. And CMS, once again, would not review 
clinical validity as part of the CLIA process. 

Mr. Guthrie. OK. Doing the premarket review of these types of 
tests, could each of you describe the general education and profes- 
sional background and expertise of your reviewers? 

Dr. Shuren. So our review, particularly for more complex tests, 
tends to be performed by a team of experts. They may include phy- 
sicians, Ph.D. scientists, and statisticians that do a deep dive into 
the scientific data. We review the science to see if in fact and not 
only that test works but what it is claiming to do matches up with 
the science. 

Mr. Guthrie. Thank you. Dr. Conway? 

Dr. Conway. Our CLIA team does not include any medical offi- 
cers or other personnel trained in detailed biostatistics or Ph.D.- 
level training. Our CLIA team is really focused on, as I mentioned, 
laboratory assessment on an accreditation and quality and survey 
and certification framework in a post-market manner laboratory by 
laboratory. 

Mr. Guthrie. Thanks. And, Dr. Shuren, you previously testified 
about challenges you face in hiring and retaining sufficient medical 
expertise. How would your ability to do so be impacted if CMS 
were required to have the same types of expertise regarding test 
design and development? 

Dr. Shuren. Well, first off, I want to thank the committee for 
trying to take actions in 21st Century Cures to help us to better 
be able to attract and retain high quality talent. And that is where 
the answer lies. 

Mr. Guthrie. So the competition if CMS is doing the same would 
be 

Dr. Shuren. Well, it makes no sense for competition, so all we 
are going to do is create a duplicative system in another agency. 
I mean it is interesting that people have raised concern about do 
not have duplicative regulatory frameworks in place, and yet some 
of the proposals we have seen now to put this under CLIA would 
do exactly that. It would create all this duplication the right now, 
as you have heard from both of us, doesn’t exist. 

Mr. Guthrie. All right. Thank you. And I yield back the balance 
of my time. 

And I now recognize Ms. Castor from Florida. 

Ms. Castor. Thank you, Mr. Chairman. And thank you both for 
being here today. 

As we continue to develop a greater understanding of the genet- 
ics of individuals who have a wide variety of diseases and condi- 
tions, we are moving away from one-size-fits-all medicine to more 
targeted and effective prevention strategies and treatments and 
even cures. This is known as personalized medicine, and I believe 
it is fundamental to the vision of 21st Century Cures and holds 
great promise. 

This vision, though, will in large part be dependent upon accu- 
rate genetic tests, so it is imperative that these tests are scientif- 
ically credible. Dr. Shuren, can you provide some examples of the 
types of genetic tests that are being developed to help deliver per- 
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sonalized treatment? And describe in greater detail the role that 
these tests play in precision medicine. 

Dr. Shuren. So increasingly, we are seeing genetic tests being 
developed to help identify what the appropriate treatment may be 
for patients who have various conditions, including cancer. And it 
is critically important that those tests work, because if not, people 
are not getting the right treatment or they are not getting treat- 
ment when in fact they should get treatment. 

I will say that as we approach this, though. Government can be 
innovative. Increasingly, we are seeing next-generation sequencing 
tests being used, and last December, we put out a proposal for a 
new approach on next-generation sequencing that, rather than your 
standard model of maybe doing a clinical study is to leverage data 
in existing curated databases, which can allow for the clinical com- 
munity to crowd-source the evidence, and as the science ultimately 
evolves to where it needs to be to be able to make claims about the 
use of that test. That way, the regulatory framework can stay step- 
in-step with the evolution of the science. 

In fact, we just held a two-day public meeting last week on this. 
There is a lot of support for moving forward with this approach. We 
have even relied on those curated databases to approve a test for 
cystic fibrosis. 

So that is where we need to focus our attention, and that is why 
we want the lab community at the table with us. Let’s focus on the 
science. That is what we need to do. We have the regulatory tools. 
It is the science we have got to work together on. And we can do 
it if people are willing to work with us. 

Ms. Castor. Yes. And during our 21st Century Cures hearings 
and briefings, there was a lot of talk about data-sharing. What is 
going on — because we can’t wait for Congress to act, frankly. What 
is going on with FDA and NIH and a lot of those research institu- 
tions across the country in being able to look at that data, share 
it, so we can develop the cures and treatments of the future? 

Dr. Shuren. Yes. So NIH has its own database of genetic 
variants. They do an assessment. We have other databases out 
there. We are now trying to work with these various groups on 
what the appropriate standards should be for the quality check for 
the curation and what should be the standards for clinical validity 
when you are evaluating that science. 

Also, we at the FDA have been developing a platform called pre- 
cision FDA that would allow these test developers to essentially ei- 
ther share their genetic data to compare or providing analytical 
tools so they can test-drive some of these next-generation sequenc- 
ing technologies to see if they are accurately sequencing the ge- 
nome. We think this is a great role, if you will, to provide these 
common goods to all developers. 

Ms. Castor. Great. I do, too. Thank you. And I yield back my 
time. 

Mr. Guthrie. Thank you very much. The gentleman from Illi- 
nois, Mr. Shimkus, is recognized for 5 minutes. 

Mr. Shimkus. Thank you, Mr. Chairman. And welcome. 

Actually, I appreciate the comments from my colleague from 
Florida. That is kind of where I was just heading to a little bit, too, 
with the personalized medicine and the genetic testing and really 
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being accurate on that test so then you can, as we talked about in 
the other piece of legislation, target based upon the genetic code or 
the individual patient. That is very exciting. 

And the other thing I think we have followed through the hear- 
ings and the 21st Century Cures is that then you just don’t go 
down the route of prescribing remedial health action to someone 
without really full information, so the high cost of health care be- 
cause you try this, didn’t work, try this, didn’t work, now you are 
trying this, and you can get more specific information. So it is very 
exciting times. And I think people were going around the same 
issues. 

But I wanted to ask this, and it is probably something I should 
know if I would have more thoroughly read my briefings, but when 
we talk about risk — basic, moderate, or high — so we are really fo- 
cusing on moderate and high risk of the tests. What is the risk 
component? Is the risk component the risk of conducting it, the risk 
of not having accurate information, or the risk to the patient who 
hopes to get good information from a test because of the healthcare 
environment they presently find themselves in? So can you both 
talk on how do we define risk? 

Dr. Shuren. Yes. So the key consideration is the risk to the pa- 
tient if they are getting an inaccurate result, they are getting a 
wrong result, and that is within the context of what would other- 
wise happen to that patient in clinical care. That is the way we 
look at it. 

Mr. Shimkus. So when you use the example of heart, you put 
that in a moderate — when you were giving the examples of — and 
I was kind of surprised. I mean, heart disease or heart issues, I 
think people would find it pretty risky if you have got heart dis- 
ease, a higher risk than just in the moderate category. So there is 
some subjectivity to this or 

Dr. Shuren. Well, so when we look at it, you put it within the 
clinical context. So in the case of heart failure, when you are mak- 
ing, you know, a diagnosis, there are other things that the clinician 
takes into account in making that determination. That is a little 
bit different, though, when I am dealing with something, let’s say, 
like HIV where not only am I dealing with a high-risk condition, 
right, the risk to the patient is huge, secondly, I don’t have another 
great means of truly determining is that HIV. And then there is 
also the risk of if I am wrong about this and that person goes out 
and doesn’t know they have HIV, they may engage in activities 
that they will spread the disease. So we are really looking at it in 
the practical context of what in fact happens to the patient, not 
just simply the condition itself. 

Mr. Shimkus. Right. And I think this is a tough area for conserv- 
ative Republicans who think Government is too big, costs too much, 
but there is obviously a position of we want to make sure that peo- 
ple are advertising and using tests, that they are given some stamp 
of approval, that they meet the requirements and the desires of 
what they are. 

So, Dr. Conway, real quick, you admit that the volume and com- 
plexity of these tests have kind of grown, I don’t know, I would say 
exponentially almost. Would you agree with that? 
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Dr. Conway. Yes. We don’t have exact numbers for some of the 
reasons described, but it seems exponential. 

Mr. Shimkus. But you haven’t asked for new authorities because 
of this growth, have you? 

Dr. Conway. So CMS has not put forward additional requests for 
statutory authority. As I mentioned, we think FDA can play a crit- 
ical role in the premarket review, and we can play a critical role 
laboratory by laboratory, post-market. 

Mr. Shimkus. Yes, in your area do you require an individual re- 
view of the area that you have been involved with? Is there an 
independent review process of decisions that you are making, you 
know, in the CLIA process? 

Dr. Conway. Let me try to answer that. So I think we have a 
central office that has oversight of State surveyors, and therefore, 
oversight of the processes of those State surveyors. We also oversee 
accrediting organizations, of which there are seven. They have to 
meet or exceed CLIA standards, and we review that, including if 
any 

Mr. Shimkus. But you are almost evaluating the organizations. 
The organizations aren’t evaluating the independent decisions? 

Dr. Conway. We have bidirectional communication both with the 
States and their accrediting organizations like in any of our accred- 
iting organizations, including at times in various programs accred- 
iting organizations identify regulations or standards that need up- 
dating. 

Mr. Shimkus. Great. Thank you very much. I yield back my time. 

Mr. Guthrie. I thank the gentleman. The time is expired. 

And I recognize Dr. Schrader from Oregon for 5 minutes for 
questions. 

Mr. Schrader. Thank you, Mr. Chairman. And I would like to 
thank Dr. Shuren and Dr. Conway for being here. Interesting topic. 
I would hope that the chair or vice chair and ranking member 
would hopefully have us have an opportunity to talk to the stake- 
holders, including the physician groups, just to get a balanced per- 
spective here. This is pretty darn important if we are going to go 
down this road, and I think the tender of the questions so far indi- 
cate that. 

And I appreciate the fact both of you testified in total agreement 
in pretty clear terms about how you guys have two different jobs 
in the different agencies. It is tough from a practitioner’s stand- 
point, being part of the medical community, to really understand 
why that has to be. I understand it is right now, but I am not sure 
why it has to be. It seems odd to me that the Center for Medicare 
Services — medical services would not have some sort of health reg- 
ulatory role or clinical analyzation capability. 

And it seems to me both of you are going to have to staff up, 
well, particularly FDA if you take on this new role of premarket 
approval. There is going to be a huge staffing increase. Why would 
that not also be possible for the folks in CLIA or somewhere in 
CMS to do the same thing? I ask both of you that question. 

Dr. Shuren. So we already have existing staff who do exactly 
these kinds of reviews, and we have years of experience on it. We 
have training programs for our people. And in terms of additional 
resources, one of the reasons that we put in place a phased-in ap- 
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proach would be also for tests that are out there, one, not disrupt 
the market; two, that we could try to accommodate what resources 
we have. But in addition, if we need additional resources, we have 
a user-fee program under which we work with the regulated com- 
munity about appropriate funding for services that we then provide 
back like performance and premarket review. And that program, as 
you know, has been in place for a number of years. 

Mr. Schrader. So minimal staffing increase is what you are sug- 
gesting? 

Dr. Shuren. It depends on the ultimate framework that goes into 
place as to what that workload would look like. 

Mr. Schrader. All right. Mr. Conway, if you can. 

Dr. Conway. On the CMS side, as I mentioned in the central of- 
fice we have approximately 25 people in total overseeing CLIA. 
They are trained for their job, which they do well, which is over- 
sight of laboratories, laboratory by laboratory. There are no med- 
ical officers, there are no Ph.D.’s, biostatisticians because we do not 
do premarket review. 

Mr. Schrader. I just get concerned still — sorry — because both 
your testimonies talk about accuracy, both of you. You both talk 
about reliability. And that sounds like overlap to me. So I am just 
concerned that we don’t go down that road. Question on peer-re- 
view. I mean a lot of treatments and diagnoses are peer-reviewed 
in the literature and stuff. Has that occurred at all with laboratory 
tests? Is there any literature reviewing the efficacy of different lab- 
oratory tests? 

Dr. Shuren. In our review of tests we do look at published lit- 
erature, and in some cases we have relied completely on published 
literature for certain tests like hemoglobin Ale for diabetes. 

This issue about accuracy, our look at it, though, for analytical 
validity is complementary but it is different. We truly look at is the 
test itself and what it measures, is it in fact accurate? CMS will 
look at is that test performed properly to get a result. 

Mr. Schrader. That is correct. So I guess my underlying concern 
as a medical professional listening to the testimony is that the con- 
sumer, as well as the physician or veterinarian, is not misled by 
having premarket review. There is going to be some certainty that 
that test is 100 percent appropriate for them in their situation. 

The reason I raised the question about the peer review, I mean, 
generally, the test from my standpoint is a secondary adjunct to 
helping establish the diagnosis. You got a lot on clinical sides, you 
got a lot on knowing your patient, got a lot to, you know, based on 
the environment they are living in. There are false positives all the 
time in every single test, false negatives in virtually every single 
test, whether it is a genetic test or, you know, a simple blood test 
for goodness sakes. I just don’t want the consumer to be misled 
that by having FDA premarket approval, that that test is going to 
be 100 percent. I think that is a mistake. 

At the end of the day I think it is up to the medical community, 
the physician to put that one small piece of the puzzle into the, you 
know, whole diagnostic scheme and come up with whether or not 
that is actually going to be a valid use of their patient. 

I am just very concerned the tone here is that we are going to 
put certainty into the art of medicine when there is not that much 
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certainty, and the patient will be misled and frankly lead to great- 
er lawsuits and customers frankly not understanding what medi- 
cine is really all about. 

Dr. Shuren. And so the accuracy of that test will also depend on 
what the use of the test is for. You know, when you deal with 
riskier conditions or where there are some tests you truly rely on 
the result of that test. Companion diagnostics, for example, it is the 
result of that test that will be telling you should they get Zelboraf, 
you know, for melanoma. And in those cases you want to have a 
higher accuracy. 

You are right, it is not 100 percent, but also what we assure you 
is that that information is made available to the practitioner like 
you, and you know that when you get that number for how accu- 
rate it is, the result, it is correct. It is the 

Mr. Schrader. Well, laboratories have different — laboratory in- 
formation from one lab to the other is going to be different. I can 
send the exact same blood sample in to a different laboratory. I can 
send the genetic code in. You testified a moment ago you are going 
to get different information back. So the idea that it is going to be 
dispositive, I would respectfully disagree. And I yield my time. 

Mr. Guthrie. Thank you. The gentleman’s time is expired. 

I now recognize Dr. Burgess of Texas for 5 minutes. 

Mr. Burgess. Thank you, Mr. Chairman. 

Before I start my time, could I asking for a unanimous consent 
request? 

Mr. Guthrie. The gentleman is recognized. 

Mr. Burgess. Ask unanimous consent to enter the statement of 
the Association for Molecular Pathology into the record. And then 
a further unanimous consent request for a point of personal privi- 
lege, Mr. Chairman. 

For the past 7 years I have been joined at these committee hear- 
ings by Mr. Paluskiewicz, whose last name is so difficult to pro- 
nounce we all know him by J.P. And if I ever seem adequately pre- 
pared for these hearings, it is only because I have had J.P. advising 
me before we come into the hearing room. And so it is with great 
sadness that I announce that J.P. will be leaving my employment, 
but he will be joining the committee staff, so he will be here for 
all to participate and the wondrous things that he has to offer to 
any committee hearing. 

Thank you, Mr. Chairman. Now recognize for questions. 

Dr. Conway, so if Dr. Shuren puts his guidance out in January, 
are you no longer necessary? 

Dr. Conway. No, sir, and let me explain why. I think there will 
still be a role for CLIA to assess, and this is a critically important 
role, that laboratories have the proper equipment, training, proto- 
cols, and quality assurance procedures in place, and that labora- 
tory-by-laboratory certification, which a few people have talked 
about, is a critical role for CLIA. 

Mr. Burgess. But, you know, we have heard several times the 
FDA is under-resourced, so why shouldn’t the resources that are 
going to CMS just simply go to the FDA? 

Dr. Conway. So I will speak for CMS. You know, I think in the 
CLIA oversight framework we are efficiently using both central of- 
fice resources and relying on States, which was a question earlier. 



52 


and their State surveyors, obviously a user-fee funded program 
based on user fees based on moderate, high complexity, et cetera, 
and volume. And then we also importantly have nonprofit accred- 
iting organizations that are not Government organizations, that 
we — seven of them — approve that they meet or exceed GLIA stand- 
ards. We are using people outside of the Federal Government as 
well to perform these important functions. 

Mr. Burgess. Dr. Shuren, this question has been posed to you 
several times in this subcommittee or oversight subcommittees 
about what is the problem that we are trying to solve? And last 
night at 7:00 p.m. you put out a report that detailed 20 times 
where perhaps there were problems with laboratory-developed 
tests, is that correct? 

Dr. Shuren. Yes. 

Mr. Burgess. And I am sure you would make the further state- 
ment that there are more than that, but we have also seen in testi- 
mony that what is the total universe of laboratory-developed tests? 
It is in excess of 11,000, is that correct? 

Dr. Shuren. It is above 11,000. 

Mr. Burgess. So the rate at which you have detected problems 
would be, if my math is correct, .18 percent, which most things in 
medicine are hardly that reliable. Is that an unfair statement? 

Dr. Shuren. Yes. Reporting systems — first of all, there is no re- 
porting system on LDTs. You are not monitoring for problems. And 
so you can’t say what the rate is, quite frankly. 

Mr. Burgess. It took you 3 years to provide us with 20 . When 
I asked you in hearings, when we were doing the FDA reauthoriza- 
tion, what is the problem we are trying to solve? So today, now, I 
have your report, 20 problems that we are trying to solve, and we 
have got a universe in excess of 11,000 tests. 

So let me just ask you this, since you think the risk is there from 
laboratory-developed tests, is there an FDA-approved kit that has 
ever had a failure? 

Dr. Shuren. Yes. And the point is the reason we can identify 
when there are problems and we can deal with it is because we 
have the systems in place and the maker of the test has imple- 
mented systems internally to identify those problems. That is crit- 
ical. And the work that we are doing doesn’t occur right now in 
CMS. It is not duplicative, and they don’t go away. 

Remember, if you make a test, if you are a conventional manu- 
facturer, that lab is going to get your test. They still have to per- 
form that test properly, and that is what CMS is overseeing, are 
the laboratory operations conducted properly. 

Mr. Burgess. My time is limited. So do you envision any lack of 
access to testing because of the changes that you are proposing in 
the guidance or the committee is proposing in their legislation? 

Dr. Shuren. So we have tried to — a proposal was put in place 
so that we would not disrupt the marketplace. Our goal here is to 
try to assure we do have innovation. We think LDTs are important 
in health care. There is innovation, but 

Mr. Burgess. I appreciate the recommendation 

Dr. Shuren [continuing]. There is no value to patients if the 
tests in fact don’t work. And one of the problems is because we 
haven’t regulated, there has been a disincentive for innovation by 
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conventional manufacturers. And we have heard from them, par- 
ticularly the smaller companies are saying they are disadvantaged 
because they make a test and they go through and they have to 
demonstrate their test works. And then you can have a lab make 
the same kind of test go out the door 

Mr. Burgess. I am going to have to interrupt you because my 
time is limited. 

Just as far as the labs themselves, who do you expect to be more 
greatly impacted, large labs and large hospitals or smaller rural 
labs? Is there likely to be a difference in the impact? It is a yes- 
or-no question. 

Dr. Shuren. The answer is you should regardless be developing 
the science that your test is validated, whether we review it or not. 

Mr. Burgess. If you don’t know whether the answer is yes or no, 
why wouldn’t we want to see an economic impact evaluation such 
as normally would be required in rulemaking but is not required 
in guidance? 

I)r. Shuren. Well, just to clarify again, whether we were over- 
seeing them or not, a lab shouldn’t be putting any test on the mar- 
ket that they haven’t gotten the data to validate. What we are say- 
ing is you should have the data and we would look at it before the 
test went on the market to make sure that that test in fact worked. 

Mr. Burgess. And to the question 

Dr. Shuren. The tests that wouldn’t go on the market are the 
ones that in fact don’t work. 

Mr. Burgess. And to the question of an economic impact state- 
ment, as would be required under normal rulemaking processes, 
why shouldn’t the committee or the Congress expect that? 

Dr. Shuren. We are not under rulemaking because we are not 
imposing new requirements. These requirements already exist 
under the law. As a matter of policy, we have not actively enforced 
them. And in places where we put an enforcement discretion policy, 
we have withdrawn it. We have done that through guidance. It has 
been the practice all along. 

I would say in terms of economic analysis, too, we now have seen 
the lab community has come forward to say LDTs need to dem- 
onstrate analytical and clinical validity. Moderate- and high-risk 
LDTs need to be subject to premarket review. So those pieces, even 
the lab community has now said, you know what, that kind of a 
framework needs to be in place. 

Mr. Guthrie. The gentleman’s time is expired. Would you again. 
Dr. Burgess, make — ^you had one unanimous consent request that 
we did not act on, then you went to a point of personal privilege. 
Can you make that once again before we move on? 

Mr. Burgess. Yes. It was to add to the record the statement 
from the Association of Molecular Pathology for the record. 

Mr. Guthrie. Without objection, so ordered. 

[The information appears at the conclusion of the hearing.] 

Mr. Guthrie. Thank you. 

Mr. Burgess. Thank you. 

Mr. Guthrie. The Chair now recognizes Mr. Sarbanes from 
Maryland for 5 minutes for questions. 

Mr. Sarbanes. Thank you, Mr. Chairman. I thank the two wit- 
nesses for being here. 
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This is obviously a very important discussion, and I always try 
to look at these conversations through the eyes of sort of my con- 
stituents, people out there, and I have got to believe that if some 
of them are paying attention to this hearing, they would be 
scratching their head, the typical patient out there, and saying, you 
mean these kinds of protections and reviews and guidance and so 
forth are not already in place? 

And I understand that, you know, you start out in a different 
time period, and you are now trying to sort of update the frame- 
work that exists to protect patients out there, and I think the aver- 
age person would think that this is a very reasonable undertaking 
on your part. So there is going to have to be some heightened de- 
gree of oversight and assurance in this arena. 

You have probably touched on all this before I came, but could 
you just take maybe two or three or four of the main categories of 
kind of constituencies out there and give me a shorthand on their 
perspective? What are physicians saying about this conversation? 
What are patient advocate groups saying? I think I can probably 
guess. You have alluded to the industry, the lab industry itself, but 
can you just — and in particular, I guess the physician perspective 
on it would be helpful to me, but if you can kind of shorthand those 
different lenses on this discussion. 

Dr. Shuren. We have heard mixed perspectives from the physi- 
cian community. So oncologists have come out to say, yes, you need 
oversight, you need FDA oversight. Pathologists have felt that, no, 
we do not. FDA shouldn’t be or should have little role in oversight 
of LDTs. The patient groups have been supportive of FDA. The con- 
sumer groups, payers have been — the medical device industry has 
been, the laboratory community has been split. Some of the labs 
have been working and promoting a proposal with FDA oversight, 
and the others have been proposing a system under GLIA. 

Mr. Sarbanes. The payers, that is interesting. Can you expand 
a little bit on that? Is that because they are seeing a lot of costs 
associated with faulty test results in the use of those? 

Dr. Conway. Maybe I will start since I am a large payer. It is 
a challenge in the payer aspect, so including in Medicare and simi- 
lar and private payers. If the tests haven’t gone through that FDA 
review, then we have a system of local contract medical directors 
in our national office also, you know, small numbers of people try- 
ing to review thousands of tests that either are identified to us or 
we identify that we need to assess reasonable and necessary for 
coverage. If there were an FDA review, you could potentially take 
a whole set of those that have been through FDA review and have 
those be covered and focus on the ones that are leftover. So this 
is an issue there. 

If you don’t mind, on the practicing physician point, I am a prac- 
ticing physician. I train residents and medical students on week- 
ends as well. You know, you want an assurance as a physician that 
the test is clinically valid and that the report that says the patient 
has cancer or genetic disease X is correct. And the patient wants 
that assurance as well. 

Mr. Sarbanes. Right. 

Mr. Guthrie. Thank you. And the gentleman yields back his 
time. 
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Mr. Lance of New Jersey is recognized for 5 minutes for ques- 
tions. 

Mr. Lance. Thank you very much, Mr. Chairman. Good morning 
to you, gentlemen. 

Dr. Conway, it is my understanding that it is the Division of 
Laboratory Services within the Survey and Certification Group 
within the Center for Clinical Standards and Quality at CMS that 
has responsibility for administering the program. How many staff 
within the division are responsible for inspecting labs and review- 
ing the tests they performed? 

Dr. Conway. We have approximately 25 central office staff, and 
then we have approximately 110 surveyors across the Nation and 
all the States, so a small number per State. 

Mr. Lance. We have heard that there are tens of thousands of 
LDTs out there. Do you believe that the division is capable of re- 
viewing all of these LDTs in a timely fashion for clinical validity? 

Dr. Conway. No, they are not, either in a timely fashion or with 
the current training of the staff that we have. 

Mr. Lance. And therefore, do you believe that new innovation 
would be effective, I presume, negatively because of the potential 
backlog? 

Dr. Conway. Yes, I would be very concerned about a potential 
backlog and the impact on innovation. 

Mr. Lance. Dr. Shuren, how would the FDA handle the workload 
and how would these submissions be based in line, on what priority 
if this were to be handled by the FDA? 

Dr. Shuren. To handle workload, it is one of the reasons we 
have put in a phased-in approach over a number of years, and re- 
view would occur — be prioritized based upon risk. What we pro- 
posed is we would start reviewing higher-risk devices before we 
would look at — high risk before moving to moderate risk. 

Mr. Lance. And to the best of your ability, how long do you be- 
lieve it would take to review an LDT, your best estimate. Doctor? 

Dr. Shuren. So for the moderate risk LDTs now, the review 
times are — total times are a little over 100 days, thereabouts. 

Mr. Lance. Thank you. Thank you, Mr. Chairman. I yield back 
the balance of my time. 

Mr. Burgess. Would the gentleman yield to me? 

Mr. Lance. I yield to Dr. Burgess. 

Mr. Burgess. Thank you. 

Mr. Guthrie. Dr. Burgess is recognized. 

Mr. Burgess. On that point, could you state that figure again, 
the moderate-risk LDTs, 100 days? Is that right? 

Dr. Shuren. No, a little over 100 days. 

Mr. Burgess. So there are 11,000 and some laboratory-developed 
tests. You said earlier that 50 percent are low risk, so presumably, 
that leaves 50 percent that are in the moderate- or high-risk cat- 
egory, is that correct? 

Dr. Shuren. Yes, that is correct. 

Mr. Burgess. So extrapolating out the number of days, assuming 
none of them are high risk, they are all low risk, and that is over 
100 days of evaluation at the FDA, I mean that is a phenomenal 
amount of work that is ahead of you, is it not? 
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Dr. Shuren. That is one of the reasons why we have looked at 
phased-in approach. We have gotten feedback, too, if we should 
consider any changes and take a different approach for some of the 
tests that are currently on the market, which we are doing. And 
we are also having those discussions about funding needs as part 
of user fee discussions, which are going on right now. They get au- 
thorized every 5 years. And that has been the natural course of 
business. 

We have those discussions with regulated industry — the labora- 
tory community is that the table — to then talk about if people want 
to see a certain performance, what does that look like. We know 
in some of the proposals people have said for moderate-risk tests 
could that review time be 75 days? We can have a discussion about 
what it would take for review in 75 days. 

Mr. Burgess. I will say some of the performance metrics that 
were introduced after the last FDA reauthorization in 2012, I don’t 
know that we ever got satisfactory answers back to this sub- 
committee or the Subcommittee on Oversight as to how the per- 
formance was on that, but there is a general unease that the FDA 
is able to perform its function in a timely fashion. During the time 
that we were doing the hearings for the FDA reauthorization, there 
was hardly a week that went by that there was not someone in my 
office with a tale of woe about a drug or device that just seemed 
to take forever in development and that the FDA would sometimes 
change the rules as that drug or device went through the develop- 
ment process. What assurance can we give to the laboratory-devel- 
oped test community that they won’t encounter similar problems 
with your agency going forward? 

Dr. Shuren. Well, our review times have been actually improv- 
ing under MDUFA III. We are meeting our performance goals, as 
we committed to do. So we are seeing things move in the right di- 
rection. And I don’t know what is happening to people coming into 
your office now. I have heard from other Members that they don’t 
have the parade of people that were coming in several years ago. 

And you know when I took over the program several years ago, 
I was very upfront with this committee and others that there were 
challenges in the medical device program. We had seen roughly a 
decade of worsening performance, and we committed to turn that 
around. We committed to make changes regardless of what hap- 
pened with MDUFA, and then MDUFA came along to give us addi- 
tional resources. And we have continued to see improved perform- 
ance, and we are going to continue to work on it, as we have been 
doing all along. 

Mr. Guthrie. Thank you. 

Mr. Burgess. I don’t know that I share your enthusiasm. Thank 
you, Mr. Chairman. 

Mr. Guthrie. Thank you. The gentleman from New Jersey’s time 
has expired, and recognizing Mr. Cardenas from California for 5 
minutes for questions. 

Mr. Cardenas. Thank you very much, Mr. Chairman. 

My first question is to FDA and CMS. Today in your budgeting, 
are you being asked to do more with less? 

Dr. Shuren. Yes. 
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Mr. Cardenas. I am not talking about prospectively. I am talk- 
ing about in the cycle that you are currently in. 

Dr. Shuren. Yes, and that has been even the cycles before then. 
We are always asked to do more with less. 

Mr. Cardenas. OK. 

Dr. Conway. Yes. So it is also true for CMS, long history of doing 
more for less. Thank you for the more with less. Thank you for the 
question. I mean, I have managed in the delivery system. I have 
managed in CMS. I have never managed somewhere as hard as 
this. It is ridiculously harder than running a delivery system. And 
the reason is the amount of resources for the job. We are deploying 
lien and other operational techniques to increase our efficiency, 
learning from manufacturing and health systems, and that is work- 
ing, but this is a major issue. 

Mr. Cardenas. OK. Thank you for clarifying that. I don’t think 
the public understands how taxing it is for our agencies to continue 
to do more and more and more and try to protect the public and 
allow the American public to know or feel as though there are pro- 
tections and the agencies are trying their best to look out for mak- 
ing sure that when they are engaged in something that is a — 
whether it is FDA-approved or it has gone through review of CMS, 
et cetera, that they can feel safe. 

So thank you for continuing to wade through the struggle of 
doing more with less and doing your best to keep up with that. I 
hope that we as the holders of the purse. Congress, will recognize 
that and realize that we are impeding on the safety of our Amer- 
ican citizens when we just say no to a reasonable request of re- 
sources and we just say do with what you have and do a better job 
and just make it happen, easier said than done. 

And thank you for clarifying that in the environment that you 
have been and that this is probably the — I interpret that what you 
said is this is the most difficult environment for you to do justice 
to your efforts than any other environment you have been in. 

Dr. Conway. Yes. And I 

Mr. Cardenas. And understand you are not coming across to me 
as complaining. 

Dr. Conway. No. 

Mr. Cardenas. I think it is important that you just be honest 
with us the way you have been. Thank you. 

Dr. Conway. Yes. No, do you mind if I 

Mr. Cardenas. No, go ahead, please. 

Dr. Conway. This is the best job I have ever had and the most 
impactful, which is why I have stayed, but the challenge of man- 
aging in the CMS environment with the resources we have for the 
duty we have for the American people is by far the hardest job I 
have ever had. And I have led in the private sector, large ^oups, 
large budgets. It is nowhere close. This is the most challenging job 
I have ever had in my life. 

Mr. Cardenas. And again, I thank you for welcoming the chal- 
lenge. It is too bad that we don’t lessen that challenge by giving 
you the resources for you to be more effective without worrying 
about not being effective in your responsibilities. 

My family just got the news recently that my wife and I are 
going to be grandparents for the first time. And just the other day. 
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we were invited to my daughter and my son-in-law’s house, and 
they revealed to us it is going to be a boy. And the reason why they 
found is because my daughter underwent a test that went to a lab- 
oratory and the results came back. And one of the things that they 
could tell her — it wasn’t the purpose of the test, but one of the 
things they could tell her is the gender of the fetus. And so it was 
a wonderful moment. 

However, what if the purpose of that test had been inadvertent, 
the results had been inadvertent? I think that is really what the 
focus of today is about. It is about safety of the public. It is about 
accuracy of what is going on out there. It is about whether or not 
they are being effective. And unfortunately, for those people who 
want less Government or no Government, there needs to be over- 
sight from somewhere. I personally prefer that Government be in- 
volved in that oversight instead of just turning it completely over 
to private industries, which happens in some cases. 

But my question to you is, going forward, how do we as a country 
make sure that between CMS, between FDA, what your role can 
be in making sure that these critical tests, these laboratories are 
being accurate with the information to the patient, to the actual 
end-user? 

Dr. Shuren. Well, we have established a task force between FDA 
and CMS — NIH and GDC are also participating — to assure that we 
are not duplicating efforts. In fact, we have had conversations with 
certified laboratories, accrediting lab organizations under GLIA, 
two State licensure programs, and confirmed we are not dupli- 
cating efforts, but we do want to make sure we have good coordina- 
tion moving forward. And we provide the education and informa- 
tion out for laboratories as well as we progress, so that work is 
happening in the task force right now. 

Dr. Conway. I agree. 

Mr. Cardenas. Thank you. 

Mr. Guthrie. They gentleman’s time expired. And myself, and I 
think speaking for the entire subcommittee, we congratulate you on 
the good news and to your family, the next generation of your fam- 
ily, appreciate that very much. 

The Chair now recognizes Dr. Bucshon from Indiana for 5 min- 
utes for questions. 

Mr. Bucshon. Thank you, Mr. Chairman. 

Now, I have heard complaints that the FDA oversight of LDTs 
would interfere with the practice of medicine. I am a physician, 
cardiovascular surgeon, so I would like you both to comment as 
regulators but also as physicians on your view on that. 

Dr. Shuren. So we do not — and as a physician, we do not regu- 
late the practice of medicine. Congress actually put in a statutory 
provision prohibiting us from regulating the practice of medicine in 
the medical device program. It is a unique provision that pertains 
to us. What we are regulating, talking about regulating, are the 
tests, the things that we regulate already today, reagents, the in- 
struments, the protocol, instructions are used that go forward with 
it. 

In fact, a group of laboratories who were working with the device 
industry, the conventional IVD makers, when they sat down and 
went through it, they began to realize, too, you know what, there 
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are parts here that is just like what happens in FDA: development, 
design, validation of tests. Then there are all these other activities 
that occur that are lab operations or the practice of medicine. They 
are not under our preview and we have never proposed to ever reg- 
ulate those. 

Dr. Conway. And likewise, CLIA does not regulate the practice 
of medicine. It does regulate laboratories in terms of equipment, 
personnel, protocols, et cetera, which its focus is post-market lab- 
oratory by laboratory. 

Mr. Bucshon. ok. Great. And currently, CMS regulates how 
physicians operates a lab, as you described, and performs tests 
within it, but I really haven’t heard any complaints about inter- 
fering with the practice of medicine myself from people that I 
know. Why is it that physicians feel differently maybe about the 
FDA oversight of these particular tests, and how can we address 
those concerns? Does that make sense? 

Dr. Shuren. It does. I think what we are dealing with are people 
who haven’t dealt with us necessarily beforehand, and so it is new 
and they are assuming things that we don’t believe to be the case. 
I hearken back to Dr. Burgess, who I respect very much, when he 
said when CLIA came in the door you were not a fan, but you 
began to realize the value of it. I would say the same thing here. 
As the lab community works with us — well, maybe you will allow 
it. 

Well, hopefully, we will see much the same here with the lab 
community in working with us. And it is our hope they will work 
with us to make sure that when we are doing things, it also best 
fits for their operations. Again, we both are committed and care 
about that those tests work. 

Mr. Bucshon. Yes. I mean I will just make a comment and I 
will — I mean, as a physician, obviously I want accuracy and patient 
safety to be at the top of the list, right? And again, I think Mr. 
Shimkus said I am not one that is generally for Government regu- 
lation, but I think in this area that, you know, this is a good dis- 
cussion to be having on behalf of patients, and that I think the de- 
tails and how things end up at the end are what are important. So 
I commend your hard work on trying to find the sweet spot as you 
go about your job. 

Thank you. I yield back. 

Mr. Burgess [presiding]. The Chair thanks the gentleman. The 
gentleman yields back. 

The Chair recognizes the gentleman from Florida, Mr. Bilirakis, 
5 minutes for questions, please. 

Mr. Bilirakis. Thank you, Mr. Chairman. I appreciate it. And 
this question is for the panel. 

As we go forward with any new regulation — regulatory scheme — 
we need to balance the needs between consistency, accuracy, and 
innovation. In disease areas such as cancer, genetic testing is 
evolving rapidly, and I am sure you agree with that. Many major 
institutions today have developed their own gene panels that help 
diagnose or identify potential treatments for cancer patients. 

For example, in Tampa we have the Moffitt Cancer Center, the 
only NCI-designated Comprehensive Cancer Center in Florida. 
They have developed a TruSight Tumor Gene Set, which is used to 
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identify lung and colon cancers that will benefit from targeted 
therapies. An advantage of the lab-developed tests is the ability to 
rapidly innovate current tests rather than the slower and expen- 
sive process of resubmitting to FDA for any changes. Centers such 
as Moffitt have the ability to innovate and rapidly improve their 
lab tests as fast as science evolves. 

Question: How can we resolve issues regarding consistency and 
accuracy and not stifle innovation in these labs and important 
healthcare institutions? 

Dr. Shuren. So one issue for consistency, certainly we don’t — we 
were recommending not to have two duplicative systems out there, 
one under FDA, one under CMS, or we will have inconsistency. But 
then we have found that to assure consistency, we work with the 
community on trying to develop standards or in guidance so that, 
as we learn and the science evolves, we can have more of a com- 
mon playing field of what performance should look like for certain 
kinds of tests. And that can help ensure consistency in terms of ap- 
proach. 

Mr. Bilirakis. Thank you. Anyone else? 

Dr. Conway. I agree with Dr. Shuren, and I think, you know, 
from the CMS perspective, we think our strength is in that post- 
market review laboratory by laboratory on the qualifications, 
equipment, and personnel. 

Mr. Bilirakis. Thank you. Anyone else want to jump in? OK. Dr. 
Conway, since both the volume and complexity of lab-developed 
tests on the market today have drastically increased in recent 
years, why hasn’t CMS asked for these new authorities? 

Dr. Conway. So in terms of authorities we think FDA has a crit- 
ical role in premarket review of clinical validity. We think CMS’s 
role through CLIA really is and should be focused on laboratory- 
by-laboratory assessment, survey and certification and oversight of 
accrediting organizations, ensuring that the protocols, the equip- 
ment, and the standards are in place in individual laboratories in 
a post-market manner. 

Mr. Bilirakis. Dr. Conway, does CMS require definitive review 
of the clinical claims being made about the tests? 

Dr. Conway. And Dr. Shuren can certainly comment for FDA. 
On the CMS perspective, we do basic assessment of analytical va- 
lidity so the analyte is the actual analyte in the test. We do not 
do assessments of clinical validity, meaning the test actually identi- 
fies the condition, the absence or presence of the condition it is sup- 
posed to identify. 

In our coverage process, we have occasionally looked at labora- 
tory development tests for reasonable and necessary standard. 
There, we will look at the effect of the test on patients, but that 
is a very small number of LDTs we have looked at through that 
process. 

Mr. Bilirakis. Well, thank you very much, and I yield back, Mr. 
Chairman. 

Mr. Burgess. The Chair thanks the gentleman. The gentleman 
yields back. 

The Chair recognizes the gentleman from New York, Mr. Collins, 
5 minutes for your questions, please. 

Mr. Collins. Thank you, Mr. Chairman. 
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Before I start my questions, I would ask unanimous consent to 
enter into the record a letter from Roswell Park Cancer Institute. 

Mr. Burgess. Without objection. 

[The information appears at the conclusion of the hearing.] 

Mr. Collins. Thank you very much. 

In that letter they do mention the same we have talked about be- 
fore, the Association of Molecular Pathology, or AMP, and their 
proposal, and I would certainly encourage the FDA, as we are in 
the discussion stage, to again take a look at this. 

So I guess one thing I am still trying to get clear on, you know, 
currently, a commercial test, something sold on the market which 
does have to go through FDA approval, premarket approval, and I 
assuming that is currently a 510(k)? 

Dr. Shuren. For premarket, most of them are 510(k). A very tiny 
number are PMA. 

Mr. Collins. So as a 510(k) currently, it is a medical device sub- 
ject to the medical device tax, correct? 

Dr. Shuren. Yes. 

Mr. Collins. So if I understand what your guidance is now, you 
are going to move on IVDs out of that world, the medical device 
world, and have a different classification of class 1, 2, or 3, or low, 
moderate, whatever. Just a question, does that mean on the good 
news side that IVDs will no longer be subject to the medical device 
tax since they are not going to be getting 510(k)s? 

Dr. Shuren. So the trigger for the device tax is registering at the 
listing with the FDA. What we have proposed for LDTs is that — 
and we use that to know what test is being made, who is making 
it, and that is a requirement by law. But we have worked through 
that instead they can give us a notification and not list with us, 
and particularly — and that is for starters. And for the tests that 
don’t ultimately come in for premarket review, they also wouldn’t 
end up registering and listing with us. And that would not trigger 
the device tax. 

Mr. Collins. So current tests would be still covered by the med- 
ical device tax even though there is not a 510(k) because they 
would be listed with the FDA? 

Dr. Shuren. They are registered and listed with that, and those 
are 

Mr. Collins. OK. That clarification is important because I have 
heard that kind of going all over the board. 

Now, another, you know, concern has been, you know, accuracy 
of testing, and I think it is also important to make clear laboratory- 
developed tests are not sold to other facilities. They are used inside 
a facility such as Roswell Park, which is looking at very specific 
treatments for specific cancers and what we call personalized medi- 
cine. They are not then selling those tests to other folks or making 
claims, which is different than a commercialized test, which cur- 
rently goes through FDA approvals. 

But, you know. Dr. Conway, it is my understanding that over 97 
percent of the CLIA laboratory test facilities have subjected them- 
selves to outside third-party proficiency testing of their tests. Isn’t 
that correct? 

Dr. Conway. So proficiency testing occurs in just 13 specialty 
areas, occurs approximately three times per year. It has improved 
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the accuracy over time. It will not assess for clinical validity of the 
test, so the premarket clinical validity, which Dr. Shuren spoke to, 
the proficiency testing does not analyze clinical validity. 

Mr. Collins. Well, it certainly analyzes whether you are prop- 
erly getting — you know, you are identifying the antigen you are 
supposed to identify. 

Dr. Conway. So it will identify — if that laboratory-developed test 
was within those 13 categories, which they are not all within those 
13 areas, but for an LDT that was in one of those 13 areas — and 
Dr. Shuren may say more — it will detect that the analyte is the 
analyte, but that is not an assessment of the clinical usefulness or 
validity of the test. 

Dr. Shuren. And it goes to again, if you will, the accuracy of the 
performance of the test as opposed to the accuracy of the test itself, 
which is a different look, and that is what we look at for the test. 

Mr. Collins. Yes. I guess I would just say it is my belief anyway 
that the laboratory-developed tests, certainly in institutions like 
Roswell Park, are being done to get better treatment, quicker treat- 
ment to the patients. And a big concern all of us have, if this goes 
through, that a test might be used tomorrow to help a patient with 
cancer now is delayed 6 months as it goes through some kind of 
premarket review at FDA, which is a life-and-death situation for 
many of these cancers. 

And I think it goes back to — I think I go on to the same band- 
wagon as Mr. Barton and Dr. Burgess. This has not been a problem 
that I would identify, and putting any type of delay into this 
sphere of personalized medicine and treatment especially in the 
cancer and oncology world runs the risk frankly of causing people 
to die that don’t need to die, treatments that could be given that 
would be delayed. And in the cancer world, delay is not a good 
thing. 

So personally, I would throw myself into the category I believe 
it is working now. We do have outside proficiency testing, third- 
party testing. And we have to remember these are laboratory-devel- 
oped tests that are not being sold in the marketplace to other facili- 
ties, which is very different than what you are doing now. 

My time has expired, but if the Chair would like to hear a re- 
sponse, I would certainly yield a couple seconds. 

Mr. Burgess. Sure. He is recognized for a response. 

Dr. Shuren. I truly appreciate those comments because we do 
not want to stifle innovation in this place. We want to have pa- 
tients get timely access to tests. And that is why even under an 
FDA mechanism if the test is being reviewed, it is being developed, 
it can still be made available to patients on an investigational basis 
or for compassionate use. But there at least you are telling the doc- 
tor and you are telling the patient we haven’t validated this test 
yet. It is investigational. This may be 

Mr. Collins. You know what, I appreciate that because my 
worry was they would develop a test, they couldn’t use it until they 
had approval, but if on an investigative basis they know that — they 
think they have a good test they can use it, then you have actually 
helped me in a couple of ways there. Thank you for that response. 

I yield back. 
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Mr. Burgess. The Chair thanks the gentleman. The gentleman 
yields back. 

The Chair recognizes the gentleman from Pennsylvania, Mr. 
Murphy, 5 questions for questions, please. 

Mr. Murphy. Thank you. Doctor, Doctor, it good to have you 
here, appreciate this. 

I want to pivot a little bit here to talk about piecing together 
post-market and premarket analysis to look at this, and in par- 
ticular, a couple of devices used in women’s health care, one is 
called a morcellator. Are you familiar with the morcellator, a device 
that is supposed to shred tumors, et cetera, but has been associated 
with complications in women in terms of actually spreading cancer 
for them? 

Now, it has been on the market for 20-plus years, and the FDA 
admitted for the first time it became aware of the safety issue with 
power morcellators was after December of 2013, correspondence 
from a physician citing the case of a family member. This is some- 
one who had just recently had another surgery to remove another 
recurrence of cancer that was spread it by the morcellator. 

The manufacturer was apparently aware of the dangers of this 
device as early as 2006 based upon a report from Dr. Lamparter, 
a pathologist from central Pennsylvania, who cited about 1 out of 
300 samples of morcellated tissue from his hospital had evidence 
of a hidden cancer, which is morcellated. 

So my question is did the FDA have any evidence of these dan- 
gers in 2006 or prior to that? Are you aware of this problem? 

Dr. Shuren. So in the past the thought was what risks of cancer 
there may be for a fibroma — for a fibroid actually to have cancer 
in there — were significantly less. And one of the things when we 
looked into it more recently we came to a different conclusion, that 
the likelihood of cancer is higher. There is still disagreement in the 
community because, as you know, the healthcare professional soci- 
eties disagree. They think we have overestimated the risk of can- 
cer. 

We said we have a different perspective, and that is why we 
went out and we put contraindications and warnings on the use of 
that device, that it should only be used in a more limited set or 
offered as an option in a limited set of women and think about pri- 
marily women who, in the absence of using the device, would no 
longer be able to bear children but they want to bear children. And 
we felt those cases the risk of the cancer is very low. They should 
have the opportunity to weigh in, but we scaled back dramatically 
how that should 

Mr. Murphy. So this is a case where the science available, the 
premarket analysis has changed, and what is being used in the 
data, you have a mechanism to go forward on this and make some 
changes. Let me ask another question. 

Brigham and Women’s Hospital was aware of the dangers in 
2012. A patient by the name of Mrs. Erica Katz was seriously in- 
jured in 2012 by the device and then died in 2013 according to re- 
ports. I wondered, do you know if that hospital reported that to the 
FDA? Would you know? 

Dr. Shuren. I am not aware that 
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Mr. Murphy. Is there a mechanism where the hospital is sup- 
posed to report that or the manufacturer is supposed to report that 
so you can do the analysis? 

Dr. Shuren. So user facilities have certain requirements for re- 
porting. So do manufacturers if they become aware of certain 
events. And what I can tell you is we have been looking into those 
concerns that have been raised regarding reporting. 

Mr. Murphy. OK. In response to congressional inquiries about 
this, the FDA admitted that the l-out-of-350 risk does not address 
other types of malignancies, which you would add to that risk, you 
said. They went on to say the FDA also identified studies showing 
that morcellated patients had worse outcomes than patients who 
had not undergone morcellation. 

So this is more than just the issue with just a fibroid or if it is 
cancerous. It is also a question of outcomes. Is this something that 
the FDA is reviewing also with regard to their stamp of approval 
on these things in terms of the outcome measures? 

Dr. Shuren. So in terms of the tests we have looked at, we think 
where we have constrained it right now is — for use is where the 
benefits outweigh the risks, but we are continuing to look at new 
data as it arises, and if so, we will act accordingly. 

Mr. Murphy. Thank you. There is another issue in women’s 
health that was brought to my attention. It is a product called 
Essure. It is a permanent birth control device that went through 
FDA’s rigorous premarket approval process. Yet despite getting the 
agency’s approval, it has been linked to at least four deaths and 
deaths of five unborn children. Apparently, a total of 24,000 women 
have come forward claiming that they have been harmed by this 
device. And so the question is how it remains on the market with 
a potential for problems. And because this has the FDA stamp of 
approval, these women feel at this point they cannot take their 
cases forward, and they feel they don’t have any recourse. Is the 
FDA also reviewing this issue as well as far as you know? 

Dr. Shuren. We are. In fact, we held an advisory committee 
meeting a few weeks ago at our behest to give an opportunity to 
put what new evidence is on the table to assure that people who 
wanted to raise concerns about it had an opportunity to provide 
those concerns. And we are now currently reviewing the feedback 
we received from the advisory committee, as well as what we have 
heard from other people, as well as the state of the evidence, and 
we will come out with our conclusions on that to the public. 

Mr. Murphy. Thank you. And as this goes through, since this 
hearing has been a lot about premarket analysis, what this comes 
down to is I just want to make sure that we are aware of what 
mechanism you have, because I understand the science of 1996 is 
different from the science of 2015 and our knowledge base, but to 
have an ongoing mechanism for review and changes, devices and 
getting information there and looking at those things, I mean, I am 
glad you had some hearings on this, but I would certainly like to 
know that that is part of the system. 

I am out of time, but I look forward to hearing your comments 
on that in the future. Thank you. 

Mr. Burgess. The gentleman yields back. The Chair thanks the 
gentleman. 
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The Chair recognizes the gentleman from Texas for a unanimous 
consent request. 

Mr. Green. Mr. Chairman, I ask unanimous consent to place in 
the record “Public Health Evidence for FDA Oversight of Labora- 
tory Developed Tests: 20 Case Studies.” I ask unanimous consent 
to place that in the record. 

Mr. Burgess. Without objection, so ordered. ^ 

Mr. Burgess. And I recognize myself for an additional unani- 
mous consent request to add the statement of the American Asso- 
ciation of Clinical Chemistry to the record. Without objection, so or- 
dered. 

[The information appears at the conclusion of the hearing.] 

Mr. Burgess. Seeing no further Members wishing to be recog- 
nized for questions, I do want to remind Members they have 10 
business days to submit questions for the record, and I ask the wit- 
nesses to respond to those questions promptly. Members should 
submit their questions by the close of business on December 2 . 

With that, the subcommittee stands in adjournment. 

Dr. Shuren. Thank you. 

[Whereupon, at 12:07 p.m., the subcommittee was adjourned.] 

[Material submitted for inclusion in the record follows:] 

Prepared statement of Hon. Fred Upton 

The 21st Century Cures Act passed this committee 51-0 and was through the 
House in July with 344 votes. It was the product of over a year’s worth of ideas 
Members received at hearings, roundtables in DC and across the country. Provisions 
were proposed and fleshed out with the help of a wide variety of stakeholders, in 
and out of Government, of all political stripes. It goes without saying that for any 
piece of comprehensive legislation to garner these vote totals, compromise is critical 
and the perfect can’t become the enemy of the good. It also goes without saying that 
some important pieces of the puzzle didn’t get included because the timing just 
wasn’t right. Modernizing our regulatory framework for the review and oversight of 
diagnostics is one of those pieces. 

As I said at our first forum on this topic in July 2014, these increasingly impor- 
tant and complex tests are providing researchers and clinicians with valuable tools 
to match the right patients with the right treatments. We must ensure that our 
laws and regulations keep pace so that innovation in this space continues and pa- 
tients benefit from accurate and reliable tests. 

I saw Cures as a unique opportunity to elicit feedback on what such a framework 
should look like and what role Congress could play in developing it. We issued a 
white paper asking targeted questions and were overwhelmed with the scope and 
thoroughness of the responses we received. We realized early on that the traditional 
medical device framework was not ideally suited for these unique tests, which pro- 
vide clinicians with critical information but do not actually provide therapy to a pa- 
tient. 

It was also apparent that there was quite a difference of opinion about what the 
roles and responsibilities of FDA and CMS should be. Developing legislative lan- 
guage with broad support on an abbreviated timeframe was not achievable. I told 
my staff to table these discussions until we got Cures through the House but to urge 
stakeholders to use the time to forge ahead and find as much common ground as 
possible. 

I was very encouraged to hear that a diverse group of stakeholders with different 
points of view came together and, in the spirit of finding consensus, developed a 
draft framework that answered a lot of our questions in a responsible, balanced 
manner. Of course there is room for improvement, but folks need to be realistic in 
their approach and pragmatic with their suggestions if the ultimate goal is a bill 
signed into law any time soon. We must get this right and we need everyone’s help 
in order to do so. 


iThe information has been retained in committee files and also is available at http: I ! 
docs.house.gov I meetings I IF I IF14 1 20151117 1 104127 1 HMTG-114-IF14-20151117-SD009. 
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Prepared statement of Hon. Renee L. Ellmers 

Earlier this year, Democrats and Republicans on the House Energy and Com- 
merce Committee worked together to develop the 21st Century Cures legislation. I 
was proud to work with my colleagues on that landmark initiative in order to re- 
duce regulation, inspire innovation, improve outcomes for patients and move our 
country towards precision medicine. Further, that legislation helped highlight the 
increased importance of diagnostics in modern health care. 

Today, diagnostics play a critical role in the rapid detection and diagnosis of dis- 
eases. Diagnostics help identify targeted, effective and often less invasive treat- 
ments-ultimately leading to reduced costs to both patients and the Government. 

The Committee’s current discussion draft legislation follows the work of 21st Cen- 
tury Cures and focuses on the future of diagnostics. It would advance innovation, 
protect patients, provide a predictable and timely path to market and avoid duplica- 
tive regulation. It does this by tailoring an appropriate role for the FDA (outside 
of the medical device framework) to oversee diagnostic test development activities, 
while modernizing CLIA oversight of separate and distinct laboratory operation ac- 
tivities. 

Without this legislation, I am concerned that the FDA would finalize guidance to 
regulate laboratory developed tests as medical devices, which could impact many 
stakeholders. This guidance may lead to costly litigation and uncertainty or could 
hamper innovation and patient access to critical diagnostic tests. 

Also, I am deeply concerned that this guidance would result in the medical device 
tax being imposed on laboratories. Dr. Shuren confirmed during the hearing in Sep- 
tember 2014, that under the FDA’s guidance, labs would ultimately be directly sub- 
ject to this medical device teix. Labs already pay the tax indirectly when they pur- 
chase test kits from manufacturers, so under the guidance they would unfairly pay 
the same tax twice. 

I have many stakeholders in my district, so this discussion draft legislation rep- 
resents a good compromise between the CLIA-centric approach and the medical de- 
vice framework laid out in the FDA guidance. In addition, my district is home to 
many veterans and military families who rely on TRICARE for their health care, 
so ensuring market stability and access to these crucial tests directly affects my con- 
stituents. 

I am thankful for stakeholder engagement in finding a legislative solution that 
provides a feasible alternative to FDA’s draft guidance. I stand prepared to work 
with the chairman and ranking member in order to accomplish this goal. 
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November 16, 2015 

The Honorable Lamar Alexander 
Chairman, Senate Committee on 
Health, Education, Labor and Pensions 
428 Senate Dirksen Office Building 
Washington, DC 20510 

The Honorable Patty Murray 
Ranking Member, Senate Committee on 
Health, Education, Labor and Pensions 
428 Senate Dirksen Office Building 
Washington, DC 20510 


The Honorable Fred Upton 
Chairman, House Committee on 
Energy and Commerce 
2125 Rayburn House Office Building 
Washington, DC 20515 

The Honorable Frank Pallone 
Ranking Member, House Committee on 
Energy and Commerce 
2125 Rayburn House Office Building 
Washington, DC 20515 


Dear Senators Alexander and Murray, and Representatives Upton and Pallone: 


On behalf of the undersigned organizations and laboratory directors, we are writing to urge 
Congress to enact legislation to modernize the laws that enable oversight of clinical laboratory 
diagnostics, including laboratory developed test (LDTs) services and in vitro diagnostic (IVD) test 
kits. Both the Senate Committee on Health, Education, Labor and Pension (HELP) and the 
House Committee on Energy and Commerce (E&C) have demonstrated dedicated leadership on 
the critical issue of clinical laboratory diagnostics through extensive stakeholder engagement. 
We believe your leadership has created the opportunity to enact legislation to ensure our 
nation's patients continue to have robust access to innovative and high quality clinical 
laboratory diagnostics. 

As you are aware, clinical laboratory diagnostics are a vital component of health care impacting 
the overwhelming majority of patients across the country. Every day, laboratory physicians and 
practitioners employ innovative diagnostic technologies, methods, and knowledge to deliver 
critical and life-saving clinical information to assist physicians and patients in diagnosing, 
assessing, preventing and treating diseases and conditions. The unlocking of the human 
genome has allowed diagnostic innovation to boom over the past two decades leading to 
precision medicine tests with higher accuracy, precision, and predictive ability. 

These more specific and personalized diagnostics allow for earlier and in many cases preventive 
clinical interventions which ultimately reduce the cost of care, increase the patient's quality of 
care, and can save lives. Whether in the context of 21*' Century Cures, Innovation for Healthier 
Americans, or the President's own Precision Medicine Initiative, the furtherance of innovation 
in clinical laboratory diagnostics is vital to our shared goals of bending the cost curve in health 
care and a healthier America. 


These goals, however, are in danger as innovation is far outpacing federal regulations based on 
statutes that in the case of FDA are nearly four decades old, and in the case of CLIA are almost 
three decades old. These statutes were enacted at a time when the rapid advances in 
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personalized medicine, and critical importance of advanced diagnostic tests could not have 
been foreseen. The 2014 FDA draft guidance documents proposing to regulate LDTs as medical 
devices show the problematic limits of current oversight. The guidance proposals threaten 
both current access to, and the future development of, tests that impact the care of all 
Americans. We believe that allowing FDA to move forward with finalizing the draft guidance 
documents is the wrong approach and legislation is needed in lieu of the FDA guidance. 

The ensuing conflict between innovation and access on one side and the need for oversight on 
the other has led to numerous proposals for reform over the past year. The proposals vary in 
approach and breadth, but collectively they prove that the underlying statutes are deeply in 
need of modernization through Congressional action. 

We, the undersigned, believe that with your help and leadership, stakeholders can reach 
consensus on a modernized statutory framework to oversee clinical laboratory diagnostics that 
ensures patients have access to innovative and high quality diagnostic services. We urge you 
and the rest of your colleagues in Congress to advance reform legislation; we pledge to work 
with Congress and the Administration to achieve enactment. 

Sincerely, 

Organizations & Stakeholder Groups 
American Clinical Laboratory Association 
California Clinical Laboratory Association 
Coalition for 21^* Century Medicine 

laboratory Directors 

Edward R. Ashwood, MD, Associate Vice President for Government Relations/ARUP, University 
of Utah 

Robert W. Allan, MD, Professor of Pathology, Medical Director, UF Health Pathology 
Laboratories, University of Florida 

David F Keren MD, Professor of Pathology, Director. Clinical Pathology, The University of 
Michigan, Ann Arbor Michigan 

Daniel A, Arber, MD, Interim Vice Chair, Clinical Pathology, Stanford University 

Jerry W. Hussong, MD, Chief Medical Officer/Director of Laboratories, ARUP Laboratories, 
Senior Vice President, ARUP Laboratories, Director of Hematologic Flow Cytometry, ARUP 
Laboratories, Professor of Pathology, University of Utah 
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Ronald W. McLawhon, M.D., Ph.D., Director, Clinical Laboratories and the Center for Advanced 
Laboratory Medicine, Professor of Pathology and Head, Division of Laboratory and Genomic 
Medicine, Vice Chair, Business Development, University of California, San Diego, School of 
Medicine and UC San Diego Health 

Irving Nachamkin, DrPH, MPH, D{ABMM), FAAM, FIDSA Professor and Director Division of 
Laboratory Medicine Dept, of Pathology and Laboratory Medicine Perelman School of Medicine 
at the University of Pennsylvania 

Frederick S. Nolte, Ph.D., D(ABMM), F(AAM), Professor, Pathology and Laboratory Medicine, 
Vice-Chair, Laboratory Medicine, Director, Clinical Laboratories, Medical University of South 
Carolina 

James C Ritchie, Ph.D., DABCC, FACB, Medical Director, Emory Medical Laboratories, Professor, 
Pathology & Laboratory Medicine, Emory University 

Ron Lepoff, MD, Clinical Laboratory Medical Director, University of Colorado School of 
Medicine, Professor of Pathology, University of Colorado School of Medicine 

Curt Hanson, MD, Chief Medical Officer, Mayo Medical Laboratories, Professor of Laboratory 
Medicine and Pathology, Mayo Clinic 
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November 2015 

Congressman Fred Upton 
Chairman 

House Energy and Commerce Committee 
2183 Rayburn House Office Building 
Washington, DC 20510 

Senator Lamar Alexander 
Chairman 

Senate HELP Committee 

SD-428 DIrksen Senate Office Building 

Washington, DC 20510-6300 


Congressman Frank Pallone 
Ranking Member 

House Energy and Commerce Committee 
237 Cannon House Office Building 
Washington, DC 20510 

Senator Patty Murray 

Ranking Member 

Senate HELP Committee 

SD-428 Dirksen Senate Office Building 

Washington, DC 20510-6300 


Dear Chairman Upton, Chairman Alexander, Ranking Member Pallone and Ranking Member Murray: 

In anticipation of next week's House Energy and Commerce Committee hearing entitled "Examining the 
Regulation of Diagnostic Tests and Laboratory Operations," the undersigned organizations, representing 
patients, advocates, caregivers and health care professionals, would like to emphasize the important 
role FDA can and needs to play in the regulation of laboratory developed tests (LDTs). 

Concerns have been raised that FDA involvement in LDT regulation will impede patient access to 
innovative tests. However, it is important to note that the FDA has a track record of exercising 
regulatory flexibility to bring new technologies to patients in a timely manner. For example, in 2013 FDA 
allowed marketing of four next-generation sequencing (NGS) diagnostic devices, the first-ever clearance 
of its kind. The FDA developed the expertise and tools to conduct a thorough review and used separate 
approval pathways to reflect the risk associated with each device. The FDA's draft guidance on LDT 
oversight also reflects a commitment to flexibility, given the proposal's risk-based approach to oversight. 

Beyond providing timely access to new products, the FDA can effectively fill current gaps in oversight 
that have led to uncertainty surrounding the quality of some tests. The discovery of faulty and clinically 
invalid tests being used in ovarian cancer (OvaSure) and cardiology (KIF6 testing) highlights examples of 
inadequate oversight. Apart from these examples, the general lack of publicly-available information 
about many LDTs has raised concerns among many that not enough is known about many tests 
currently in use. 

As Congress weighs various proposals to reform LDT oversight, we urge lawmakers to recognize that 
FDA involvement does not mean a threat to patient access. Moreover, patients deserve to have 
confidence in the results of in vitro diagnostic tests, since such tests inform a variety of treatment 
decisions. The FDA can provide the assurance that when tests are performed they lead to the proper 
use of associated treatments, a step that's necessary to improve the public health. 


Sincerely, 
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Action to Cure Kidney Cancer 
Addario Lung Cancer Foundation 
Addario Lung Cancer Medical Institute 
The ALS Association 
Alliance for Aging Research 
American Association for Cancer Research (AACR) 
American Autoimmune Related Diseases 
Association 

American Brain Tumor Association 
American Cancer Society Cancer Action Network 
American Heart Association 
American Medical Student Association 
American Society of Clinical Oncology (ASCO) 
Annie Appleseed Project 
Breast Cancer Action 
CancerCore 

Cancer Prevention and Treatment Fund 
Cancer Support Community 
C-Change 

Connecticut Center for Patient Safety 
Cutaneous Lymphoma Foundation 
Fight Colorectal Cancer 


Friends of Cancer Research 
Kidney Cancer Association 
Kids V. Cancer 

The Leukemia & Lymphoma Society 
Lung Cancer Alliance 
LUNGevity 

Lupus and Allied Diseases Association, Inc. 
Melanoma Research Alliance 
MRSA Survivors Network 
National Brain Tumor Society 
National Coalition for Cancer Survivorship 
National Consumers League 
National Multiple Sclerosis Society 
National Organization for Women (NOW) 
National Patient Advocate Foundation 
National Physicians Alliance 
Ovarian Cancer National Alliance 
Prevent Cancer Foundation 
US Pain Foundation 

WomenHeart: The National Coalition for Women 
with Heart Disease 
Woody Matters 
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Cancer Action 
Netwwk" 


American Cancer Society 
Cancer Action Network 

555 11*’ Street, NW 
Suite 300 

Washington, DC 20004 

202,661.5700 

www.acscan.org 


November 16, 2015 

The Honorable Fred Upton The Honorable Frank Pallone, Jr. 

Chairman Ranking Member 

Energy and Commerce Committee Energy and Commerce Committee 

U.S. House of Representatives U.S. House of Representatives 

Washington, DC 205 1 5 Washington, DC 205 1 5 

Re: Examining the Regulation of Diagnostic Tests and Laboratory Operations 

Dear Chairman Upton and Representative Pallone: 

The American Cancer Society Cancer Action Network (ACS CAN) is pleased to offer comments 
on the Energy and Commerce Committee’s discussion draft legislation updating oversight for all 
diagnostic tests regardless of origin, including laboratory developed tests (LDTs). ACS CAN is 
the nonprofit, nonpartisan advocacy affiliate of the American Cancer Society, supporting 
evidence-based policy and legislative solutions designed to eliminate cancer as a major health 
problem. Our organizations have a critical interest in ensuring that patients and their physicians 
have access to accurate information to make decisions about their cancer treatment. We 
appreciate the Committee’s continued work and due diligence to address issues important to 
cancer patients. 

The recommendations included in this letter build upon the comments ACS CAN provided to the 
committee in January on general oversight parameters for LDTs as well as the more detailed 
comments we provided in June on a draft version of legislation. 

As you know, cancer is literally hundreds of different related diseases that share common 
hallmarks, but are treated in very different ways. Therefore, the ability to accurately diagnose 
the type of cancer and to identify a tumor’s particular molecular characteristics is absolutely 
critical in optimizing each patient’s treatment. The current regulatory paradigm for diagnostic 
tests includes two different oversight systems. Tests that are sold as complete kits are required to 
undergo pre-market clearance and approval from the FDA to verify analytical and clinical 
validity of the test. Similar tests that laboratories create for their owm internal use (LDTs) are not 
subject to the same level of review even if they purport to perfonn the same function as FDA- 
approved kits. It is paramount that patients and their physicians know that regardless of how or 
where a test is manufactured or performed, they can trust the information produced by that test. 

While we support the Committee’s desire to harmonize the oversight of diagnostic tests 
regardless of where they are created and conducted, and calibrating the level of oversight to a 
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test’s risk, we have concerns about many of the details of the eurrent draft legislation. First, we 
remain concerned that the risk classification proposed in this legislation still does not fully take 
into account risk to a patient’s health, but rather incorporates aspects of technology in defining 
whether a test is high, moderate, or low risk. Secondly, this legislation still contemplates 
grandfathering tests developed prior to enactment of the bill, which would leave potentially 
dangerous tests without adequate oversight. Lastly, the legislation contains provisions that 
would “deem” a test approved if its application was not acted upon quickly enough by FDA. 

We are gratified to see that the discussion draft recognizes that FDA is the most appropriate 
agency to evaluate the analytical and clinical validity of diagnostic tests along with their safety. 
We do not, however, believe that the creation of a new Center at FDA is necessary, and it could 
be potentially burdensome on the agency. We believe that the FDA currently has all the 
authority, expertise, and regulatory infrastructure necessary to oversee diagnostic tests. As we 
have stated previously, we support the FDA’s October 2014 proposal to begin actively 
overseeing LDTs under a risk-based framework. 

We look forward to continuing the discussion, and being of assistance in creating a final 
legislative product that meets the needs of cancer patients, survivors, and those who are helping 
them in the fight against the disease. 

Thank you again for the opportunity to comment on this proposal. Please do not hesitate to 
contact me ( Pick.Woodruffi'acancer.org f or Mark Fleury ( Mark.Fieurv@cancer.org ') if you have 
any questions. 

Sincerely, 



Dick Woodruff 

Vice President, Federal Relations 

American Cancer Society Cancer Action Network 
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9650 Rockville Pike. Belhesda, Maryland 20814 
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United States House of Representatives 
Committee on Energy and Commerce, Subcommittee on Health 


Hearing on 

"Examining the Regulation of Diagnostic Tests and Laboratory Operations" 


Written testimony submitted by 
Association for Molecular Pathology 


November 17, 2015 

Chairman Upton and Ranking Member Pallone: 

Thank you for the opportunity to submit written testimony to the hearing on "Examining the Regulation of 
Diagnostic Tests and Laboratory Operations," We appreciate the time and effort that you, the rest of the Energy 
and Commerce Committee, and your staff have devoted to this important issue, and we strongly encourage the 
Committee to continue working with molecular pathology professionals as you consider legislation. 

The Association for Molecular Pathology |AMP) is an international medical and professional association 
representing approximately 2,300 physicians, doctoral scientists, and medical technologists who develop, 
perform or are involved with laboratory testing based on knowledge derived from molecular biology, genetics, 
and genomics, Membership includes professionals from the government, academic medicine, clinical testing 
laboratories, and the in vitro diagnostics industry. It is our goal as an organization to ensure that patients have 
access to innovative and accurate laboratory testing procedures. 

Molecular pathology professionals dedicate their careers to ensuring that patients receive the most appropriate 
services for their clinical conditions, and that ail laboratory developed procedures (LDPs) are accurate, precise, 
clinically relevant, and continually monitored for quality performance. In order to answer stakeholder concerns, 
and in support of AMP's dedication to patient care and innovation in the field of molecular pathology, AMP's 
experts have prepared and shared with Congress a proposal to modernize the Clinical Laboratory Improvement 
Amendments (CLIA) program at the Centers for Medicare & Medicaid Services (CMS). The AMP proposal to 
enhance oversight over laboratory services does not slow innovation or constrain the flexibility and adaptability 
of LDPs. Most important, it preserves patient access to essential laboratory services provided by academic 
medical centers, cancer centers, hospitals and health systems, and small independent laboratories that will no 
longer be offered if a costly FDA-based regulatory system is imposed upon these key health care organizations 
and the professionals employed by them. FDA has long presented anecdotal information comprised of a short 
list of LDPs, insisting that the only path forward is FDA oversight. The AMP proposal enhances the current CLIA 
and raises standards. AMP believes that under its proposal these LDPs can be adequately assessed. Therefore, 
we urge the Committee to use AMP's proposal as the basis for legislation that would preserve innovative patient 
care by building upon the current CMS-based system for oversight of LDPs. 

AMP does not believe that the Food and Drug Administration (FDA) is the appropriate agency to regulate LDPs, 
Our professional members provide medical services. They do not manufacture products. Manufacturing 
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products for sale and providing a medical service are fundamentally different activities. For this reason and 
others outlined below, AMP must oppose the proposed Energy and Commerce draft legislation despite the 
improvements that have been made to the previous draft that the Committee circulated earlier this year. 

Although we appreciate the addition of clarifications related to review of modified LDPs and support the 
requirement that the senior management of any regulatory agency overseeing LDPs include individuals with 
management experience in clinical laboratory operations, the proposed legislation would not make patients 
safer. Rather, it would deny seriously ill patients access to necessary, innovative, and potentially lifesaving care 
at our nation's top academic medical centers and major cancer hospitals. 

Moreover, the Committee's draft legislation would interfere with the practice of medicine, and if enacted, 
threatens to concentrate testing in a few large laboratories that are far removed from patients and ordering 
physicians, disrupting traditional healthcare teams comprised of pathologists, geneticists, oncologists, and other 
health care providers. Submitting LDPs for premarket approval by the FDA is financially and administratively 
unfeasible for most hospital laboratories. The draft legislation also shifts much of product liability from 
manufacturers to clinical laboratories and medical professionals. These regulatory and legal costs would force 
laboratories to stop offering a large extent of their services, or close down entirely, resulting in a constriction in 
patient access to these vital medical services. 

AMP's proposal does not address in vitro diagnostic (IVD) test kits; however, we support reform of the 
regulation of manufactured and distributed IVDs. Current FDA regulations prevent manufacturers from readily 
modifying, enhancing, or otherwise improving upon commercial kits. This flawed regulatory paradigm limits the 
choices and options molecular pathologists and other laboratory professionals have as they strive to optimally 
care for their patients. Still, the provision of LDP services and the design, development, manufacture, packaging, 
and distribution of IVD kits remain separate and distinct activities with very different underlying medical and 
economic models, and must continue to be independently regulated. 

Unlike manufactured, packaged, and distributed IVD test kits, LDPs are medical services throughout the design, 
validation, performance, ongoing monitoring, and interpretation of test results, Professional judgment is used 
during each of these activities, providing continual opportunities to promote test accuracy, reliability and 
patient safety throughout provision of the services. For an LDP, the defining measure of quality is the direct 
Involvement of an appropriately qualified professional in every aspect of the testing service, This distinguishing 
feature of all LDPs is not at all incorporated into the Energy and Commerce draft legislation. 

The AMP proposal contains a number of salutary features that meet stakeholder concerns. First, AMP addresses 
adverse event reporting in a manner consistent with the operation of a clinical laboratory rather than a 
manufactured IVD, utilizing realistic standards based on effects of laboratory test results on patients. Second, 
AMP's proposal requires that the information be publicly displayed in a searchable, standardized format to 
enable easy review and comparison among LDPs by treating physicians, laboratories, and patients. The draft 
legislation does not include a provision of this kind. Finally, in contrast to the Energy and Commerce 
Committee's proposed legislation, the AMP proposal maintains clinical laboratory oversight under a single 
agency. The Energy and Commerce legislation would create an overly complex, duplicative regulatory system for 
LDPs that would place an unreasonable and unmanageable burden on laboratories within academic medical 
centers, cancer centers, hospitals and health systems, and smaller independent laboratories. For example, the 
Energy and Commerce draft assigns regulation of "processing" of an LDP to FDA, while placing oversight of 
performance of and LDP within CLIA. However, it is not clear how processing can be consistently distinguished 
from performance, or which Agency's rules would govern under specific circumstances. Therefore, we again ask 
the Committee to use the AMP plan as the basis for any proposed legislation addressing regulation of LDPs to 
provide the best overall system for patient care. 


Page 2 of 3 
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As an Agency, FDA should continue in the role it knows best, ensuring that the performance characteristics of 
vendor supplied instruments, test kits, software, and reagents are what manufacturers claim them to be in their 
labeling, promotional materials, and activities. But the Agency should do so using an approach that is sufficiently 
flexible to accommodate continual technological developments and exponentially Increasing medical and 
scientific knowledge in a timely manner. In this way, FDA can best contribute to patient welfare and public 
health, by helping molecular pathologists and other laboratory professionals provide the best care possible to 
our patients. 

AMP has considered the desires of treating physicians and patients and AMP believes that all stakeholders have 
the same ultimate desired outcome: that laboratory testing procedures be high quality, accurate, and precise. 
AMP's proposal to enhance CLIA regulations does this while also preserving patient access to testing procedures 
and ensuring that patients and their treating physicians can work together to determine the best testing and 
treatment options for each individual. This lies at the heart of precision medicine. AMP's proposal presents a 
path forward for LDPs used in many contexts including responding to public health emergencies, diagnosing or 
determining risks of inherited diseases, monitoring disease progression, and informing treatment decisions for 
patients. The section focused on CLIA within the Committee's draft legislation falls short of what AMP 
recommends and we urge the committee to use AMP's proposal as the basis for legislation on CLIA 
modernization, 

Thank you again for the opportunity to submit this testimony on this draft legislation. AMP looks forward to 
working with the Committee and federal agencies to design modernized regulations for LDPs that ensure both 
analytical and clinical validity as well as provide the nimbleness necessary to foster innovation and enable 
patient access to appropriate testing, if you have any questions or if AMP can be of further assistance, please 
contact Mary Williams at mwiiliams@amp,org. 


Page 3 of 3 
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November 16, 2015 

The Honorable Chris Collins 
US House of Representatives 
1117 Longworth House Office Building 
Washington, DC 20515 


unde:r.s'i'a\i ) 


Dear Congressman Collins: 

I am writing to you in anticipation of the Energy & Commerce Committee hearing "Examining the Regulation of 
Diagnostic Tests and Laboratory Operations" scheduled for Tuesday, November 17, 2015. 

As you know, Roswell Park Cancer Institute throughout Its 117 year history has been an innovator. Several years 
ago New York State and Roswell Park made a significant investment into genomics and genetic sequencing at the 
cancer center creating the Center for Personalized Medicine. The investment was made ahead of the national 
focus on precision medicine. 

The revolution in precision or personalized medicine, which can target the right treatment for a specific and 
genetically identified disease, is dependent on genetic sequencing. Personalized medicine is completely 
dependent on the rapid development and use of laboratory developed diagnostic tests (LDTs.) the proposed 
regulation by the FDA of these tests developed for laboratory use and not for resale could have sev,ere and 
negative impact on patients and on the type of research done at Roswell Park. 

The FDA's interest in regulating LDTs, as described in their draft guidance, threatens to disrupt care for millions, 
creating a whole new bureau in the agency for LDTs but offering no appreciable benefit In safety or efficacy. 

We appreciate the interest in ensuring that LDTs are safe, effective, and transparent in their value. The 
Association of Molecular Pathology (AMP) has developed a proposal that in my opinion achieves the right 
regulatory balance by modernizing the existing federal regulatory schema— the Clinical Laboratory Improvement 
Amendments administered by CMS and provides a limited role for the FDA when laboratories will not share 
proprietary methodologies that would allow for validation of their LDTs. 

The AMP proposal provides laboratories with the choice of regulatory pathways they will pursue. They can either 
place their tests in the "clinical commons" and be regulated under CLiA, or maintain proprietary approaches and 
be regulated under FDA or other authorities that require such information such as the New York State 
Department of Health. 


A Naiional Cancer i.f?sjiiute-designated Comprehensive Cancer Center • A National Comprehensive Cancer Netw-ork Member 
A 8fue Distinction Centw f<» Complex and Rare Cancers” 
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For the sake of patients and ongoing innovation in cancer research, I urge you to support the AMP proposal as the 
basis for any bill. 

You would be amazed at the work we are doing In genetics here at Roswell Park. The human genome holds the 
understanding of health and illness. FDA regulation will interfere with our work in achieving this understanding. 
As a physician, I assure you that FDA regulation of LDTs will reduce access for patients to valuable, even life-saving 
tests. Another unintended consequence of FDA involvement would be to undermine America's leadership in 
genetics, diagnostics, research and patient care. 

Thank you for considering the AMP proposal as the basis for any legislation regulating LDTs. 

Sincerely, 

Jan A. Nowak, MD, PhD 

Clinical Chief of Molecular Pathology 

cc: 

The Honorable Fred Upton 
Chairman, Committee on Energy and Commerce 
2125 Rayburn House Office Building 
Washington, DC 20515 
Fax: (202) 225-49S6 

The Honorable Frank Pallone Jr. 

Ranking Member, Committee on Energy and Commerce 
2125 Rayburn House Office Building 
Washington, DC 20515 
Fax; (202) 225-9665 
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November 17, 2015 


The Honorable Fred Upton 
Chairman 

Committee on Energy and Commerce 
2125 RHOB 
Washington, DC 205 1 5 

The Honorable Joe Pitts 
Chairman 

Committee on Energy and Commerce 
Subcommittee on Health 
2125 RHOB 
Washington, DC 20515 


The Honorable Frank Pallone 
Ranking Member 

Committee on Energy and Commerce 
2322A RHOB 
Washington, DC 20515 

The Honorable Gene Green 
Ranking Member 

Committee on Energy and Commerce 
Subcommittee on Health 
2322A RHOB 
Washington, DC 20515 


RE: Laboratory Developed Tests (LDTs) & Proposed Regulatory Oversight Framework - 
Patient First Focus 


Dear Chairman Upton, Ranking Member Pallone, Chairman Pitts and Ranking Member Green: 

On behalf of the American Association for Clinical Chemistry (AACC), representing many of 
the nation’s leading laboratory professionals and other diagnostic leaders, 1 continue to respect 
and appreciate your leadership and steadfast commitment to patient safety and care within the 
clinical laboratory medical setting. The topic of laboratory developed te,sts (LDTs) has received 
significant attention from policymakers, healthcare professionals, and patients over the last 
couple of years. AACC remains grateful for your willingness to include and engage our 
organization throughout this important process. 

In response to the increased focus on LDTs, our organization turned to a panel of leading experts 
on LDT related issues. This group of AACC professionals engaged in thoughtful deliberations to 
review policy proposals from Congress, the Food & Drug Administration (FDA), and 
stakeholder groups. 

After careful review, AACC remains concerned that some of the current LDT oversight 
proposals may result in negative consequences for patients and the clinical healthcare teams and 
medical institutions that rely on accurate and timely laboratory results to make critical, 
immediate, and frequently lifesaving decisions in the course of patient care. 


1 
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Specifically, our clinical laboratory professionals remain concerned that without further 
refinement, the present legislative proposal before this House Committee will: 

• Foster an anti-competitive environment; 

• Stifle test innovation; and 

• Hinder patient care. 

AACC has long supported federal oversight of LDTs. These te.sts are currently regulated by the 
Centers for Medicare and Medicaid Services (CMS) and its deemed private accrediting 
organizations under the Clinical Laboratory Improvement Amendments (CLIA). We are 
concerned that substantive, costly changes are being proposed despite the lack of evidence that 
current processes are insufficient. Further, under the draft legislation, the FDA — which has no 
experience regulating laboratory practices — would supplant CMS as the federal agency 
overseeing laboratory developed tests. 

Based on AACC's most recent review of the draft LDT legislation under consideration by the 
House F.nergy & Commerce Subcommittee on Health, our organization submits for your 
consideration the following patient-focused policy recommendations: 

Comments on Draft Legislation 

• AACC supports the use of a risk-based approach for stratifying LDTs and determining the 
appropriate level of oversight. 

• We agree that modifications to an FDA cleared or approved test kit should not automatically 
result in additional regulatory oversight. 

• Certain categories of tests, such as newborn screening and testing for unmet needs and public 
emergency testing, do not require greater regulatory scrutiny. 

• Laboratories should demonstrate analytical and clinical validity for the LDTs they perform. 

• The draft LDT legislation would grant complete authority to the FDA for overseeing 
the development, introduction and validation of LDTs, including assessing the analytical 
validity of a tc.st— a current responsibility of CMS. In addition, any modification of LDTs 
would need to be reported to the agency, in many cases subject to prior approval. 

• The legislative proposal would grant the FDA powers to inspect laboratories and force them 
to meet new post-market reporting requirements that essentially redefine hospitals, 
commercial laboratories, and physician office laboratories performing LDTs as medical 
device manufacturers. 
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• AACC is concerned that a new dual regulatory structure for laboratories performing LDTs as 
defined in the draft legislation will stifle test innovation, particularly developing areas of 
testing such as those used in precision medicine, and force many hospitals and rural testing 
facilities to stop performing LDTs, thus impeding patient access to testing, 

• Most clinical laboratories cannot afford the additional regulatory and financial costs 
associated with this draft legislation. As proposed, the current legislative draft could result in 
an anti-competitive sy.stem that favors the few laboratories with sufficient resources to 
comply with FDA requirements that were developed for manufacturers, thereby creating a 
situation wherein testing costs could rise. 

• Our interpretation of the draft bill is that it w'ill eliminate the 5 1 0(k) clearance and pre-market 
approval processes for tests developed and marketed by in vitro diagnostic (IVD) 
manufacturers. This proposal would be a significant change from the current review process. 
While AACC agrees that Congress should perhaps explore reforms to this area, this 
manufacturing issue is entirely separate from the regulation of tests developed and performed 
in individual clinical laboratories. Any change in the IVD company submission 

process should be considered separately from LDT oversight. 

• Whereas the FDA clears and approves test kits to be used in a variety of medical settings by a 
diverse group of health care personnel, LDTs can only be developed and performed by high 
complexity CLIA laboratories under the direction of highly trained and experienced 
personnel. Although each is invaluable to patient care, LDTs and IVD medical devices are 
distinctly different tools in the health care process and as such they need to be discussed 

and regulated differently. 

Use of Existing Regulatory Structure 

AACC recommends that Congress utilize the existing CLIA regulatory framework to address 
concerns regarding LDT oversight. These established standards can be easily 
adapted, eliminating the need for new regulatory mechanisms. What follows is a limited 
list of suggested policy changes that could be accomplished through the existing regulatory 
model. 

Notification and Listing of LDTs 

The draft legislation would require that laboratories performing LDTs notify the FDA that they 
are performing such tests and provide a listing of the tests. CMS would be the more logical, 
readily available repository for this information and already has in place a mechanism for 
addressing the issue. All CLIA laboratories must submit a laboratory activity list to the agency 
that includes all the tests it performs, including LDTs, as well as the methodologies utilized. 

The College of American Pathologists (CAP), a key private accrediting body, requires that 
laboratories provide a specific list of all LDTs they perform. Any additional information could 
be gathered under the current regulatory framework. 
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Validation of LDTs 

AACC agrees that clinical laboratories using LDTs should demonstrate the anal>tical and 
clinical validity of the test prior to its use. Updates or modifications to the validation process 
should take place within the CLIA framework. 

CLIA requires laboratories performing LDTs to document the analytical validity of the test. 

Most laboratories utilizing LDTs voluntarily obtain accreditation from more rigorous CLIA 
accrediting organizations, such as CAP and the Joint Commission, that require laboratories to 
also demonstrate the clinical validity of LDTs. 

Classification and Prioritization of LDTs 

AACC supports a risk-based classification approach for determining the level of oversight for 
LDTs. This regulatory scheme should include three categories; high, moderate, and low risk. 

Moderate and low risk LDTs — which would represent the vast majority of such tests — 
should remain exclusively under CLIA. 

Tests in the high-risk category — for example LDTs for which significant proprietary information 
limits the ability to independently verify the accuracy of the test, and direct-to-consumer tests for 
which the absence of professional consultation/interpretation could lead to serious patient 
harm — should be jointly regulated by FDA and CMS. 

Reporting Testing Errors 

Clinical laboratories work diligently to provide laboratory test results that meet the customer 
expectations the great majority of the time. When a laboratory identifies that a testing error has 
occurred, it should report that mistake to the appropriate oversight body. 

According to a scheme in which high-risk tests are under dual regulation, adverse events 
involving these tests would be reported to the FDA and CMS. Errors involving 
low and moderate risk tests would remain under the current CLIA reporting structure, 
which requires laboratories to document and report the errors to CMS and the appropriate 
accrediting bodies, the organization’s risk management department, and the physician. 

Summary 

AACC believes the current regulatory structure can be modified to address concerns regarding 
LDTs, without introducing costly, burdensome dual oversight for which there is neither evidence 
of need nor proof of improvement over the current system. The vast majority of LDTs should 
remain under direct CMS oversight with a small number of high-risk tests jointly overseen by 
both CMS and FDA. We are concerned that the current draft legislation will greatly restrict the 
ability of clinical laboratories to develop and provide the tests needed to care for their patients, 
will diminish the number of laboratories with the resources to do so, and significantly hinder 
patient care and access to testing. 
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AACC is a global scientific and medical professional organization dedicated to clinical 
laboratory science and its application to healthcare. AACC brings together more than 50,000 
clinical laboratory professionals, physicians, research scientists, and business leaders from 
around the world focused on clinical chemistry, molecular diagnostics, mass spectrometry, 
translational medicine, lab management, and other areas of progressing laboratory science. Since 
1 948, AACC has worked to advance the common interests of the field, providing programs that 
advance scientific collaboration, knowledge, e.xpertise, and innovation. 

On behalf of AACC, i would like to thank you for the opportunity to provide comments to the 
subcommittee on this most important issue. If you have any questions, please do not hesitate to 
contact me directly at ddkoch@emorv.edu or Vince Stine, PhD, Director of Government Affairs, 
at vstine@aacc.org . 


Sincerely, 



David D. Koch, PhD, DABCC 
President, .AACC 
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.JPION, MiCHiGArN; r-RANK PAl.LONE, JR., NEV^ JERSEY 

Ci-i.AIRMAN RANKING MEMBER 


ONE HUNDRED FOURTEENTH CONGRESS 
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COMMITTEE ON ENERGY AND COMMERCE 
2125 Raybuhn House Office BuiioiNi? 
Washington, DC 20515-6115 


December?, 2015 


Dr. Jeffrey, Shurei) 

Director 

Center for Devices and Radiofogica! Health 
U.S. Food and Drug Administration 
10903 New Hampshire Avenue 
Silver Spring, MD 20993 

Dear Dr. Shuren: 

Thank you for appearing before the Subcommittee on Health on November 1 7, 2015, to testify at 
the hearing entitled “Examining the Regulation of Diagnostic Tests and Laboratory Operations.” 

Pursuant to the Rules of the Committee on Energy and Commerce, the hearing record remains 
open for ten business days to permit Members to submit additional questions for the record, which are 
attached. The format of your responses to these questions should be as follows: ( 1 ) the name of the 
Member whose question you are addressing, (2) the complete text of the que.stion you are addressing In 
bold, and (3) your answer to that question in plain text. 

To facilitate the printing of the hearing record, plea.se respond to these questions with a 
transmittal letter by the close of business on December 21, 2015. Your responses should be mailed to 
Graham Pittman, Legislative Clerk, Committee on Energy and Commerce, 2 1 25 Rayburn House Office 
Building, Washington, D.C. 20515 and e-mailed in Word format to graham.pittman@mail.house.gov. 

Thank you again for your time and effort preparing and delivering testimony before the 
Subcommittee. 


Sincerely, 


Joseph R. Pitts 
Chairman 

Subcommittee on Health 

cc: The Honorable Gene Green, Ranking Member, Subcommittee on Health 
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December 7, 2015 


Dr. Patrick Conway 

Deputy Administrator for Innovation and Quality 

ChiefMedical OfUcer 

Centers for Medicare and Medicaid Services 

7500 Security Boulevard 

Baltimore, MD 2 1 244 

Dear Dr. Conway: 

Thank you for appearing before the Subcommittee on Health on November 1 7, 20 1 5, to testify at 
the hearing entitled “Examining the Regulation of Diagnostic Tests and Laboratory Operations.” 

Pursuant to the Rules of the Committee on Energy and Commerce, the hearing record remains 
open for ten business days to permit Members to submit additional questions for the record, which are 
attached. The format of your responses to these questions should be as follows: ( 1 ) the name of the 
Member whose question you are addressing, (2) the complete text of the question you are addressing in 
bold, and (3) your answer to that question in plain text. 

To facilitate the printing of the hearing record, please respond to these questions with a 
traiTsinillal letter by the close of business on December 21,2015. Your responses should be mailed to 
Graiiam Pilirnan, Legi.stalive Clerk, Committee on Encrg>' and Commerce, 2125 Rayburn House Office 
Building, Washington, D.C. 20515 and emiailcd in Word format to graham.pittman@mail.house.gov. 

Thank you again for your time and effort preparing and delivering testimony before the 
Subcommittee. 


Sincerely, 


Joseph R. Pitts 
Chairman 

Subcommittee on Health 

cc: The Honorable Gene Green, Ranking Member, SulKommiUee on Health 
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Patrick Conway’s Hearing 


“CLIA” 

Before 

E&C Health Subcommittee 
November 17, 2015 


Attachment — Additional Questions for the Record 


The Honorable Marsha Blackburn 


1. Dr. Conway, rather than having an either/or approach to testing oversight, might there 
be another option? 

Answer; We agree that oversight of laboratory testing need not take an either/or approach in 
terms of CMS’ responsibilities versus those of other agencies. In fact, we believe the most 
effective approach is to build on the collaborative inter-agency approach that is in effect 
today. CMS, the Food and Drug Administration (FDA) and the Centers for Disease Control and 
Prevention (CDC) all work together to assure accuracy and reliability of laboratory testing under 
CLIA, supplementing FDA’s separate responsibility for assuring the safety and effectiveness of 
laboratory tests. These multi-agency efforts are different in focus, scope, and purpose, but they 
build on the strengths of each agency and arc complementary. The division of labor in 
administering CLIA was carefully designed to ensure that each agency is using its expertise and 
infrastructure in a way that is not duplicative. 

When CLIA was implemented in the early 1990s, the responsibility for certification of 
laboratories was a natural fit for CMS because of our survey and certification experience. Other 
CLIA activities, like the categorization of tests, arc better suited to the FDA, which in addition to 
its CLIA role, is positioned to assess clinical validity, conduct premarket reviews, and perform 
other necessary oversight activities primarily under the Federal Food, Drug, and Cosmetic Act. 

CMS is committed to en,suring high quality, accurate, and reliable laboratory testing by assuring 
that laboratories have appropriate controls, experti.se, training, and procedures. We believe CLIA 
and our implementing regulations create the necessary framework to effectively oversee 
laboratories’ day-to-day operations today and into the future (including those operations that 
pertain to laboratory-developed tests). 

2. The American College of Medical Genetics and Genomics has proposed a risk-based 
oversight system for regulation of genetic Laboratory' Developed Tests which entails 
CLIA enhancement and uses a third-party review system for tests being offered. Since 
the majority of the work requiring scientific and medical genetic expertise would be 
performed by 3rd parties, if CMS were to implement such a model, how many 
additional FTE’s would CMS/CLIA need? 
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Answer: CMS shares your interest in ensuring that all laboratory-developed tests (LDTs) - 
including those LDTs using genetic and genomic technology - provide accurate and clinically- 
relevant results to patients and providers. However, any estimate of resources needed to 
implement the American College of Medical Genetics and Genomics’ proposal would be 
premature at this time. We are not familiar with the details of the proposal, which could affect 
agency resources; nor is it possible to estimate the volume of tests that might be involved, how 
new third-party reviewers would be selected and monitored, and any other new responsibilities 
that CMS would be required to assume. 

We also note potential concerns about proposals that would change the current collaborative 
framework of responsibilities in laboratory oversight (including for LDTs), which is carefully 
designed to balance the strengths of each partner agency. For example, the FDA has the expertise 
and infrastructure to conduct pre-market assessments of LDTs for safety and effectiveness, 
including clinical validity. In contrast, CMS is responsible for certifying and surveying 
laboratories under CLIA and has long-standing survey and certification experience. 


The Honorable Michael C. Burgess 

1. In a June 2006 GAO Report, the GAO indicated that the CLIA program “had a 
carryover balance of S70 million” as of September 30, 2005. Please detail for the 
Committee the current funding status of the CLIA program, including a breakdown of 
revenues (i.e. user fees or other appropriations) and outlays (i.e. detailing 
administrative outlays, salary outlays, and those outlays attributable to inspection 
activities, or other) in 2014, and whether the CLIA program still maintains a carryover 
balance. 

Answer: 

A. Cash Balance: As a result of careful stewardship of CLIA funds, together with consistency 
in the workload, CMS has consistently maintained a cash balance in the CLIA user fee fund. 

This has enabled CMS to avoid any fee increase for laboratories under CLIA for more than 16 
years. 

However, in recent years, the total revenue received each year has not fiilly paid for the total 
CLIA costs, thus reducing the cash balance in the CLIA user fee fund. 

The most recent annual financial gap ranges from $5.9 million in FY2014 to $10 million in 
FY2016. 

As a result of the growing gap in revenues versus expenses, the CLIA cash balance that is carried 
over from one year to the next is gradually declining from $55.6 million in FY2015 to $45.6 
million in FY2016. 


Net I 

Yotir Revenues Outlays Annual ' Balance 
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Fy2013 




$68.2 

FY2014 

S54.0 

$59.9 

($5.9) 

$62.3 

FY2015 

$53.7 

$60.3 

($6.7) 

$55.6 

FY2016 

$52.1 

$62.1 

($10.0) 

$45.6 
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B. Types of Expenses: CLIA is administered through a collaboration of three federal agencies 
(CMS, FDA and CDC) and State Survey Agencies (SAs). 

The State SAs and other contractors perform most of the onsite surveys and complaint 
investigations of laboratories that hold a certificate of compliance or certificate of registration, as 
well as validation surveys that check on the adequacy of surveys conducted by CMS-approved 
accrediting organizations for laboratories that hold a certificate of accreditation. 

CMS maintains the CLIA regulations and policies, and monitors the work carried out by State 
SAs’ surveyors, as well as carrying out enforcement actions when State SA or other contractor 
surveys identify deficiencies in laboratory compliance with CLIA regulations. 

The FDA administers the classification system by which tests are categorized as waived, 
moderate, or high complexity tests. CLIA requirements are calibrated to the degree of 
complexity involved in each type of test. The FDA may also perform premarket review, and 
analyze clinical validity and analytic validity of tests, but does so primarily under the Federal 
Food, Drug, and Cosmetic Act. 

The CDC conducts research, staffs the Secretary’s Clinical Laboratory Improvement Advisory 
Committee, and other functions. Below is the FY2016 budget for each agency. The table below 
does not include the 6.8% sequestration reduction. 


Major Category of Expense (millions) 

FY2016 



Costs - State Survey (Inspections) 

$19.29 

Costs -CDC 

$11.73 

Costs -FDA 

$4.09 

Costs - CMS 

$23.53 

TOTAL 

$58.66 


C. Administrative Expenses. The table below shows CMS’ administrative expenses, excluding 
costs of the State-conducted onsite surveys. The expenses encompass both CMS central and 
regional office expenses, contracts, agency overhead, the information systems and databases 
through which all State and CMS surveys are documented and maintained, the CLIA regulations 
and policies, monitoring the work carried out by State SAs’ surveyors, as well as carrying out 
enforcement actions when State SA or other contractor surveys identify deficiencies in 
laboratory compliance with CLIA regulations. 


CMS Administrative & Oversight Expenses (millions) 

FY2016 

Salaries 

$9.89 

Overhead 

$7.45 

CLIA Data System Contract 

$2.67 

Other- Specialty Inspection Contracts 

$0.80 

Cytolopv- Specialty Inspection Contract 

$1.55 

Administrative-Other 

$1.19 

TOTAL 

$23.55 


4 





90 


2. Regarding CMS-conductcd laboratory inspections under CLIA, please provide the 
following: 

a. The primary inspection objectives for an inspector; 

b. The number of CMS laboratory inspections conducted per year (not including 
those inspections conducted by deemed organizations); and 

c. The number of inspection findings by CMS per year that the agency would deem 
as “serious,” that “create a probability of risk to patients,” or that warrant the 
sanctioning or closure of a CLIA laboratory. Additionally provide a categorical 
breakdown of the types of such findings. 

Answer: 

a. The primary objectives for a laboratory surveyor (the CLIA program’s term for an 
inspector) are described in Appendix C of the State Operations Manual. They include 
determining the laboratory’s compliance with CLIA requirements, and assisting 
laboratories in improving patient care by emphasizing aspects of the regulatory 
provisions that have a direct impact on the laboratory’s overall performance. CMS 
promotes the use of an educational survey process, especially on initial laboratory 
inspection, to help laboratories understand and achieve the minimum quality standards 
established by CLIA. 'fhe surveyor is responsible for assessing the laboratory’s 
performance based on review of the laboratory’s past and current practices, interviews 
with the laboratory’s personnel, and review of the laboratory’s records. CLIA surveyors 
meet these objectives by employing an outcome-oriented approach focused on the overall 
performance of the laboratory and the way it monitors itself, rather than a methodical 
evaluation of each regulatory requirement (apart from “condition-level” deficiencies, 
discussed further below). 

b. Each year, CMS conducts initial surveys of laboratories seeking a CLIA Certificate of 
Compliance (CoC), which are resurveyed every 2 years for recertification purposes. 

CMS also conducts validation surveys in a sample of laboratories deemed to meet CLIA 
requirements through accreditation by an approved private accrediting organization. 
Laboratories that only perform tests categorized as waived obtain a CLIA Certificate of 
Waiver (CoW), and are not subject to the CLIA nonwaived testing requirements, such as 
mandatory on-site surveys every two years. Laboratories holding a CoW may receive 
voluntary surveys (conducted in conjunction with the CDC). Additional surveys may be 
initiated based on complaints from the public, or unsuccessful proficiency testing by the 
laboratory. Finally, surveys of laboratories performing cytology testing are conducted by 
a specialized CMS contractor. 

Table 1, below, shows the average number of surveys conducted each year, in each 
category, from fiscal year (FY) 201 1 through FY 2015 (not including surveys conducted 
by private accrediting organizations): 
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Table 1 : Surveys Conducted (FY 20! 1-FY 2015) 


Survey Type 

Average annual number performed 

Initial .surveys of CoC laboratories 

1,221 

Recertification surveys of CoC laboratories 

8,244 

Validation surveys 

356 

Certificate of Waiver voluntary surveys 

1,975 

Complaint surveys 

178 

Unsuccessful proficiency testing surveys 

2,548 

Specialized cytology surveys 

47 


c. When a CLIA survey identifies a deficient practice in a laboratory, the surveyor cites 
the appropriate requirement in the CLIA regulations with which the laboratory is non- 
compliant. A “condition-level” deficiency is more serious than a “standard-level” 
deficiency, and must be corrected for the laboratory to continue patient testing. If 
sufficient correction is not demonstrated, CMS may initiate enforcement actions that 
could lead to termination of the laboratory’s CLIA certificate (without which it may 
not operate). Table 2, below, shows the top 10 condition-level deficiencies cited 
nationally, based on survey data for 17,389 laboratories holding a Certificate of 
Compliance (CoC) as of December 2015, The survey data reflect surveys that 
occurred in FY2014 and FY2015 since laboratories are on a two-year survey cycle. 
The data represent the number of laboratories cited for each condition-level 
deficiency, and one or more conditions may be cited for each laboratory. For 
example, 555 CoC laboratories were cited for the first condition-level deficiency 
(Requirements for Moderate Complexity Laboratory Director) listed in Table 2. 

Some of those same laboratories may also have been cited for one or more of the 
other condition-level deficiencies listed in this table. 

Table 2: Top 10 Condition-level Deficiencies (FY2014 & FY2015) 


Condition Cited 

Total Number of 
LabsCited Nationally 

Percentage (%) of 
National Total* 

Requirements for Moderate 

Complexity Laboratory Director 

555 

3.2 

Requirements for Successful 

Proficiency Testing (PT) Participation 

375 

2.2 

Requirements for High Complexity 
Laboratory Director 

262 

1.5 

Monitoring of Analytic Systems 

236 

1.4 

Requirements for PT Enrollment and 
Testing of PT Samples 

220 

1.3 

Requirements for Technical 

Consultant - Moderate Complexity 

165 

0.9 

Requirements for Laboratory 

Personnel - Moderate Complexity 

160 

0.9 

Hematology Quality Control 

92 

0.5 
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Requirements for Testing Personnel - 
High Complexity 

90 

0.5 

Requirements for Technical Supervisor 
- High Complexity 

61 

0.4 


*This column represents the percentage of the labs cited for each of the top 10 identified 
condition-level deficiencies cited nationally out of the total number of CoC laboratories (17,368) 
surveyed during one survey cycle in FY 2014 & FY2015). 


The CLIA statute contains special rules for cytology testing including workload limits, 
specialized proficiency testing and personnel standards, and quality control procedures, 
reflecting Congress’ particular concern about such testing when CLIA was enacted in 1988. 
Laboratories that perform cytology tests are surveyed by a specializ,ed CMS contractor, which 
selects a sample of these laboratories to survey each year. An average of 47 specialized cytology 
surveys were conducted each year from FY 2010 through FY 2014. During that period, 37.3% 
of the cytology laboratories surveyed were cited for condition-level deficiencies. Table 3, below, 
shows the top 5 condition-level deficiencies cited at cytology laboratories surveyed by the CMS 
contractor for FY 2010 through FY 2014. 

Table 3: Condition-level Deficiencies in Cytology Laboratories (FY 2010-FY 2014) 


Condition Cited 

Total Number of 
Times Cited 
Nationally 

Requirements for High 

Complexity Laboratory Director 

66 

Requirements for specialty of 
Cytology 

40 

Requirements for Technical 
Supervisor - High Complexity 

27 

Requirements for Proficiency 
Testing (PT) Enrollment and 
Testing of PT Samples 

14 

Requirements for Successful PT 
Participation 

9 


3. Dr. Conway’s written statement indicates that “CMS does not have a scientific staff 
capable of determining whether a test is difficult to successfully carry out or likely to 
prove detrimental to a patient if carried out improperly.” However, as CMS 
acknowledges on CMS.gov, “the objective of the CLIA program is to ensure quality 
laboratory testing.” How does CMS accomplish this mission without the ability to 
determine whether a test is difficult to carry out or likely to harm a patient? 

Answer: As noted, CMS is responsible, under CLIA, for oversight of laboratories’ day-to- 
day operations and procedures, including qualifications, training and proficiency of their 
personnel, performance assessments of their equipment, proper handling of specimens, etc. 
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This function is distinct from assuring the safety and effectiveness of laboratory tests, and 
does not include premarket review of laboratory tests, for which the FDA has the necessary 
authority (primarily under the Federal Food, Drug, and Cosmetic Act), and expertise. 

FDA is also a critical partner in administering CLIA, which created a system of laboratory 
oversight based on test complexity. FDA’s primary responsibility under CLIA is to classify 
clinical laboratory tests into one of three categories (waived, moderate complexity, and high 
complexity) based on their level of complexity and risk to patients if performed incorrectly. 
All tests introduced in the United States are considered high complexity by default unless 
FDA categorizes a test as waived or moderate complexity. FDA does not categorize tests that 
are designed, manufactured, and used within a single laboratory, known as laboratory- 
developed tests (LDTs). Thus, by default, they are considered to be high complexity tests. 

Standards that laboratories must meet under CLIA are based on the complexity of tests they 
perform. Laboratories that perform more complex tests must meet higher standards. 
Laboratories that perform moderate and high complexity tests must meet requirements for 
quality assessment, quality control, personnel qualifications and education, general laboratory 
systems, and proficiency testing, among others. Laboratories that perform only waived tests - 
which are cleared by FDA for home use, or are simple and accurate with negligible risk of an 
erroneous result and pose a low risk to patients if performed incorrectly ~ are exempt from 
most CLIA requirements. 

CMS enforces CLIA standards by requiring laboratories to obtain a certificate in order to 
operate, and conducting on-site surveys. Laboratories performing the same test must meet the 
same standards, whether located in a hospital, doctor's office or other site. CLlA’s provisions 
apply to all laboratories in the United States, not just those that receive Medicare payment, in 
order to ensure uniform quality across all laboratories. 

4. During the hearing, Dr. Conway indicated that seven organizations are currently deemed 
authorities under CLIA. Piease provide the following: 

a. The names of each of the deemed authorities; 

b. The number of inspectors fielded by each organization as compared to CMS; 

c. The types of expertise and qualifications of the inspectors of each organization as 
compared to inspectors fielded by CMS; 

d. The number of laboratory inspections per year, per organization as compared to 
CMS; and 

e. A description of how inspections by a deemed organization may differ from an 
inspection conducted by CMS. 
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Answer; The following table presents information on each of the seven accrediting 
organizations currently approved by CMS under CLIA. TTiis information was provided by the 
accrediting organizations; thus we note that not ait information is described consistently across 
entities, and may represent different time periods. The last column shows comparison 
information for surveys conducted by CMS or its contractors. 



V()\ HF\1> 

ASHI (V?* ^ ' 

Oi^.mization 

Name 

American 
Association for 
Laboratory 
Accreditation 

Formerly 
known as the 
American 
Association of 
Blood Banks 

American 

Osteopathic 

Association/ 

Healthcare 

Facilities 

Accreditation 

Program 

American 

Society for 
Histocompat- 
ibility and 
Immunogen- 
etics 

College of 
American 
Pathologists 

Formerly 
known as 
Commission on 
Laboratory 
Accreditation 

I'h 

Cc 

Number of 
Inspectors 

19 

5 AABB 
employees 
(team leaders), 
and approx. 700 
volunteer 
inspectors 

16 

150 

25 CAP 
employees 
(staff inspectors 
and techs), and 
about 9,700 
volunteer 
inspectors 

24 


Inspector 
Expertise/ 
Qualifications 
(as described 
by each 
organization) 

Bachelor’s 

degree, 

10 years 
experience. 

Bachelor’s 
degree in 
medical 
technology or 
related 
discipline, 

3 years 
experience, 
in-depth 
knowledge of 
specialty areas. 
Training to 
maintain their 
competency to 
inspect. 

At least a 
Bachelor’s 
degree with 
certification as 
a medical 
technologist by 
the American 
Society for 
Clinical 
Pathology. 

Employed at 
ASHI- 
accredited 
laboratories and 
familiar with all 
tests of each 
laboratory they 
inspect. 

Practicing 

laboratorians 

trained to do 

inspections. 

Includes 

pathologists, 

Ph.Ds, medical 

technologists, 

respiratory 

therapists, 

histotechs, 

geneticists. 

10-30 years 
experience. 
Ongoing 
training. 

Subject matter 
experts hired as 
needed. 

Mi 

Te 

w/ 

de, 

rel 

du 

Pr. 

lie 

ret 

la\ 

wi 

na 

ac> 

on 

ex 

or 

tec 

spi 

set 

mi 

at 

of 

mt 

ex 

Laboratories 
Inspected each 

2' 

100 

90 

too 

4,000 

4,000 



^ A2LA is a recently approved accreditor; thus they had completed considerably fewer surveys than the other 
accreditors at the time this information was reported. 
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\ 

\yVAi 


\siii 

s 

COLA 

T 

year 








Description of 

Consists of 

An in-depth 

Materia 

More in-depth 

A team of 

Based on CLIA 

Su 

Inspections 

defined steps 

audit of the 

reviewed 

review of HLA 

experts from 

standards plus 

is > 


for inspector 

quality 

during a 

typing in the 

disciplines of 

additional 

pa- 


preparation and 

management 

survey/ 

l^ratory 

the tests 

standards. 

cei 


on-site 

system and 

inspection 

fidentifving an 

performed in 

Laboratories 

ev; 


inspection. 

technical 

cova^ all CLIA 

individual's 

the laboratory 

with serious or 

un 



requirements as 

regulations. 

unique pattern 

uses 2 1 

systemic 

sy; 



specified in 


of HLA 

discipline- 

noncompliance 

an< 



AABB 


antigens]; some 

specific 

are referred to a 

op 



Standards; also 


standards are 

checklists. 

special 

usi 



incoiporales 


more stringent 

including focus 

technical team 

ap 



CLIA 


than CLIA. 

on emerging 

that determines 

Su 



requirements. 



technologies. 

additional 

tra 



The quality 



Instructions 

requirements 

m« 



system 



suggest open- 

and next steps. 

rec 



approach is a 



ended 


sui 



holistic review 



questions, 


“tr 



of an 



specific 


ex 



organization’s 



documents to 


ap 



policies, 



sample, tracers 


tht 



processes and 



to follow, and 


orj 



procedures. 



practices to 
observe. 
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5. CMS materials indicate that the States of New York and Washington have “CMS 
approved laboratory program(s).” Please provide the following: 

a. Describe the difference in these state laboratory programs from those under 
CLIA. 

b. Further, the Committee understands New York State also inspects laboratories 
that are not located in New York State but provide services on patient samples 
originating in New York. How do these inspections and policies differ and intersect 
with CMS CLIA operations? 

Answer: Washington and New York have CMS-approved state laboratory licensure programs 
equal to or more stringent than the CLIA program. While laboratories in these states must 
register with CMS for a CLIA identification number, these state programs have oversight 
authority for the laboratories located in their respective states. 

a. Washington’s survey and enforcement process is substantially equivalent to the CLIA 
process, but includes the following requirements that are different or more stringent than 
CLIA: 

• Washington’s enforcement process in regard to proficiency testing (PT) 
requirements is stricter than CLIA. 

• Washington offers new state-inspected laboratories a free technical assistance 
visit, prior to their first inspection. 

• All cited deficiencies must be corrected within 60 days of acceptance of the plan 
of correction. If the laboratory has repeat deficiencies from its previous 2 
surveys, it gets a 1 year on-site follow-up survey for which it is billed. In 
contrast, CLIA has different timeframes for correction of deficiencies based on 
severity of the deficiency. Condition-level deficiencies must be corrected within 
90 days and standard-level deficiencies must be corrected within 12 months. 
Repeat deficiencies arc evaluated to determine if the level of overall 
noncompliance should be increased, which may affect enforcement actions. 

• Washington surveyors assess whether clinical validity of a laboratory-developed 
test (LDT) has been established. If the laboratory has no evidence that clinical 
validity has been established, the surveyor may ask that a disclaimer be placed on 
the report, stating that the test has not been clinically validated. CLIA surveyors 
do not evaluate the clinical validity of LDTs, as clinical validity falls under the 
scope of the FDA, not CMS, 

New York State’s (NYS) Public Health Law is broader than CLIA in how it defines a 
“clinical laboratory.’’ For example, NYS regulates forensic identity testing, parentage 
identity testing, forensic toxicology testing, and tests on some alternative types of 
samples. Laboratories that perform only the technical component of histopathology 
testing are also required to obtain a permit. These types of activities are not covered by 
CLIA. In addition, if a laboratory performs steps in the testing process at multiple 
locations - for example, processing of the specimen is performed at one location, 
testing/analysis at another location, interpretation at a third location, and reporting of 
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results at a fourth location - each location must obtain a NYS permit, CLIA does not 

require a certificate for facilities that only perform specimen processing. In addition: 

• The NYS law authorizes State experts to review LDTs to determine whether the 
proposed testing is both analytically and clinically valid, before the testing can be 
performed on specimens from NYS. CLIA does not address clinical validity. 

• A laboratory may not perform testing either in NYS or on specimens from NYS 
until it has met on-site survey, proficiency testing, and validation requirements, if 
applicable, and has been issued a NYS permit. In contrast, CLIA allows 
laboratories to begin testing with a Certificate of Registration prior to the initial 
survey, which is performed 3-12 months after testing as begun. 

• The NYS law defines specific training and education requirements for laboratory 
directors, which are more stringent than CLIA. For example, the director must 
have relevant training/experience obtained within the last 6 years to direct testing 
in a specific specialty/category. 

• Some NYS specialty standards, such as for genetic testing, require that all reports 
be signed by the qualified person who reviewed, approved, and interpreted the 
test results. In general, CLIA is less prescriptive. 

• The NYS law defines a supervisor as a licensed clinical laboratory technologist 
with 6 years of post-licensure clinical experience. In contrast, CLIA 
requirements for technical supervisors differ by educational level. The longest 
period required by CLIA is for Bachelor’s degree-level applicants, who must 
have 4 years of experience in the specialty/subspecialty they are supervising. 

b. In regard to testing performed on patient specimens originating in New York State, the 
NYS law does not differentiate between laboratories located in NYS and those serving New 
York residents that are located outside of NYS. Thus, all laboratories performing testing in 
NYS, or on NYS samples, must meet State requirements to be eligible for a NYS permit. 
Similarly, since CLIA applies to all laboratories in the U.S., inspections and policies under 
CLIA are not based on location of the laboratory. 

6. On April 16, 2015, the FDA and CMS announced the formation of the “Task Force on 
LDT Quality Requirements.” Please provide the following: 

a. The scope of the Task Force’s work; 

b. When findings or conclusions of the Task Force will be made public and, if not 

to be made public, the rationale for not making public; 

c. The anticipated time period the Task Force is expected to operate; and 

d. The extent to which the Task Force is coordinating with industry, and/or 

provider, and/or patient stakeholders. 

Answer: To coordinate efforts across the Department of Health and Human Services, FDA and 
CMS established an interagency task force in April 2015 to continue and expand on our 
collaboration related to the oversight of laboratory-developed tests (LDTs). The Task Force, 
comprised of leaders and subject matter experts from each agency as well as NIH and CDC, is 
working to address a range of issues, including those involving quality requirements for 
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LDTs. There is no set endpoint for the Task Force, which will continue operating as long as it is 
determined to be useful by the participating agencies. 

The Task Force goals include: 

• Clarifying FDA and CMS roles in the oversight of LDTs and clinical laboratories. 

• Addressing the needs and concerns of clinical laboratories in regard to their development 
of LDTs, and how laboratories would implement the FDA Quality System regulation 
requirements. 

• Investigating how to best leverage joint resources to develop appropriate training, avoid 
duplication, and maximize efficiency of efforts. 

The first product of the Task Force was a joint blog, detailing FDA and CMS responsibilities 
with regard to LDTs and clinical laboratories. The blog was published on both FDA and CMS 
CLIA websites on April 17, 201 5. FDA also held meetings with each of the CLIA-approved 
accreditation organizations to review their survey processes. 

The Task Force will also seek and facilitate input from a range of stakeholders including 
industry, providers, and patient advocates, through public forums and other information-sharing 
processes. 

Underlying the Task Force’s work is FDA’s and CMS’ agreement on their complementary roles 
in regulating laboratories and laboratory tests. CMS, under CLIA, focuses on the laboratories’ 
overall performance whereas FDA, under the Federal Food, Drug, and Cosmetic Act (FFDCA), 
focuses on the safety and effectiveness of LDTs. , Although each agency’s role is different, 
FDA and CMS share an interest in ensuring effective and efficient oversight of LDTs so 
laboratories can offer innovative tests to the American public with confidence that they are 
accurate and provide clinically meaningful information, without unnecessary or duplicative 
agency oversight. 


The Honorable Frank Pallone, Jr. 

The Clinical Laboratory Improvement Amendments arc quality standards that apply to all 
clinical laboratories to ensure that test results are accurate and reliable. The standards a 
lab must meet correspond with the complexity of the test - labs performing more complex 
tests must meet higher standards - and are focused on personnel qualifications, laboratory 
systems, quality control and proficiency testing. Some stakeholders have advocated for a 
modernized CLIA as a way to address gaps in oversight over LDTs. 

To better understand the limitations of CLIA’s authority in comparison to the FDA’s 
proposed regulatory framework, please respond to the following questions; 

1. Does CMS require labs to provide any evidence that the tests labs are performing are 
producing accurate results? 
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Answer: CMS looks for evidence of test analytical accuracy during the on-site surveys. CLIA 
requires the laboratory to have documented evidence of analytical validation, proficiency testing, 
quality control, quality assessment monitors, etc, 

2. Does CMS require labs to provide evidence that would support claims they make about 
their tests? 

Answer: CLIA does not address clinical claims about tests made by a laboratory. 

3. Does CMS collect or report on any adverse events for tests? 

Answer: No, CMS does not collect or report on any adverse events related to testing devices. 
We report on laboratories on which sanctions have been imposed related to risk of patient harm 
due to deficiencies in laboratory operations. 
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